NISTIR  5434 


Electronics  and  Electrical 
Engineering  Laboratory 


Technical 

Progress 

Bulletin 


Covering  Laboratory  Programs, 

January  to  March  1994 

with  1994/1995  EEEL  Events  Calendar 


tS 

f 


r-QC 

I 100 

, .U56 

NO. 5434 
1994 


J.  M.  Rohrbaugh 
Compiler 

June  1994 


94-1 


U.S.  DEPARTMENT  OF  COMMERCE 
Technology  Administration 
National  Institute  of  Standards 
and  Technology 
Electronics  and  Electrical 
Engineering  Laboratory 
Semiconductor  Electronics  Division 
Gaithersburg,  MD  20899 


NIST 


'i 


.i 


- '"JS 


-4 


NISTIR  5434 


Electronics  and  Electrical  j m Rohrbaugh 
Engineering  Laboratory  compiler 


Technical 

Progress 

Bulletin 


U.S.  DEPARTMENT  OF  COMMERCE 
Technology  Administration 
National  Institute  of  Standards 
and  Technology 
Electronics  and  Electrical 
Engineering  Laboratory 
Semiconductor  Electronics  Division 
Gaithersburg,  MD  20899 


June  1994 


Covering  Laboratory  Programs, 

January  to  March  1994 

with  1994/1995  EEEL  Events  Calendar 


94-1 


U.S.  DEPARTMENT  OF  COMMERCE 
Ronald  H.  Brown,  Secretary 

TECHNOLOGY  ADMINISTRATION 
Mary  L.  Good,  Under  Secretary  for 
Technology 

NATIONAL  INSTITUTE  OF  STANDARDS 
AND  TECHNOLOGY 
Arab  Prabhakar,  Director 


ELECTRONICS  AND  ELECTRICAL  ENGINEERING  LABORATORY 
TECHNICAL  PROGRESS  BULLETIN,  JUNE  1994  ISSUE 

INTRODUCTION 

This  is  the  forty-sixth  issue  of  a quarterly  publication  providing  information  on  the  technical  work  of  the 
National  Institute  of  Standards  and  Technology  Electronics  and  Electrical  Engineering  Laboratory  (EEEL). 
This  issue  of  the  EEEL  Technical  Progress  Bulletin  covers  the  first  quarter  of  calendar  year  1994. 

Organization  of  Bulletin:  This  issue  contains  abstracts  for  all  relevant  papers  released  for  publication  by 
NIST  in  the  quarter  and  citations  and  abstracts  for  such  papers  published  In  the  quarter.  Entries  are 
arranged  by  technical  topic  as  Identified  In  the  Table  of  Contents  and  alphabetically  by  first  author  under 
each  subheading  within  each  topic.  Unpublished  papers  appear  under  the  subheading  "Released  for 
Publication."  This  does  not  Imply  acceptance  by  any  outside  organization.  Papers  published  in  the  quarter 
appear  under  the  subheading  “Recently  Published.”  Following  each  abstract  is  the  name  and  telephone 
number  of  the  individual  to  contact  for  more  Information  on  the  topic  (usually  the  first  author).  This  issue 
also  Includes  a calendar  of  Laboratory  conferences  and  workshops  planned  for  calendar  years  1994/1995 
and  a list  of  sponsors  of  the  work. 

Electronics  and  Electrical  Engineering  Laboratory:  EEEL  programs  provide  national  reference  standards, 
measurement  methods,  supporting  theory  and  data,  and  traceability  to  national  standards.  The  metrological 
products  of  these  programs  aid  economic  growth  by  promoting  equity  and  efficiency  In  the  marketplace,  by 
removing  metrological  barriers  to  improved  productivity  and  innovation,  by  increasing  U.S.  competitiveness 
in  international  markets  through  facilitation  of  compliance  with  International  agreements,  and  by  providing 
technical  bases  for  the  development  of  voluntary  standards  for  domestic  and  international  trade.  These 
metrological  products  also  aid  in  the  development  of  rational  regulatory  policy  and  promote  efficient 
functioning  of  technical  programs  of  the  Government. 

The  work  of  the  Laboratory  is  conducted  by  four  technical  research  Divisions:  the  Semiconductor  Electronics 
and  the  Electricity  Divisions  in  Gaithersburg,  Md.,  and  the  Electromagnetic  Fields  and  Electromagnetic 
Technology  Divisions  in  Boulder,  Colo.  In  1991 , the  Office  of  Law  Enforcement  Standards,  formerly  the  Law 
Enforcement  Standards  Laboratory,  was  transferred  to  EEEL.  This  Office  conducts  research  and  provides 
technical  services  to  the  U.S.  Department  of  Justice  and  State  and  local  governments,  and  other  agencies 
in  support  of  law  enforcement  activities.  In  addition,  the  Office  of  Microelectronics  Programs  (OMP)  was 
established  in  EEEL  to  coordinate  the  growing  number  of  semiconductor-related  research  activities  at  NIST. 
Reports  of  work  funded  through  the  OMP  are  included  under  the  heading  “Semiconductor  Microelectronics.” 

Key  contacts  In  the  Laboratory  are  listed  at  the  end  of  this  publication;  readers  are  encouraged  to  contact 
any  of  these  Individuals  for  further  information.  To  request  a subscription  or  for  more  information  on  the 
Bulletin,  write  to  EEEL  Technical  Progress  Bulletin,  National  Institute  of  Standards  and  Technology, 
Metrology  Building,  Room  B-358,  Gaithersburg,  MD  20899  or  call  (301)  975-2220. 

Laboratory  Sponsors:  The  Laboratory  Programs  are  sponsored  by  the  National  Institute  of  Standards  and 
Technology  and  a number  of  other  organizations,  in  both  the  Federal  and  private  sectors;  these  are  identified 
on  page  40. 

Note  on  Publication  Lists:  Publication  lists  covering  the  work  of  each  division  are  guides  to  earlier  as  well 
as  recent  work.  These  lists  are  revised  and  reissued  on  an  approximately  annual  basis  and  are  available 
from  the  originating  division.  The  current  set  is  identified  in  the  Additional  Information  section,  page  36. 

Certain  commercial  equipment,  instruments,  or  materials  are  identified  in  this  paper  in  order  to  specify  adequately  the  experimental 
procedures.  Such  identification  does  not  imply  recommendation  or  endorsement  by  the  National  Institute  of  Standards  and  Technology, 
nor  does  it  imply  that  the  materials  or  equipment  identified  are  necessarily  the  best  available  for  the  purpose. 
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GENERAL  INFORMATION 

Released  for  Publication 

Hebner,  R.E.,  Transfer  of  Technology  from  the 
Defense  Sector  to  the  Civilian  Sector,  to  be 
published  in  the  Proceedings  of  the  1994  IEEE 
Winter  Power  Meeting,  New  York,  New  York, 
January  30— February  3,  1994. 

Changes  occurring  today  within  government  with 
respect  to  its  science  and  technology  policies  reflect 
the  close  linkage  that  has  existed  between 
technology  and  defense.  In  the  past,  the  best 
minds  of  the  times  were  set  to  solve  technology 
problems  at  the  government’s  behest  to  provide  for 
national  defense.  Today,  the  Cold  War  has  ended. 
This  situation  provides  the  U.S.  with  a window  of 
opportunity  to  redefine  its  technology  Investment 
strategy.  New  forms  of  government-industry 
interaction  are  being  explored  to  help  technology 
make  a difference  in  the  civilian  economy  as  It  has 
in  national  defense. 

[Contact;  Robert  E.  Hebner,  (301)  975-2220] 

Powell,  R.M.,  Electronics  and  Electrical  Engineer- 
ing Laboratory:  1994  Strategic  Plan,  to  be 

published  as  NISTIR  5409. 

The  U.S.  electronics  and  electrical-equipment 
industries  are  outstripping  available  measurement 
capability  with  adverse  effects  on  their  international 
competitiveness.  Improved  measurement  support 
is  an  essential  part  of  any  successful  strategy  for 
improving  their  competitiveness.  Among  U.S. 
manufacturing  industries,  the  electronics  industry  is 
the  largest  employer  with  1 .8  million  employees  and 
is  virtually  tied  with  the  chemical  industry  for  largest 
shipments  of  nearly  $300  billion  (1992).  The 
electrical-equipment  industry  is  also  quite  large,  with 
shipments  of  nearly  $50  billion  (1990).  U.S. 
competitiveness  in  many  fields  of  electronic  and 
electrical  products  has  been  declining.  Improved 
competitiveness  will  require  outstanding  perfor- 
mance from  manufacturers  in  every  step  required  to 
realize  a competitive  product  in  the  marketplace: 
research  and  development,  manufacturing, 
marketplace  exchange,  and  after-sales  support.  All 
of  these  steps  are  highly  measurement  intensive. 
The  Electronics  and  Electrical  Engineering 
Laboratory  (EEEL),  within  the  National  Institute  of 


Standards  and  Technology,  has  identified  the 
principal  needs  for  improved  measurement 
capability  and  other  supporting  technology  In 
several  important  fields:  semiconductors, 

magnetics,  superconductors,  low  frequency, 
microwaves,  lightwaves,  power,  video,  electromag- 
netic compatibility,  electronic  data  exchange,  and 
national  electrical  standards.  This  document 
describes  EEEL’s  strategic  plan  for  a response  to 
these  needs.  That  response  is  related  to  important 
national  goals  for  a strengthened  economy  and 
improved  international  competitiveness.  This  plan 
was  developed  in  consultation  with  U.S.  industry 
and  other  NIST  Laboratories. 

[Contact:  Ronald  M.  Powell,  (301)  975-2220] 

GENERAL  INFORMATION 

Recently  Published 

Surette,  J.M.,  Electronics  and  Electrical  Engineer- 
ing Laboratory:  1993  Technical  Accomplish- 
ments Supporting,  Technology  for  U.S. 
Competitiveness,  NISTIR  5355  (December  1993). 

The  Electronics  and  Electrical  Engineering 
Laboratory  (EEEL),  working  in  concert  with  other 
NIST  Laboratories,  is  providing  measurement  and 
other  generic  technology  critical  to  the  competi- 
tiveness of  the  U.S.  electronics  industry  and  the 
U.S.  electrical-equipment  industry.  This  report 
summarizes  selected  technical  accomplishments 
and  describes  activities  conducted  by  the  Laborato- 
ry in  FY  1993.  Also  Included  is  a profile  of  EEEL’s 
organization,  its  customers,  and  the  Laboratory’s 
long-term  goals. 

[Contact:  JoAnne  M.  Surette,  (301)  975-5267] 

Surette,  J.M.,  Electronics  and  Electrical  Engineer- 
ing Laboratory  1994  Program  Plan-Supporting 
Technology  for  U.S.  Competitiveness  in 
Eiectronics,  NISTIR  5337  (December  1993). 

The  Electronics  and  Electrical  Engineering 
Laboratory  (EEEL),  working  in  concert  with  other 
NIST  Laboratories,  is  providing  measurement  and 
other  generic  technology  critical  to  the  competi- 
tiveness of  the  U.S.  electronics  industry  and  the 
U.S.  electrical-equipment  industry.  This  1994 
Program  Plan  describes  the  projected  metrological 
support  that  EEEL  intends  to  provide  to  U.S.  industry. 
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[Contact:  JoAnne  M.  Surette,  (301)  975-5267] 

FUNDAMENTAL  ELECTRICAL  MEASUREMENTS 

Released  for  Publication 

Elmquist,  R.E.,  and  Dziuba,  R.F.,  A High-Tempera- 
ture Superconductor  Cryogenic  Current 
Comparator,  to  be  published  in  the  Digest  of  the 
1994  Conference  on  Precision  Electromagnetic 
Measurements,  Boulder,  Colorado,  June  27— July 
1,  1994. 

NIST  is  developing  a cryogenic  current  comparator 
to  operate  at  77  K,  using  high-temperature 
superconductor  (HTS)  ceramic  shielding  material 
and  a HTS-based  Superconducting  Quantum 
Interference  Device  detector.  HTS  shielding  at  low 
magnetic  field  levels  is  probably  sufficient  for  high- 
accuracy  measurements.  Unshielded  sections  of 
the  ratio  windings  may  produce  a significant  error. 
[Contact:  Randolph  E.  Elmquist,  (301)  975-6591] 

Hamilton,  C.A.,  and  Burroughs,  C.J.,  The  Perfor- 
mance and  Reliability  of  NIST  10-V  Josephson 
Arrays,  to  be  published  in  the  Digest  of  the  1994 
Conference  on  Precision  Electromagnetic 
Measurements,  Boulder,  Colorado,  June  27— July 
1,  1994. 

This  paper  reviews  eight  years  of  fabrication  of  10-V 
Josephson  array  chips  at  NIST  and  the  performance 
and  reliability  of  these  chips  at  22  different 
standards  laboratories.  Failure  mechanisms  and 
statistical  data  on  failure  rates  are  presented  for 
devices  made  with  both  Nb/Nb205/Pb  and 
Nb/Al203/Nb  junctions. 

[Contact:  Clark  A.  Hamilton,  (303)  497-3740] 

Hamilton,  C.A.,  Burroughs,  C.J.,  and  Kautz,  R.L., 
Josephson  D/A  Converter  with  Fundamental 
Accuracy,  to  be  published  in  the  Digest  of  the 
1994  Conference  on  Precision  Electromagnetic 
Measurements,  Boulder,  Colorado,  June  27— July 
1,  1994. 

[See  Crvoelectronic  Metrology.] 

Lee,  K.C.,  Evaluation  of  Techniques  for  Bonding 
Wires  to  Quantised  Hall  Resistors,  to  be  pub- 
lished in  the  Digest  of  the  1994  Conference  on 


Precision  Electromagnetic  Measurements, 
Boulder,  Colorado,  June  27— July  1,  1994. 

[See  Microfabrication  Technoloav.l 

Olsen,  P.T.,  Steiner,  R.L.,  Jones,  G.R.,  and 
Williams,  E.R.,  The  Present  Watt  Balance:  A 
Measure  of  the  Resolution. 

It  has  been  possible  to  operate  the  Watt  balance  in 
the  normal  mode,  but  with  the  magnetic  field 
reduced  by  more  than  six  orders  of  magnitude. 
This  mode  of  operation  allowed  the  observation  of 
possible  sources  of  systematic  errors  not  specifi- 
cally connected  with  the  magnetic  field,  but  rather 
with  the  balance  environment.  This  measurement 
revealed  a general  lack  of  environmental  effects, 
and  the  resulting  measurement  indicated  an  upper 
limit  of  resolution  less  than  30  parts  per  billion  for  a 
potential  Watt  evaluation. 

[Contact:  Paul  T.  Olsen,  (301)  975-4056] 

Shields,  J.Q.,  Dziuba,  R.F.,  Elmquist,  R.E.,  and  Lee, 
L.H.,  NIST  Comparison  of  Resistances  Based 
on  the  Calculable  Capacitor  and  the  Quantum 
Hall  Effect,  to  be  published  in  the  Digest  of  the 
1994  Conference  on  Precision  Electromagnetic 
Measurements,  Boulder,  Colorado,  June  27-July  1 , 
1994. 

The  latest  NIST  results  comparing  the  quantized 
Hall  resistance  based  on  the  value  Rk.qo  “ 25 
812.807  Cl  with  the  realization  of  the  ohm  in  SI  units 
obtained  by  direct  calculable-capacitor  measure- 
ments are  reported. 

[Contact:  John  Q.  Shields,  (301)  975-4233] 

FUNDAMENTAL  ELECTRICAL  MEASUREMENTS 

Recently  Published 

Eiles,  T.M.,  Devoret,  M.H.,  and  Martinis,  J.M., 

Coulomb  Blockade  of  Andreev  Reflection  in 
the  NSN  Single-Electron  Transistor,  Elsevier 
Surface  Science,  pp.  1-5  (June  1993). 

We  have  measured  at  low  temperatures  the  current 
through  a submicrometer  superconducting  island 
connected  to  normal-metal  leads  by  ultrasmall 
tunnel  junctions.  At  low  bias  voltages,  the  current 
changes  from  being  e-periodic  in  the  applied  gate 
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charge  to  2e-periodic.  We  interpret  this  2e-periodic 
current  as  a manifestation  of  a sequence  of 
Andreev  reflection  events  which  transports  two 
electrons  at  a time  across  the  island.  This  behavior 
is  clear  evidence  that  there  is  a difference  in  total 
energy  between  ground  states  of  a even  or  odd 
number  of  electrons. 

[Contact:  Travis  M.  Eiles,  (303)  497-3969] 

Martinis,  J.M.,  and  Nahum,  M.,  Effect  of  Environ- 
mental Noise  on  the  Accuracy  of  Coulomb- 
Blockade  Devices,  Physical  Review  B,  Vol.  48, 
No.  24,  pp.  18  316-18  319  (December  15,  1993). 

We  calculate  how  noise  generated  by  a finite 
environment  impedance  limits  the  ultimate  perfor- 
mance of  Coulomb-blockade  devices  and  possible 
current  or  charge  standards.  We  have  expressed 
the  environmental  theory  of  the  Coulomb  blockade 
in  terms  of  the  spectral  density  of  the  voltage  noise 
arising  from  the  environment,  and  have  calculated 
the  resulting  single-junction  tunneling  and  two- 
junction  co-tunneling  rates.  These  rates  are  used 
to  predict  the  tunneling  rate  of  electrons  through  a 
five-junction  pump  and  may  explain  the 
anomalously  large  rates  that  are  observed  experi- 
mentally. 

[Contact:  John  M.  Martinis,  (303)  497-3597] 

Martinis,  J.,  Nahum,  M.,  and  Jensen,  H.D., 
Metrological  Accuracy  of  the  Electron  Pump, 
Physical  Review  Letters,  Vol.  72,  No.  6,  pp.  904- 
907  (February  7,  1994). 

We  have  operated  a five-junction  electron  pump 
with  an  error  for  transferring  electrons  of  approxi- 
mately 0.5  ppm.  The  predicted  error  from  previous 
theoretical  considerations  is  expected  to  be  several 
orders  of  magnitude  smaller,  thus  implying  that  our 
present  understanding  of  Coulomb  blockade  is 
incomplete.  We  conjecture  that  the  errors  arise 
from  photon-assisted  tunneling,  where  the  photon 
energy  is  supplied  by  noise  from  the  environment. 
[Contact:  John  M.  Martinis,  (303)  497-3597] 


SEMICONDUCTOR  MICROELECTRONICS 

Silicon  Materials 

Released  for  Publication 


Lee,  J.D.,  Park,  J.C.,  Venables,  D.,  Krause,  S.J., 
and  Roitman,  P.,  Defect  Pair  Formation  by 
Implantation-Induced  Stresses  in  High-Dose- 
Oxygen-Implanted-Silicon,  to  be  published  in  the 
Proceedings  of  the  Materials  Research  Society 
Conference,  Boston,  Massachusetts,  November 
29,  1 993— December  3,  1993. 

Defect  microstructure  and  the  near-surface  strain  of 
high-dose  oxygen-implanted  silicon-on-insulator 
material  were  investigated  as  a function  of  dose, 
implant  temperature,  and  annealing  temperature  by 
transmission  electron  microscopy  and  high- 
resolution  X-ray  diffraction.  Dislocation  half  loops 
(DHLs)  begin  to  form  by  stress-assisted  climb  at  a 
critical  stress  level  due  to  implantation-induced 
damage.  DHLs  evolve  into  through-thickness  defect 
(TTD)  pairs  by  expansion  during  annealing.  Both 
DHL  and  TTD-pair  density  increase  with  higher 
implant  dose  and  lower  Implant  temperature. 
Possible  methods  for  defect  density  and  reduction 
are  suggested  based  on  the  results  of  this  study. 
[Contact:  Peter  Roitman,  (301)  975-2077] 

Roitman,  P.,  Mayo,  S.,  Simons,  D.,  Krause,  S.J., 
Park,  J.C.,  Lee,  J.D.,  Venables,  D.,  Lenahan,  P., 
and  Conley,  J.,  Effect  of  Nitrogen  Ambients 
during  High-Temperature  SIMOX  Annealing,  to 
be  published  in  the  Proceedings  of  the  1994 
Electrochemical  Society  International  Symposium 
on  SOI  Technology  and  Devices,  San  Francisco, 
California,  May  22-27,  1994. 

The  high-temperature  annealing  sequence  used  to 
reduce  implant  damage  in  high-dose  oxygen- 
implanted  silicon-on-insulator  material  was  modified 
to  include  the  nitrogen-containing  gases  N2,  N2O, 
and  NH3.  Large  nitrogen  peaks  were  observed  at 
the  oxide  interfaces  in  the  annealed  samples  by 
secondary  ion  mass  spectroscopy.  The  magnitude 
of  the  peaks  varied  only  slightly  with  gas  type, 
concentration,  and  time.  The  electron  spin 
resonance  signal,  the  oxide  conductivity,  and  the 
silicon  defect  structure  were  relatively  unaffected. 
[Contact:  Peter  Roitman,  (301)  975-2077] 

Silicon  Materials 

Recently  Published 

Albers,  J.,  An  Exact  Solution  for  the  Steady-State 
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Surface  Temperature  of  a General  Multilayer 
Structure,  Proceedings  of  the  Tenth  Annual  IEEE 
Semiconductor  Thermal  Measurement  and 
Management  Symposium,  San  Jose,  California, 
February  1-3,  1994,  pp.  129-137. 

A recursion  relation  technique  has  been  used  in  the 
past  to  determine  the  surface  potential  from  the 
multilayer  electrical  Laplace  equation.  This  has 
provided  for  a vastly  simplified  evaluation  of  the 
electrical  spreading  resistance  and  four-probe 
resistance.  The  isomorphism  of  the  multilayer 
Laplace  equation  and  the  multilayer  steady-state 
heat  flow  equation  suggests  the  possibility  of 
developing  a recursion  relation  applicable  to  the 
multilayer  thermal  problem.  This  recursive 
technique  is  developed  and  is  shown  to  provide  the 
surface  temperature  of  the  multilayer  steady-state 
heat  flow  equation.  For  the  three-layer  case,  the 
thermal  recursion  relation  readily  yields  the  surface 
results  which  are  identical  with  those  presented  by 
Kokkas  and  the  TXYZ  thermal  code.  This  recursive 
technique  can  be  used  with  any  number  of  layers 
while  incurring  only  a small  increase  in  computation 
time  for  each  added  layer.  For  the  case  of 
complete,  uniform  top  surface  coverage  by  a heat 
source,  the  technique  gives  rise  to  the  generalized 
one-dimensional  thermal  resistance  result.  An 
example  of  the  use  of  the  new  recursive  method  is 
provided  by  the  preliminary  calculations  of  the 
surface  temperature  of  a buried  oxide  (SOI,  SIMOX) 
structure  containing  several  thicknesses  of  the 
surface  silicon  layers.  This  new  technique  should 
prove  useful  in  the  investigation  and  understanding 
of  the  steady-state  thermal  response  of  modern 
multilayer  microelectronic  structures. 

[Contact:  John  Albers,  (301)  975-2075] 

Compound  Materials 

Released  for  Publication 

Kim,  J.S.,  Seiler,  D.G.,  Colombo,  L.,  and  Chen, 
M.C.,  Electrical  Characterization  of  Liquid- 
Phase  Epitaxially  Grown  Single-Crystal  Films 
of  Mercury-Cadmium-Telluride  by  Variable 
Magnetic-Field  Hall  Measurements. 

We  report  a method  for  a new  classification 
procedure  for  liquid-phase  epitaxially  grown 
mercury-cadmium-telluride  single  crystals.  Variable- 


magnetic-field  Hall  measurements  are  performed  on 
nine  liquid-phase  epitaxially  grown  HgQ7gCdQ22Te 
single-crystal  films  for  magnetic  fields  from  0 b 1 .4 
T and  in  the  temperature  range  from  10  K to  300  K. 
The  data  from  these  measurements  are  analyzed  in 
the  context  of  the  reduced-conductivity-tensor 
scheme  proposed  by  Kim  and  coworkers.  Based  on 
the  degree  of  deviation  from  an  ideal  one-carrier 
behavior,  these  experimental  samples  are  classified 
into  several  types  to  emphasize  the  transition  in  the 
behavior  of  the  normal  to  anomalous  n-type 
samples,  finally  leading  to  p-type  samples.  Our 
classification  is  also  based  on  a general  trend  in  the 
temperature  dependence  of  the  mobility  and  density 
of  the  majority  carriers  which  were  extracted  from 
the  magnetoresistivity  data.  The  classification 
provides  a useful  bench  mark  for  the  materials 
characterization  in  the  IR  detector  industry. 
[Contact:  Jin  S.  Kim,  (301)  975-2238] 

Seiler,  D.G.,  Lowney,  J.R.,  Thurber,  W.R., 
Kopanski,  J.J.,  and  Harman,  G.G.,  Semiconduc- 
tor Measurement  Technology:  Improved 

Characterization  and  Evaluation  Measurements 
for  HgCdTe  Detector  Materials  Processes,  and 
Devices  Used  on  the  GOES  and  TIROS 
Satellites,  to  be  published  as  NIST  Special 
Publication  400-94. 

[See  Photodetectors. 1 
Analysis  and  Characterization  Techniques 

Recently  Published 

Bertness,  K.A.,  Kramer,  C.,  Olson,  J.M.,  and 
Moreland,  J.,  In  Situ  Observation  of  Surface 
Morphology  of  InP  Grown  on  Singular  and 
Vicinal  (001)  Substrates,  Journal  of  Electronic 
Materials,  Vol.  23,  No.  2,  pp.  195-200  (1994). 

Surface  morphology  of  InP  layers  is  monitored 
during  organometallic  vapor  phase  epitaxy  using  an 
in-situ  diffuse  laser  light-scattering  technique. 
Changes  in  the  diffuse  scatter  signal  are  noted  for 
several  substrate  orientations  near  the  (001)  plane 
and  at  various  growth  temperatures.  The  diffuse 
scatter  signal  is  shown  to  be  a semi-quantitative 
indicator  of  surface  roughness  through  postgrowth 
examination  of  the  samples  with  phase  contrast 
optical  microscopy  and  atomic  force  microscopy. 
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Singular  substrates  consistently  have  almost 
featureless  surfaces  and  very  little  diffuse  scattering 
during  growth.  Vicinal  substrates  display  a more 
complicated  morphological  evolution  which  cannot 
be  deduced  from  the  diffuse  scattering  alone,  but 
which  does  produce  characteristic  changes  in 
diffuse  scattering. 

[Contact:  John  Moreland,  (303)  497-3641] 


Dimensional  Metrology 

Released  for  Publication 

Lowney,  J.R.,  Postek,  M.T.,  and  Vladar,  A.E.,  A 
Monte  Carlo  Model  for  SEM  Linewidth  Metrolo- 
gy, to  be  published  in  the  Proceedings  of  SPIE 
(The  International  Society  for  Optical  Engineering, 
P.O.  Box  10,  Bellingham,  Washington  98227- 
0010),  1994  Symposium  on  Microlithography,  San 
Jose,  California,  February  27— March  4,  1994. 

A scanning  electron  microscope  (SEM)  can  be  used 
to  measure  the  dimensions  of  the  microlithographic 
features  of  integrated  circuits.  However,  without  a 
good  model  of  the  electron-beam/specimen 
interaction,  accurate  edge  location  cannot  be 
obtained.  A Monte  Carlo  code  has  been  developed 
to  model  the  interaction  of  an  electron  beam  with  a 
line  lithographically  produced  on  a multi-layer 
substrate.  The  purpose  of  the  code  is  to  enable 
one  to  extract  the  edge  position  of  a line  from  SEM 
measurements.  It  is  based  on  prior  codes 
developed  at  NIST,  but  with  a new  formulation  for 
the  atomic  scattering  cross  sections  and  the 
inclusion  of  a method  to  simulate  edge  roughness 
or  rounding.  The  code  is  currently  able  to  model 
the  transmitted  and  backscattered  electrons,  and 
the  results  from  the  code  have  been  applied  to  the 
analysis  of  electron  transmission  through  a gold  line 
on  a thin  silicon  substrate,  such  as  used  in  an  X-ray 
lithographic  mask.  By  comparing  the  predictions  of 
the  code  with  measured  data,  it  is  possible  to  obtain 
edge  positions  to  the  order  of  ±10  nm,  which  is 
needed  for  the  advanced  lithography  projected  for 
the  year  2000.  The  uncertainty  of  this  measure- 
ment is  limited  by  the  sample  geometry  and  surface 
roughness  and  not  by  the  measurement  p/ocess. 
[Contact:  Jeremiah  R.  Lowney,  (301)  975-2048] 

Integrated-Circuit  Test  Structures 


Released  for  Publication 

Allen,  R.A.,  Penzes,  W.B.,  Cresswell,  M.W., 
Linholm,  L.W.,  Ellenwood,  C.H.,  and  Teague,  E.C., 
New  Electrical  Test  Structure  for  Overlay  and 
Feature  Metrology,  to  be  published  in  the 
Proceedings  of  SPIE  (The  International  Society  for 
Optical  Engineering,  P.O.  Box  10,  Bellingham, 
Washington  98227-0010),  1994  Symposium  on 
Microlithography,  San  Jose,  California,  February 
27-March  4,  1994. 

The  test  structure  is  based  on  the  principle  of  the 
linear  voltage-dividing  potentiometer.  Voltage 
measurements  across  pairs  of  the  three  parallel 
voltage  taps  provide  information  on  their  center-to- 
center  spacings.  The  separation  of  the  two-end 
voltage  taps  serves  as  a measurement  reference 
length  for  the  determination  of  the  relative  location 
of  the  third,  center,  voltage  tap.  In  previous  work, 
the  entire  test  structure  was  patterned  and 
replicated  with  a single  lithography  operation.  The 
measurements  had  better  than  1-nm  precision  and 
typically  better  than  10-nm  accuracy.  This  paper 
presents  an  extended  measurement  set,  extracted 
from  a related  test  structure  which  has  been 
designed  and  developed  for  measuring  the  local 
overlay  of  features  replicated  by  two  separate 
lithography  steps.  The  length  references  were 
measured  by  the  NIST  line-scale  interferometer. 
The  local  overlay  extracted  from  electrical  measure- 
ments was  found  in  almost  all  cases  to  track  the 
corresponding  line-scale  Interferometer  measure- 
ments within  amounts  less  than  those  attributable  to 
the  uncertainties  cited  for  the  individual  line-scale 
interferometer  measurements.  [Contact:  Richard  A. 
Allen,  (301)  975-5026] 

Cresswell,  M.W.,  Allen,  R.A.,  Linholm,  L.W., 
Ellenwood,  C.H.,  Penzes,  W.B.,  and  Teague,  E.C., 

New  Test  Structure  for  Nanometer-Level 
Overlay  and  Feature-Placement  Metrology. 

A new  electrical  test  structure  for  overlay  measure- 
ment has  been  evaluated  by  replicating  arrays  of  its 
complementary  components  from  two  different 
photomasks  into  a conducting  film  on  a quartz 
substrate.  The  features  resulting  from  Images 
projected  from  the  first  mask  were  used  as  a 
reference  grid  which  was  calibrated  by  the  NIST 
Line-Scale  Interferometer.  A first  subset  of  the 
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relative  placements  of  the  images  projected  from 
the  second  mask,  which  were  derived  from  the 
electrical  overlay  measurements  and  the  reference 
grid,  agreed  to  within  13  nm  with  corresponding 
measurements  made  directly  by  the  line-scale 
interferometer  over  distances  up  to  13.5  mm.  A 
second  comparison  made  at  another  substrate 
location  indicated  that  gradients  of  projected  feature 
linewidths  across  the  exposure  site  may  need  to  be 
measured,  and  corrected  for,  in  the  electrical 
extraction  of  overlay. 

[Contact:  Michael  W.  Cresswell,  (301)  975-2072] 
Integrated-Circuit  Test  Structures 

Recently  Published 

Allen,  R.A.,  Cresswell,  M.W.,  Linholm,  L.W.,  Owen, 
J.C.,  III,  Ellenwood,  C.H.,  Hill,  T.A.,  Benecke,  J.D., 
Volk,  S.R.,  and  Stewart,  H.D.,  Application  of  the 
Modified  Voltage-Dividing  Potentiometer  to 
Overlay  Metrology  in  a CMOS/Bulk  Process, 
Proceedings  of  the  1994  IEEE  International 
Conference  on  Microelectronic  Test  Structures, 
San  Diego,  California,  March  22-24,  1994,  pp.  51- 
56. 

The  measurement  of  layer-to-layer  feature  overlay 
will,  in  the  foreseeable  future,  continue  to  be  a 
critical  metrological  requirement  forthe  semiconduc- 
tor industry.  Meeting  the  image  placement 
metrology  demands  of  accuracy,  precision,  and 
measurement  speed  favors  the  use  of  electrical  test 
structures.  In  this  paper,  a two-dimensional, 
modified  voltage-dividing  potentiometer  is  applied  to 
a short-loop  VLSI  process  to  measure  image 
placement.  The  contributions  of  feature  placement 
on  the  reticle  and  registration  on  the  wafer  to  the 
overall  measurement  are  analyzed  and  separated. 
Additional  sources  of  uncertainty  are  identified,  and 
methods  developed  to  monitor  and  reduce  them  are 
described. 

[Contact:  Richard  A.  Allen,  (301)  975-5026] 

Cresswell,  M.W.,  Penzes,  W.B.,  Allen,  R.A., 
Linholm,  L.W.,  Ellenwood,  C.H.,  and  Teague,  E.C., 
Electrical  Test  Structure  for  Overlay  Metrology 
Referenced  to  Absolute  Length  Standards, 
Proceedings  of  SPIE  (The  International  Society  for 
Optical  Engineering,  P.O.  Box  10,  Bellingham, 
Washington  98227-0010),  Integrated  Circuit 


Metrology,  Inspection,  and  Process  Control,  Vol. 
2196,  pp.  512-520  (March  1994). 

This  test  structure  is  based  on  the  voltage-dividing 
potentiometer  principle  and  was  originally  replicated 
in  a single  lithography  cycle  to  evaluate  feature 
placement  by  a primary  pattern  generator.  A new 
test  structure  has  now  been  developed  from  the 
single-cycle  version  and  has  been  used  for 
measuring  the  overlay  of  features  defined  by  two 
different  exposures  with  a stepping  projection 
aligner.  The  as-measured  overlay  values  are 
processed  by  an  algorithm  which  minimizes  the 
effects  of  nominal  random  pattern  imperfections. 
The  algorithm  further  partitions  measurements  of 
overlay  into  contributions  which  derive,  respectively, 
from  misregistration  of  the  image  fields  projected  by 
the  two  masks  and  from  the  drawn  misplacement  of 
features  on  the  masks.  The  numerical  estimates  of 
these  contributions  so  obtained  from  the  electrical 
measurements  were  compared  with  those  extracted 
from  the  same  features  by  the  NIST  Line  Scale 
Interferometer,  providing  traceability  to  absolute 
length  standards.  The  two  sets  of  measurements 
were  found  to  agree  to  within  the  several-nanometer 
uncertainty  cited  for  the  line  scale  interferometer’s 
readings  alone.  The  motivation  for  this  work  was  to 
compare  the  nanometer-level  distortions,  produced 
by  alternative  chucking  arrangements,  of  proximity 
X-ray  masks  having  various  support-ring  architec- 
tures. However,  the  technique  may  also  be  used  to 
evaluate  optical  aligner  tools  and  to  determine 
image  placement  quality  on  optical  reticles  with 
traceability  to  the  ISO  Standard  for  the  definition  of 
the  meter. 

[Contact:  Michael  W.  Cresswell,  (301)  975-2072] 

Marshall,  J.C.,  and  Zaghloul,  M.,  Color  Supple- 
ment to  NIST  Special  Publication  400-93: 
CMOS  and  Lateral  Bipolar-On-SOI  Test 
Structures,  NISTIR  5324  (March  1994). 

This  report  is  the  supplement  to  the  NIST  Special 
Publication  entitled,  "Semiconductor  Measurement 
Technology:”  Design  and  Testing  Guides  for  the 
CMOS  and  Lateral  Bipolar-on-SOI  Test  Library.” 
This  supplement  contains  the  complete  set  of 
figures  from  the  above  mentioned  document  with 
the  test  structures  provided  in  color  for  easier 
interpretation. 

[Contact:  Janet  C.  Marshall,  (301)  975-2049] 
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Marshall,  J.C.,  and  Zaghloul,  M.E.,  Semiconductor 
Measurement  Technology:  Design  and  Testing 
Guides  for  the  CMOS  and  Lateral  Bipolar-On- 
SOI  Test  Library,  NIST  Special  Publication  400- 
93  (March  1994). 

Design  and  testing  guides  have  been  developed  for 
the  test  library  from  which  test  chip  NIST8  and  test 
wafer  NIST9  were  derived.  They  were  designed  for 
use  in  process  monitoring  and  device  parameter 
extraction  to  evaluate  and  compare  CMOS 
(Complementary  Metal-Oxide-Semiconductor)  test 
structures,  including  devices  and  circuits,  fabricated 
on  both  bulk  silicon  and  SOI  (Silicon-on-lnsulator), 
specifically  SIMOX  (Separation  by  the  IMplantation 
of  OXygen),  wafers.  The  test  library  consists  of 
both  CMOS-on-SOI  and  lateral  bipolar-on-SOI 
modules.  From  it,  20  modules  were  assembled  to 
create  CMOS  test  chip  NIST8  that  was  fabricated 
using  a standard  bulk  CMOS  foundry  through  the 
MOSIS  service.  SOI/SIMOX  test  wafer  NIST9 
contains  approximately  1000  modules  and  was  also 
assembled  from  modules  in  this  test  library. 
Fourteen  processing  masks  are  used  to  fabricate 
depletion-mode  MOSFETs,  lateral  bipolar  devices, 
and  CMOS  MOSFETs  with  source-to-channel  ties. 
The  SOI/SIMOX  technology  file  used  with  the  Magic 
VLSI  layout  editor  was  modified  to  include  the 
layers  necessary  to  generate  these  14  processing 
masks.  This  modification  is  discussed,  and  unique 
test  structure  designs  are  presented. 

[Contact:  Janet  C.  Marshall,  (301)  975-2049] 

Microfabrication  Technology 

Released  for  Publication 

Christensen,  D.H.,  Hickernell,  R.K.,  Schaafsma, 
D.T.,  Pellegrino,  J.G.,  McCollum,  M.J.,  Hill,  J.R., 
and  Rai,  R.S.,  Correlation  of  Optical,  X-Ray,  and 
Electron  Microscopy  Measurements  on 
Semiconductor  Multilayer  Structures,  to  be 
published  in  the  Proceedings  of  SPIE  (The 
International  Society  for  Optical  Engineering,  P.O. 
Box  10,  Belllingham,  Washington  98227-0010), 
Optical  Engineering/Laser  Application  and  Science 
Engineering,  Los  Angeles,  California,  January  22- 
28,  1994. 

Techniques  based  on  optical.  X-ray,  and  electron 
microscopy  measurements  are  applied  to  character- 


ize a wide  variety  of  semiconductor  multilayer 
structures.  Bragg  mirrors  serve  as  valuable  test 
structures  for  evaluating  the  epitaxial  uniformity  of 
crystal  growth  systems.  Careful  characterization  of 
half-wave  spaced  single  quantum  wells  provides  a 
method  for  determining  their  complex  refractive 
indices  using  reflectance  spectroscopy.  Compari- 
son of  cross-sectional  microphotoluminescence  to 
surface-normal  photoluminescence,  combined  with 
these  characterization  techniques,  allows  studies  of 
spontaneous  emission  in  microcavities  and 
elucidates  the  difficulties  with  using  surface-normal 
photoluminescence  to  determine  the  alloy  composi- 
tion of  the  mirror  layers.  The  application  of  these 
characterization  methods  to  visible-wavelength 
AIGaAs  mirrors,  485  to  720  nm,  enables  the 
development  of  these  mirrors  for  uses  such  as 
optically  tailored  substrates  and  visible  surface- 
emitter  of  detector  arrays. 

[Contact:  David  H.  Christensen,  (303)  497-3354] 

Lee,  K.C.,  Evaluation  of  Techniques  for  Bonding 
Wires  to  Quantised  Hail  Resistors,  to  be 
published  In  the  Digest  of  the  1994  Conference  on 
Precision  Electromagnetic  Measurements, 
Boulder,  Colorado,  June  27— July  1,  1994. 

Three  different  techniques  for  mounting  quantised 
Hall  resistors  with  AuGe/Ni  alloyed  contacts  were 
evaluated.  The  best  quality  and  most  robust 
samples  were  made  by  evaporating  bonding  pads 
that  overlapped  the  alloyed  contacts  and  the 
substrate,  so  that  bonds  could  be  made  over  the 
substrate  rather  than  over  the  heterostructure. 
[Contact:  Kevin  C.  Lee,  (301)  975-4236] 

Zincke,  C.,  Galtan,  M.,  Zaghloul,  M.E.,  and  Linholm, 
L.W.,  Test  Structures  for  Determining  Design 
Rules  for  Microelectromechanical-Based 
Sensors  and  Actuators,  to  be  published  in  the 
Proceedings  of  the  1994  IEEE  International 
Conference  on  Microelectric  Test  Structures,  San 
Diego,  California,  March  22-24,  1994. 

We  present  two  test  structures  for  establishing 
design  rules  for  minimum  spacing  of  a new  class  of 
microelectromechanical-based  sensors  and 
actuators  fabricated  through  commercial  comple- 
mentary metal-oxide-semiconductor  (CMOS) 
foundries.  The  microelectromechanical  devices  are 
suspended  membranes  of  passivation  glass  that 
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encapsulates  polysilicon  and  aluminum  layers  in  the 
CMOS  process.  The  membranes  are  suspended  by 
anisotropically  etching  the  silicon  substrate  through 
openings  in  the  passivation  glass.  These  test 
structures  measure  the  lateral  undercutting  and  the 
rotational  misalignment  of  openings  in  passivation 
oxide  that  are  used  to  make  the 
microelectromechanical  devices,  and  give  informa- 
tion for  the  layout  and  proximity  to  circuits  of  the 
microelectromechanical  devices.  Two  test 
structures  are  discussed,  one  optical  and  one 
electrical,  and  results  for  a 2-//m  n-  and  p-well 
CMOS  process  run  are  presented. 

[Contact:  Christian  A.  Zincke,  (301)  975-2073] 

Microfabrication  Technology 

Recently  Published 

Gaitan,  M.,  Parameswaran,  M.,  Zaghloul,  M.E., 
Marshall,  J.C.,  Novotny,  D.B.,  and  Suehle,  J.S., 
Design  Methodology  for  Micromechanical 
Systems  at  Commercial  CMOS  Foundries 
through  MOSIS,  Proceedings  of  the  35th  Midwest 
Symposium  on  Circuits  and  Systems,  Washington, 
D.C.,  August  9-12,  1992,  pp.  1357-1360  (1993). 

A methodology  is  presented  for  the  design  and 
fabrication  of  micromechanical  structures  through 
MOSIS.  Using  this  methodology,  a new  class  of 
devices  can  be  fabricated  at  commercial  foundries 
that  are  based  on  electrothermal-mechanical 
properties  with  associated  circuits  for  communica- 
tion and  control.  The  technique  is  a method  of 
making  microdynamical  devices  and  systems  using 
existing  VLSI  design  capabilities  with  minimal 
additional  equipment  cost.  Examples  of  devices 
and  applications  produced  by  this  technique  are 
presented  with  trade-offs  of  this  technique  com- 
pared to  the  traditional  custom  fabrication  tech- 
niques. 

[Contact:  Michael  Gaitan,  (301)  975-2070] 

Tseng,  W.F.,  Dagata,  J.A.,  Silver,  R.M.,  Fu,  J.,  and 
Lowney,  J.R.,  Junction  Locations  by  Scanning 
Tunneling  Microscopy:  In-Air-Ambient 

Investigation  of  Passivated  GaAs  pn  Junctions, 

Journal  of  Vacuum  Science  Technology  B,  Vol.  1 2, 
No.  1,  pp.  373-377  (January/February  1994). 

Scanning  tunneling  microscopy  (STM)  and  atomic 


force  microscopy  operating  in  air  have  been  used  to 
investigate  locations  of  molecular-beam  epitaxially 
grown  GaAs  multiple  pn  junctions  cleaved  and 
passivated  with  P2S5.  Symmetrically  and  asymmet- 
rically doped  junctions  were  prepared  within 
topographically  delineated  AlAa/GaAs  marker 
regions  for  this  in-air  study  of  electronic  junction 
contrast.  Our  results  indicate  that  the  STM- 
delineated  junction  locations  do  not  coincide  with 
the  electrical  junction  locations,  but  rather  shift  into 
the  p-type  regions. 

[Contact:  Wen  F.  Tseng,  (301)  975-5291] 

Plasma  Processing 

Recently  Published 

Roberts,  J.R.,  Olthoff,  J.K.,  Whetstone,  J.R.,  Van 
Brunt,  R.J.,  and  Sobolewski,  M.A.,  The  Gaseous 
Electronics  Conference  Radio-Frequency 
Reference  Cell:  A Defined  Parallel-Plate  Radio- 
Frequency  System  for  Experimental  and 
Theoretical  Studies  of  Plasma-Processing 
Discharges,  Review  of  Scientific  Instruments,  Vol. 
65,  No.  1,  pp.  140-154  (January  1994). 

A “reference  cell”  for  generating  radio-frequency  (rf) 
glow  discharges  in  gases  at  a frequency  of  13.56 
MHz  is  described.  The  reference  cell  provides  an 
experimental  platform  for  comparing  plasma 
measurements  carried  out  in  a common  reactor 
geometry  by  different  experimental  groups,  thereby 
enhancing  the  transfer  of  knowledge  and  insight 
gained  in  rf  discharge  studies.  The  results  of 
performing  ostensibly  identical  measurements  on  six 
of  these  cells  in  five  different  laboratories  are 
analyzed  and  discussed.  Measurements  were 
made  of  plasma  voltage  and  current  characteristics 
for  discharges  in  pure  argon  at  specified  values  of 
applied  voltages,  gas  pressures,  and  gas  flow  rates. 
Data  are  presented  on  relevant  electrical  quantities 
derived  from  Fourier  analysis  of  the  voltage  and 
current  wave  forms.  Amplitudes,  phase  shifts,  self- 
bias voltages,  and  power  dissipation  were  mea- 
sured. Each  of  the  cells  was  characterized  in  terms 
of  its  measured  internal  reactive  components. 
Comparing  results  from  different  cells  provides  an 
indication  of  the  degree  of  precision  needed  to 
define  the  electrical  configuration  and  operating 
parameters  in  order  to  achieve  identical  perfor- 
mance at  various  laboratories.  The  results  show. 
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for  example,  that  the  external  circuit,  including  the 
reactive  components  of  the  rf  power  source,  can 
significantly  influence  the  discharge.  Results 
obtained  in  reference  cells  with  identical  rf  power 
sources  demonstrate  that  considerable  progress 
has  been  made  in  developing  a phenomenological 
understanding  of  the  conditions  needed  to  obtain 
reproducible  discharge  conditions  in  independent 
reference  cells. 

[Contact:  James  R.  Roberts,  (301)  975-3225] 
Power  Devices 

Released  for  Publication 

Hefner,  A.R.,  Vertical  Insulated  Gate  Bipolar 
Transistor  Lumped  Model  and  Saber  Simulator 
Implementation. 

The  unique  structure  and  physical  mechanisms  that 
govern  the  circuit  behavior  of  the  vertical  insulated 
gate  bipolar  transistor  (IGBT)  are  reviewed.  The 
IGBT  circuit  simulator  model  and  parameter 
extraction  sequence  are  also  described.  The  IGBT 
model  discussed  includes  the  effects  of  the  buffer 
layer  and  the  electro-thermal  circuit  behavior. 
Thermal  models  are  described  for  the  device  silicon 
chip,  package,  and  heatsink,  and  examples  of 
electro-thermal  simulation  are  given.  Finally,  the 
procedure  used  to  implement  the  IGBT  model  into 
various  circuit  and  system  simulators  is  described. 
[Contact:  Allen  R.  Hefner,  (301)  975-2071] 

Power  Devices 

Recently  Published 

Hefner,  A.R.,  and  Blackburn,  D.L.,  Simulating  the 
Dynamic  Electrothermal  Behavior  of  Power 
Electronic  Circuits  and  Systems,  IEEE  Transac- 
tions on  Power  Electronics,  Vol.  8,  No.  4,  pp.  376- 
385  (October  1993). 

A methodology  is  presented  for  simulating  the 
dynamic  electrothermal  behavior  of  power  electronic 
circuits  and  systems.  In  the  approach  described, 
the  simulator  solves  for  the  temperature  distribution 
within  the  semiconductor  devices,  packages,  and 
heatsinks  (thermal  network),  as  well  as  the  currents 
and  voltages  within  the  electrical  network.  The 
thermal  network  is  coupled  to  the  electrical  network 


through  the  electrothermal  models  for  the  semicon- 
ductor devices.  The  electrothermal  semiconductor 
device  models  calculate  the  electrical  characteristics 
based  upon  the  instantaneous  value  of  the  device 
silicon  chip  surface  temperature  and  calculate  the 
instantaneous  power  dissipated  as  heat  within  the 
device.  The  thermal  network  describes  the  flow  of 
heat  from  the  chip  surface  through  the  package  and 
heatsink  and,  thus,  determines  the  evolution  of  the 
chip  surface  temperature  used  by  the  semiconduc- 
tor device  models.  The  thermal  component  models 
for  the  device  silicon  chip,  packages,  and  heatsinks 
are  developed  by  discretizing  the  nonlinear  heat 
diffusion  equation  and  are  represented  in  compo- 
nent form  so  that  the  thermal  component  models  for 
various  packages  and  heatsinks  can  be  readily 
connected  to  one  another  to  form  the  thermal 
network. 

[Contact:  Allen  R.  Hefner,  (301)  975-2071] 
Photodetectors 

Released  for  Publication 

Hale,  P.D.,  Humphreys,  D.A.,  and  Gifford,  A.P., 
Photodetector  Frequency  Response  Measure- 
ments at  NIST,  U.S.  and  NPL,  UK:  Preliminary 
Results  of  a Standards  Laboratory  Compari- 
son, to  be  published  in  the  Proceedings  of  SPIE 
(The  International  Society  for  Optical  Engineering, 
P.O.  Box  10,  Bellingham,  Washington  98227- 
0010),  Optical  Engineering/Laser  Application  and 
Science  Engineering,  Los  Angeles,  California, 
January  22-28,  1994. 

Preliminary  results  are  reported  of  a standards 
laboratory  comparison.  We  report  the  first 
comparison  of  high-speed  photodiode  frequency 
response  measurements  up  to  40  GHz  between 
NIST  and  National  Physics  Lab  (NPL)  in  the  U.K., 
and  in  the  1.3-  and  1.5-//m  wavelength  regions. 
This  comparison  is  an  important  step  in  establishing 
international  agreement  on  photodiode  response 
measurements,  with  traceability  to  international 
microwave  power  and  dc  current  standards. 
Measurements  at  NIST  used  a Nd:YAG  heterodyne 
system.  NPL  used  DFB  hetrerodyne  and  integrat- 
ed-optical modulator-based  techniques.  Measure- 
ments of  a photodiode  with  nominally  20-GHz 
optical  bandwidth  show  good  agreement  with 
average  scatter  of  ±0.15  dB  (2a)  below  20  GHz, 
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and  ±0.30  dB  from  20  to  33  GHz.  The  results 
diverge  systematically  above  33  GHz,  due  to 
calibration  of  the  RF  power  sensors.  Scatter  in  the 
data  is  well  represented  by  the  combined  uncertain- 
ties of  the  measurement  systems  up  to  33  GHz. 
[Contact:  Paul  D.  Hale,  (303)  497-5367] 

Seiler,  D.G.,  Lowney,  J.R.,  Thurber,  W.R., 
Kopanski,  J.J.,  and  Harman,  G.G.,  Semiconduc- 
tor Measurement  Technology:  Improved 

Characterization  and  Evaluation  Measurements 
for  HgCdTe  Detector  Materials  Processes,  and 
Devices  Used  on  the  GOES  and  TIROS 
Satellites,  to  be  published  as  NIST  Special 
Publication  400-94. 

An  extensive  study  was  carried  out  to  improve  the 
characterization  and  evaluation  methods  used  for 
HgCdTe  (mercury  cadmium  telluride) 
photoconductive  infrared  detectors  used  in  GOES 
and  TIROS  satellites.  High-field  magnetotransport 
techniques  were  used  to  determine  the  electrical 
properties  of  the  detector  accumulation  layers, 
which  partially  control  their  detectivities.  Assess- 
ments were  made  of  the  quality  of  the  bonding  and 
packaging  used  in  detector  fabrication,  and  a list  of 
recommended  practices  was  produced.  The 
applicability  of  scanning  capacitance  microscopy 
and  test  structures  to  detector-array  evaluation  is 
discussed,  and  finally  recommendations  are  made 
for  standardized  detector  calibration.  The  results  of 
this  work  have  provided  new  and  more  refined 
measurement  methods  that  can  be  adopted  by  the 
detector  manufacturers  to  improve  performance  and 
yield. 

[Contact:  David  G.  Seiler,  (301)  975-2081] 

Yang,  S.,  Vayshenker,  I.,  Li,  X.,  and  Scott,  T.R., 
Optical  Detector  Nonlinearity  Measurement:  A 
Comparison  of  Five  Methods,  to  be  published  in 
the  Digest  of  the  1 994  Conference  on  Precision 
Electromagnetic  Measurements,  Boulder, 
Colorado,  June  27— July  1,  1994. 

We  derived  a set  of  unified  expressions  for  five 
methods  to  evaluate  the  nonlinearity  of  power 
meters  and  detectors.  We  performed  computer 
simulations  of  these  methods.  The  simulation 
results  assist  in  the  design  of  a measurement 
system  to  meet  a desired  accuracy.  Measurement 
results  agree  with  the  simulations. 


[Contact:  Igor  Vayshenker,  (303)  497-3394] 
Photodetectors 

Recently  Published 

Phelan,  R.J.,  Jr.,  Lehman,  J.H.,  and  Larson,  D.R., 
Electrically  Calibrated  Pyroelectric  Detector- 
Refinements  for  Improved  Optical  Power 
Measurements,  Proceedings  of  SPIE  (The 
International  Society  for  Optical  Engineering,  P.O. 
Box  10,  Bellingham,  Washington  98227-0010), 
Photodetectors  and  Power  Meters,  Vol.  2022,  pp. 
160-164  (1993). 

This  paper  describes  the  present  efforts  at  NIST  to 
improve  the  accuracy  of  the  electrically  calibrated 
pyroelectric  detector  for  measuring  optical  power  by 
an  order  of  magnitude.  The  principal  limitation,  the 
uniformity  of  the  responsivity  over  the  receiving 
aperture,  has  been  significantly  improved. 

[Contact:  Robert  J.  Phelan,  Jr.,  (303)  497-3696] 

Reliability 

Recently  Published 

Suehle,  J.S.,  Reproducibility  of  JEDEC  Standard 
Current  and  Voltage  Ramp  Test  Procedures  for 
Thin-Dielectric  Breakdown  Characterization, 

Proceedings  of  the  1993  IEEE  International 
Integrated  Reliability  Workshop  Final  Report,  Lake 
Tahoe,  California,  October  24-27, 1993,  pp.  22-34. 

Six  laboratories  and  a reference  laboratory 
participated  in  an  interlaboratory  experiment  that 
was  conducted  to  determine  the  reproducibility  of 
breakdown  electric  field,  Egp,  and  breakdown 
charge  density,  q^^j,  measurements  using  the 
JEDEC  standard  voltage  and  current  ramp  dielectric 
test  procedures.  The  results  indicate  that  the 
measurement  of  Egp  is  much  more  reproducible 
than  Much  of  the  variability  in  the  qj^^ 

measurements  was  found  to  be  due  to  an  allowed 
range  of  values  that  could  be  chosen  for  a 
parameter  in  the  current  ramp  procedure.  When 
this  source  of  variability  is  accounted  for,  the  results 
indicate  that  the  standard  test  procedures  can  be 
implemented  to  obtain  critical  dielectric  integrity 
parameters  with  good  reproducibility  for  a wide 
variety  of  test  equipment. 
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[Contact:  John  S.  Suehle,  (301)  975-2247] 

Suehle,  J.S.,  Chaparala,  P.,  Messick,  C.,  Miller, 
W.M.,  and  Boydo,  K.C.,  Experimental  Investiga- 
tion of  the  Validity  of  TDDB  Voltage  Accelera- 
tion Models,  Final  Report  of  the  1993  IEEE 
International  Integrated  Reliability  Workshop,  Lake 
Tahoe,  California,  October  24-27, 1993,  pp.  59-67. 

Time-Dependent  Dielectric  Breakdown  (TDDB)  data 
are  presented  for  15-  and  22.5-nm  oxides  collected 
over  a wide  range  of  electric  fields  and  tempera- 
tures. The  results  indicate  that  it  is  necessary  to 
obtain  data  over  this  range  to  distinguish  between 
the  two  field  acceleration  models  and  to  quantify  the 
electric  field  and  temperature  dependencies  of  the 
thermal  activation  energy  and  the  field  acceleration 
factor,  respectively.  We  also  demonstrate  the  use 
of  temperatures  as  high  as  400  °C  to  accelerate 
time-dependent  dielectric  breakdown. 

[Contact:  John  S.  Suehle,  (301)  975-2247] 

Suehle,  J.S.,  Chaparala,  P.,  Messick,  C.,  Miller, 
W.M.,  and  Boyko,  K.C.,  Field  and  Temperature 
Acceleration  of  Time-Dependent  Dielectric 
Breakdown  in  Instrinsic  Thin  Si02,  Proceedings 
of  the  1994  IEEE  International  Reliability  Physics 
Workshop,  San  Jose,  California,  April  12-14, 1994, 
pp.  120-125. 

Time-Dependent  Dielectric  Breakdown  (TDDB)  data 
are  presented  for  15-  and  22.5-nm  oxides  collected 
over  a wide  range  of  electric  fields  and  tempera- 
tures. The  results  indicate  that  it  is  necessary  to 
obtain  data  over  this  range  to  distinguish  between 
the  two  field  acceleration  models  and  to  quantify  the 
electric  field  and  temperature  dependencies  of  the 
thermal  activation  energy  and  the  field  acceleration 
factor,  respectively.  We  also  report  on  the  TDDB 
characteristics  of  thin  Si02  films  at  temperatures  as 
high  as  400  °C  and  demonstrate  the  use  of  these 
temperatures  to  accelerate  TDDB. 

[Contact:  John  S.  Suehle,  (301)  975-2247] 


SIGNAL  ACQUISITION,  PROCESSING,  AND 
TRANSMISSION 

DC  and  Low-Frequency  Metrology 

Released  for  Publication 


Huang,  D.X.,  Lipe,  T.E.,  Kinard,  J.R.,  and  Childers, 
C.B.,  AC-DC  Difference  Characteristics  of  High- 
Voltage  Thermal  Voltage  Converters,  to  be 
published  in  the  Digest  of  the  1994  Conference  on 
Precision  Electromagnetic  Measurements, 
Boulder,  Colorado,  June  27— July  1,  1994. 

This  paper  describes  a study  of  thermal  voltage 
converters  at  voltages  above  500  V and  at 
frequencies  up  to  100  kHz.  The  effects  of  aging 
and  dielectric  loss  on  the  resistor,  as  well  as 
changes  in  the  timing  sequence  of  ac-dc  difference 
tests,  relay  dead-times,  warmup  times,  and  voltage 
level  dependence,  are  described. 

[Contact:  Thomas  E.  Lipe,  (301)  975-4251] 

Kinard,  J.R.,  Huang,  D.X.,  and  Novotny,  D.B., 
Integrated  Thin-Film  Micropotentiometers,  to  be 
published  in  the  Digest  of  the  1994  Conference  on 
Precision  Electromagnetic  Measurements, 
Boulder,  Colorado,  June  27— July  1,  1994. 

Using  thin-film  technology  and  micromachining  of 
silicon,  new  integrated  micropotentiometers  have 
been  fabricated  for  the  accurate  determination  of  ac 
voltage  from  1 to  200  mV  up  to  100  kHz  and  with 
the  potential  for  higher  frequencies. 

[Contact:  Joseph  R.  Kinard,  (301)  975-4250] 

Kinard,  J.R.,  Huang,  D.X.,-and  Novotny,  D.B., 
Performance  of  Multilayer  Thin-Film 
Multijunction  Thermal  Converters,  to  be 
published  in  the  Digest  of  the  1994  Conference  on 
Precision  Electromagnetic  Measurements, 
Boulder,  Colorado,  June  27— July  1,  1994. 

New  multilayer,  thin-film  multijunction  thermal 
converters  suitable  as  high-performance  ac-dc 
transfer  standards  have  been  fabricated  and  studied 
at  NIST.  This  paper  describes  their  thermal  and 
physical  features  and  the  materials  chosen  to 
improve  performance.  Data  are  given  over  a wide 
range  of  frequencies  and  conditions. 

[Contact:  Joseph  R.  Kinard,  (301)  975-4259] 


Levinson,  H.,  Inglis,  B.,  and  Kinard,  J.,  Improved 
Vacuum  Thermocouples,  to  be  published  in  the 
Digest  of  the  1994  Conference  on  Precision 
Electromagnetic  Measurements,  Boulder, 
Colorado,  June  27— July  1,  1994. 
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Prior  construction  of  Single  Junction  Vacuum 
Thermal  Converters  (SJTCs)  did  not  consistently 
produce  units  with  ac-dc  differences  of  a few  parts 
per  million  or  less.  Units  with  low  Reversal  Errors 
(R/E)  were  selected  from  a production  run,  as  these 
were  believed  to  have  the  best  chance  for  low  ac-dc 
differences.  Four  improvement  modes  have  been 
introduced:  1)  elimination  of  flaming  during  the 
making  of  the  mounting  bead;  2)  changing  of  the 
feed-through  posts  from  Dumet  to  platinum-iridium; 

3)  decrease  of  the  Thomson  coefficient  by  changing 
from  nickel-chromium  to  Evanohm  heater  wire;  and 

4)  lowering  of  the  temperature  gradient  along  the 
heater  wire  in  the  vicinity  of  the  thermocouple. 
SJTCs  can  now  be  constructed  with  ac-dc  differenc- 
es of  less  than  0.3  parts  per  million  at  a high  yield. 
[Contact:  Joseph  Kinard,  (301)  975-4250] 

Oldham,  N.M.,  and  Booker,  S.R.,  Programmable 
Impedance  Transfer  Standard  to  Support  LCR 
Meters,  to  be  published  in  the  Proceedings  of  the 
1994  IEEE  Instrumentation  Measurement 
Technology  Conference,  Shizuoka,  Japan,  May 
10-12,  1994. 

A programmable  transfer  standard  for  calibrating 
impedance  (LCR)  meters  is  described.  The 
standard  makes  use  of  low  loss  chip  components 
and  an  electronic  impedance  generator  (to 
synthesize  arbitrary  complex  impedances)  that 
operate  up  to  1 MHz.  Intercomparison  data 
between  several  LCR  meters,  including  estimated 
uncertainties,  will  be  provided  in  the  final  paper. 
[Contact:  Nile  M.  Oldham,  (301)  975-2408] 

Oldham,  N.M.,  Hetrick,  P.S.,  and  Parker,  M.E., 
Programmable  Digitally  Synthesized  Source  for 
Low  Frequency  Calibrations,  to  be  published  in 
the  Digest  of  the  1994  Conference  on  Precision 
Electromagnetic  Measurements,  Boulder, 
Colorado,  June  27— July  1,  1994. 

A digitally  synthesized  source  (DSS)  designed  to 
calibrate  low-frequency  (0.1-  to  1-kHz)  digital 
voltmeters  and  thermal  converters  is  described. 
The  DSS  output  voltage,  frequency,  and  waveform 
are  programmable  over  the  general  purpose 
interface  bus.  The  rms  value  of  the  output  voltage 
is  calculated,  with  an  uncertainty  of  less  than  5 
ppm,  by  measuring  the  dc  voltage  of  each  of  the 
steps  used  to  create  the  waveform. 


[Contact:  Nile  M.  Oldham,  (301)  975-2408] 

Waltrip,  B.C.,  and  Oldham,  N.M.,  Design  and 
Performance  Evaluation  of  the  NIST  Digital 
Impedance  Bridge,  to  be  published  in  the  Digest 
of  the  1994  Conference  on  Precision  Electromag- 
netic Measurements,  Boulder,  Colorado,  June 
27-July  1,  1994. 

An  impedance  bridge  that  compares  two-terminal 
standard  inductors  to  characterized  resistors  is 
described.  A dual-channel  digitally  synthesized 
source  and  sampling  digital  multimeter  are  used  to 
measure  relevant  bridge  signals.  A linear  interpola- 
tion algorithm  is  used  to  autocalibrate  the  bridge  to 
a 1-nF  air-dielectric  capacitor.  An  intercomparison 
of  the  new  bridge  with  existing  measurement 
standards  in  the  low  audio  frequency  range  for 
inductors  from  1 mH  to  10  H is  reported. 

[Contact:  Bryan  C.  Waltrip,  (303)  975-2438] 

Waveform  Metrology 

Released  for  Publication 

Avramov,  S.,  Oldham,  N.M.,  Koffman,  A.D.,  and 
Gammon,  R.W.,  Audio  Frequency  Analysis  of 
Inductive  Voltage  Dividers  Based  on  Structural 
Models,  to  be  published  in  the  Digest  of  the  1994 
Conference  on  Precision  Electromagnetic 
Measurements,  Boulder,  Colorado,  June  27— July 
1,  1994. 

A Binary  Inductive  Voltage  Divider  (BIVD)  is 
compared  with  Decade  Inductive  Voltage  Divider 
(DIVD)  in  an  automatic  IVD  bridge.  New  detection 
and  injection  circuitry  was  designed  and  used  to 
evaluate  the  IVDs,  with  either  the  input  or  output 
tied  to  ground  potential.  In  the  audio  frequency 
range,  the  DIVD  and  BIVD  error  patterns  are 
characterized  for  both  in-phase  and  quadrature 
components.  Differences  between  results  obtained 
using  a new  error  decomposition  scheme  based  on 
structural  modeling  and  measurements  using 
conventional  IVD  standards  are  reported. 

[Contact:  Svetlana  Avramov,  (301)  975-2414] 

Avramov,  S.,  Stenbakken,  G.N.,  Koffman,  A.D., 
Oldham,  N.M.,  and  Gammon,  R.W.,  Binary  vs 
Decade  Inductive  Voltage  Divider  Comparison 
and  Error  Decomposition,  to  be  published  in  the 
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Proceedings  of  the  1994  IEEE  Instrumentation 
Measurement  Technology  Conference,  Shizuoka, 
Japan,  May  10-12,  1994. 

An  automatic  Inductive  Voltage  Divider  (IVD) 
characterization  method  which  can  measure 
linearity  by  comparing  IVDs  with  different  structures 
is  suggested.  Structural  models  are  employed  to 
decompose  an  error  vector  into  components  that 
represent  each  divider.  Initial  tests  at  400  Hz  show 
that  it  is  possible  to  separate  errors  due  to  binary 
and  decade  structures  with  a 2<t  uncertainty  of  0.05 
parts  per  million. 

[Contact:  Svetlana  Avramov,  (301)  975-2414] 
Crvoelectronic  Metrology 

Released  for  Publication 

Booi,  P.A.A.,  and  Benz,  S.P.,  Emission  Linewidth 
Measurements  of  Two-Dimensional  Array 
Josephson  Oscillators. 

We  have  coupled  emission  from  10x10  arrays  of 
Josephson  junctions  to  a room-temperature  mixer 
through  a fin-line  antenna  and  a WR-12  waveguide. 
One  voltage-tunable  spectral  peak  was  detected  in 
the  frequency  range  from  53  to  230  GHz.  A 
stripline  resonance  in  the  antenna  reduced  the 
emission  linewidth  from  the  theoretical  value  of  ^2 
MHz  at  4 K to  as  low  as  10  kHz.  We  extract  an 
effective  noise  temperature  of  14  K from  the 
linewidth  data. 

[Contact:  Peter  A.  A.  Booi,  (303)  497-5910] 

Coffey,  M.W.,  Superconducting  Phase  Fluctua- 
tion Contribution  to  Surface  impedance. 

The  contribution  of  superconducting  phase 
fluctuations  to  the  surface  impedance  in  a 
Josephson-coupled  layer  model  of  3D  superconduc- 
tors is  considered.  A Langevin  approach  is  used  to 
find  the  mean-square-phase  fluctuation.  The  effect 
on  the  penetration  depth  A is  given  in  both  classical 
and  quantum  limits.  The  implications  for  low- 
temperature  studies  of  ZLI  = >I(T)  - 4(0)  is  dis- 
cussed as  are  possible  extensions  of  the  model. 
[Contact:  Mark  W.  Coffey,  (303)  497-3703] 

Hamilton,  C.A.,  and  Burroughs,  C.J.,  The  Perfor- 
mance and  Reliability  of  NIST  10-V  Josephson 


Arrays,  to  be  published  in  the  Digest  of  the  1 994 
Conference  on  Precision  Electromagnetic 
Measurements,  Boulder,  Colorado,  June  27— July 
1,  1994. 

[See  Fundamental  Electronics.! 

Hamilton,  C.A.,  Burroughs,  C.J.,  and  Kautz,  R.L., 
Josephson  D/A  Converter  with  Fundamental 
Accuracy,  to  be  published  in  the  Digest  of  the 
1994  Conference  on  Precision  Electromagnetic 
Measurements,  Boulder,  Colorado,  June  27— July 
1,  1994. 

A binary  sequence  of  series  arrays  of  shunted 
Josephson  junctions  is  used  to  make  a 14-bit  D/A 
converter.  With  13  bias  lines,  any  step  number  in 
the  range  -8192  to  +8192  (1.2  to  -1.2  V)  can  be 
selected  in  the  time  required  to  stabilize  the  bias 
current  (a  few  micro  seconds).  The  circuit  makes 
possible  the  digital  synthesis  of  ultra-accurate  ac 
waveforms  whose  amplitude  derives  directly  from 
the  internationally  accepted  definition  of  the  volt. 
[Contact:  Clark  A.  Hamilton,  (303)  497-3740] 

Reintsema,  C.D.,  Ono,  R.H.,  Harvey,  T.E.,  MIssert, 
N.,  and  Vale,  L.R.,  Mutual  Phase  Locking  in 
Systems  of  High-T^  Superconductor-Normal 
Metal-Superconductor  Junctions,  to  be 
published  In  the  Proceedings  of  SPIE  (The 
International  Society  for  Optical  Engineering,  P.O. 
Box  10,  Bellingham,  Washington  98227-0010), 
Optical  Engineering/Laser  Application  and  Science 
Engineering,  Los  Angeles,  California,  January  22- 
28,  1994. 

We  have  investigated  the  interaction  between  high- 
superconductor-normal  metal-superconductor 
step-edge  junctions  coupled  via  a 
nonsuperconducting  feedback  loop.  We  have 
characterized  the  strength  of  the  interaction  as  a 
function  of  frequency  and  temperature  for  both  a 
planar  circuit  and  an  all  hlgh-T^  multilayer  circuit 
incorporating  a superconducting  ground  plane. 
Locking  strengths  as  large  as  Il/|  = 9%  and  peak- 
locking frequencies  as  high  as  1 .06  THz  have  been 
observed.  The  maximum  temperature  to  which 
locking  persevered  was  35  K.  An  analysis  of  the 
temperature  dependence  of  the  locking  current  in 
the  context  of  Johnson  noise  from  resistive 
elements  In  the  circuit  is  presented  and  is  shown  to 
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agree  well  with  our  experimental  observations. 
[Contact:  Ronald  H.  Ono,  (303)  497-3762] 

Rice,  J.P.,  Grossman,  E.N.,  Rudman,  D.A.,  and 
Borcherdt,  L.J.,  High-T^  Superconducting 
Antenna-Coupled  Microbolometer  on  Silicon,  to 
be  published  in  the  Proceedings  of  SPIE  (The 
International  Society  for  Optical  Engineering,  P.O. 
Box  10,  Bellingham,  Washington  98227-0010), 
High-Temperature  Superconducting  Detectors: 
Bolometric  and  Nonbolometric,  Los  Angeles, 
California,  January  22-28,  1994. 

A process  is  described  for  fabricating  antenna- 
coupled  resistive-edge  microbolometers  based  on 
the  high-Tj.  superconductor  YBa2Cu307  (YBCO)  on 
silicon.  The  YBCO  and  a buffer  layer  of  yttria- 
stabilized  zirconia  (YSZ)  were  grown  epitaxially  on 
silicon  to  minimize  excess  electrical  noise.  A 
silicon-micromachined  YBCOA'SZ  air-bridge  was 
incorporated  to  minimize  the  thermal  conductance 
and  the  heat  capacity.  The  thermal  conductance  of 
the  air-bridge  was  measured  to  be  3 x lO"®  W/K  at 
a temperature  of  100  K.  At  an  operating  tempera- 
ture of  89  K,  the  detector  is  estimated  to  have  a 
response  time  of  2 //s,  a responsivity  in  the  1000 
VAA/ range,  and  a noise-equivalent  power  in  the  10' 
W/(Hz)'''^  range  at  1000  Hz. 

[Contact:  Joseph  P.  Rice,  (303)  497-7366] 

Crvoelectronic  Metrology 

Recently  Published 

Benz,  S.P.,  Burroughs,  D.J.,  and  Hamilton,  C.A., 
Experimental  Results  on  Single  Flux  Quantum 
Logic,  IEEE  Transactions  on  Applied  Supercon- 
ductivity, Vol.  3,  No.  1,  pp.  2582-2585  (March 
1993). 

We  have  optimized  the  design  and  calculated  the 
margins  for  a number  of  single  flux  quantum  (SFQ) 
logic  elements  including  AND,  OR,  XOR,  Splitter, 
DC-to-SFQ  converter,  and  SFQ-to-DC  converter. 
These  are  the  fundamental  building  blocks 
necessary  to  construct  more  complex  logic  functions 
such  as  the  half  adder,  and  full  adder.  Experimen- 
tal tests  of  the  primary  gates,  the  AND,  OR,  XOR, 
and  splitter,  were  made  by  imbedding  each  test 
gate  between  DC-to-SFQ  converters  at  the  inputs 
and  SFQ-to-DC  converters  at  the  outputs. 


Automated  testing  of  each  circuit  was  used  to 
determine  functionality,  optimum  bias  levels,  and 
margins.  The  experimental  bias  current  margins  for 
each  gate  are  consistent  with  the  simulations.  This 
is  the  first  experimental  functional  confirmation  of 
these  SFQ  logic  gates. 

[Contact:  Samuel  P.  Benz,  (303)  497-5258] 

Booi,  P.A.A.,  Benz,  S.P.,  Doderer,  T.,  Hoffmann,  D., 
Schmidt,  J.,  Leachenmann,  S.,  and  Huebener, 
R.P.,  Frequency  Dependence  of  the  Emission 
from  2D  Array  Josephson  Oscillators,  IEEE 
Transactions  on  Applied  Superconductivity,  Vol.  3, 
No.  1,  pp.  2493-2495  (March  1993). 

Coherent  emission  from  two-dimensional  arrays  of 
Josephson  junctions,  coupled  to  a detector  junction 
through  a dc  blocking  stripline  capacitor,  was 
detected  over  a frequency  range  from  50-  to  210- 
GHz.  A power  of  0.26  //W  which  is  larger  than  the 
0.1  //W  expected  from  the  resistively  shunted 
junction  model  was  detected  in  a range  from  140-  to 
150-GHz.  Frequencies  where  no  emission  was 
detected  correspond  to  standing  waves  in  the 
capacitor  when  multiples  of  the  half-wavelength 
match  the  capacitor  length.  Low  temperature 
scanning  electron  microscopy  confirmed  the 
presence  of  standing  waves  at  other  frequencies, 
indicating  an  impedance  mismatch  and  a possible 
extension  of  the  standing  waves  into  the  array. 
[Contact:  Peter  A.  A.  Booi,  (303)  497-5910] 

Burroughs,  C.J.,  and  Hamilton,  C.A.,  Automated 
Josephson  Integrated  Circuit  Test  System, 
IEEE  Transactions  of  Applied  Superconductivity, 
Vol.  3,  pp.  2687-2689  (March  1993). 

We  have  developed  an  automated  test  system  for 
complex  superconductive  integrated  circuits.  Its  low 
speed  capability  consists  of  96  identical  I/O 
channels  which  are  controlled  by  a PC-486 
computer.  Each  channel  is  capable  of  driving 
currents  and  reading  voltages  at  frequencies  up  to 
40  kHz.  Integrating  this  low  speed  I/O  capability 
with  high-speed  test  equipment  controlled  over  the 
IEEE  488  bus  allows  measurements  at  frequencies 
up  to  the  limits  of  the  test  equipment.  The  system 
can  automatically  set  biases,  display  l-V  curves, 
measure  parameter  margins,  plot  threshold  curves, 
extract  experimental  circuit  values,  and  collect 
statistical  data  on  parameter  spreads  and  error 
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rates.  Issues  of  noise  suppression,  ground  loop 
handling,  and  auto-calibration  are  discussed. 
[Contact:  Charles  J.  Burroughs,  (303)  497-3906] 

Doderer,  T.,  Hoffmann,  D.,  Huebener,  R.P., 
Kirchmann,  N.,  Krulle,  C.A.,  Lachenmann,  S., 
Quenter,  D.,  Schmidt,  J.,  Stehle,  S.,  Niemeyer,  J., 
Popel,  Benz,  S.P.,  and  Bool,  P.A.A.,  Susan 
(^perconducting  Systems  Analysis)  Low 
Temperature  Scanning  Electron  Microscopy 
(LTSEM),  IEEE  Transactions  on  Applied  Super- 
conductivity, Vol.  3,  No.  I,  pp.  2724-2727  (March 
1993). 

We  used  the  technique  of  Low  Temperature 
Scanning  Electron  Microscopy  for  spatially  resolved 
investigations  of  both  Josephson  junctions  and 
superconducting  integrated  circuits  during  their 
operation  with  a spatial  resolution  of  about  1 //m. 
Two  examples  of  our  studies  are  presented;  With 
single  Josephson  tunnel  junctions  of  various 
geometries,  we  studied  different  dynamic  states 
such  as  fluxon  oscillations  or  unidirectional  flux  flow. 
With  an  integrated  circuit  consisting  of  a two- 
dimensional  array  of  tunnel  junctions  and  an  rf 
detection  circuit,  we  investigated  the  rf  properties  of 
the  coupling  circuit  and  confirmed  the  existence  of 
an  impedance  mismatch  and  a geometrical  standing 
wave  in  the  blocking  capacitor. 

[Contact:  Samuel  P.  Benz,  (303)  497-5258] 

Grossman,  E.N.,  Sauvageau,  J.E.,  and  McDonald, 
D.G.,  Optical  Performance  of  Photoinductive 
Mixers  at  Terahertz  Frequencies,  Proceedings  of 
the  Fourth  International  Symposium  on  Space 
Terahertz  Technology,  Los  Angeles,  California, 
March  30-April  2,  1993,  pp.  588-604. 

We  have  investigated  the  electrical  and  optical 
properties  of  ^detectors  based  on  the  change  In 
kinetic  inductance  of  a superconducting  film  with 
incident  terahertz-frequency  radiation.  Two  different 
geometric  configurations,  stripline  and  slotline,  of 
these  photoinductive  detectors  have  been  explored. 
Both  include  a loop  of  thin  niobium  coupled  to  the 
Incident  radiation  through  a lithographic  antenna; 
the  loop  Inductance  is  read  out  via  an  integrated  dc 
SQUID.  The  slotlline  geometry  is  substantially 
simpler  to  fabricate,  but  electrically,  the  two 
geometries  have  very  similar  properties.  The  loop 
Inductance  varies  with  temperature  in  good 


agreement  with  the  two-fluid  model,  while  the  critical 
current  varies  with  temperature  in  agreement  with 
Ginzburg-Landau  theory.  The  maximum  voltage- 
flux  transfer  characteristic  of  the  SQUID  varies  with 
temperature  according  to  the  empirical  relation 
dV/d0(max)  = R/L,  where  R is  the  resistance  of  the 
junction  shunt  resistors  and  L the  loop  inductance. 
The  thermal  conductance  is  less  accurately 
determined  experimentally,  but  the  approximate 
value  of  5 X 10"^  W/K  implies  a peak  electrical 
responsivity  of  2200  VAA/.  No  excess  audio 
frequency  noise  has  been  observed  down  to  our 
amplifier’s  noise  floor  of  190  pV/Hz^^^.  This  yields 
an  electrical  noise-equivalent-power  of  8 x lO"^"^ 
W/HZ^^^,  a factor  of  2.5  from  the  expected  phonon- 
noise  limit.  The  response  to  992-GHz  laser 
radiation  varies  with  reduced  temperature  as 
expected  for  a purely  bolometric  response  in  the 
limited  range  over  which  it  was  examined,  0.78  < t 
< 0.95.  The  optical  power  level  at  which  the 
response  saturates  indicates  that  in  a heterodyne 
mixing  application,  the  optimum  local  oscillator 
power  level  would  be  approximately  2 nW. 
[Contact:  Erich  N.  Grossman,  (303)  497-5102] 


Rice,  J.P.,  Grossman,  E.N.,  Missert,  N.,  Rosenthal, 
P.A.,  Cromar,  M.W.,  and  Rudman,  D.A.,  Kinetic- 
Inductance  Infrared  Detector  Based  on  an 
Antenna-Coupled  High-T^  SQUID,  Proceedings 
of  the  4th  International  Superconductive  Electron- 
ics Conference,  Boulder,  Colorado,  August  11-14, 
1993,  pp.  382-383. 

We  describe  the  design  and  estimate  the  perfor- 
mance of  a high-T^  kinetic-inductance  infrared 
detector.  The  design  is  similar  to  the  low-T^ 
devices  of  Grossman,  McDonald,  and  Sauvageau  in 
that  It  consists  of  a dc  SQUID  (Superconducting 
Quantum  Interference  Device)  at  the  feed  of  a 
planar  lithographic  antenna.  The  antenna  serves  to 
couple  long-wavelength  infrared  radiation  into  two 
thin  superconducting  strips.  The  strips  form  part  of 
the  loop  of  a dc  SQUID,  which  is  biased  such  that 
any  small  change  in  the  loop  inductance  produces 
a relatively  large  change  in  the  SQUID  voltage. 
Thus,  infrared  radiation  Is  detected  by  the  effect  that 
it  has  on  the  inductance  of  the  strips,  with  the 
SQUID  serving  as  a sensitive  Inductance-to-voltage 
transducer. 

[Contact:  Joseph  P.  Rice,  (303)  497-7366] 
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Antenna  Metrology 

Recently  Published 

Francis,  M.H.,  Dual-Port  Circularly  Polarized 
Probe  Standards  at  the  National  Institute  of 
Standards  and  Technology,  NISTIR  5007 
(August  1993). 

The  National  Institute  of  Standards  and  Technology 
has  acquired  dual-port  circularly  polarized  probes  to 
use  as  gain  and  near-field  probe  standards  for 
measuring  circularly  polarized  test  antennas.  These 
probes  will  serve  as  standards  for  the  18-  to  26.5-, 
33-  to  50-,  and  50-  to  70-GHz  frequency  bands. 
This  paper  discusses  the  need  for  such  standards, 
their  design  requirements,  the  measurement  results 
for  gain,  polarization,  and  pattern,  and  an  uncertain- 
ty analysis  of  the  measurements. 

[Contact:  Michael  H.  Francis,  (303)  497-5873] 

Wittman,  R.C.,  Francis,  M.H.,  Muth,  L.A.,  and  Lewis, 
R.L.,  Proposed  Uncertainty  for  RCS  Measure- 
ments, NISTIR  5019  (January  1994). 

From  a study  of  several  Radar  Cross  Section  (RCS) 
measurement  facilities,  we  identify  significant 
sources  of  uncertainty  and  develop  methods  for 
estimating  their  effect.  Our  goal  is  to  provide  a 
reasonable  and  uniform  formalism  for  evaluating 
RCS  measurements  which  can  be  used  on  a variety 
of  test  ranges  to  produce  comparable  estimates  of 
uncertainty. 

[Contact:  Ronald  C.  Wittman,  (303)  497-3326] 
Noise  Metrology 

Released  for  Publication 

Pucic,  S.P.,  Uncertainties  of  the  NIST  Coaxial 
Noise  Calibration  System,  to  be  published  in  the 
Digest  of  the  1994  Conference  on  Precision 
Electromagnetic  Measurements,  Boulder, 
Colorado,  June  27— July  1,  1994. 

Uncertainties  of  the  NIST  broadband  coaxial 
calibration  system  are  analyzed.  The  expanded 
uncertainty  {k  = 2)  is  typically  1.6%. 

[Contact:  Sunchana  P.  Pucic,  (303)  497-3546] 

Wait,  D.F.,  Relative  Accuracy  of  Isolated  and  Un- 


Isolated  Noise  Comparison  Radiometers,  to  be 

published  in  the  Digest  of  the  1994  Conference  on 
Precision  Electromagnetic  Measurements, 
Boulder,  Colorado,  June  27— July  1,  1994. 

A rigorous  radiometer  equation  is  derived  and  used 
to  develop  better  corrections  and  uncertainty 
estimates.  Isolated  and  well-corrected  unisolated 
radiometers  have  similar  accuracies  for  low 
reflection  coefficient  sources.  To  ignore  corrections 
for  the  finite  isolation  of  a radiometer,  about  38-dB 
isolation  is  needed. 

[Contact:  David  F.  Wait,  (303)  497-3610] 

Noise  Metrology 

Recently  Published 

Pucic,  S.P.,  Derivation  of  the  System  Equation 
for  Null-Balanced  Total-Power  Radiometer 
System  NCS1,  NIST  Journal  of  Research,  Vol.  99, 
No.  1,  pp.  55-63  (January— February  1994). 

A system  equation  of  a recently  developed  null- 
balanced,  total-power  radiometer  system  is 
rigorously  derived.  Delivered  noise  power  and 
temperature  is  related  to  available  power  (tempera- 
ture) through  an  extension  of  the  mismatch  factor  to 
broadband  systems.  The  available  power  ratio  a^, 
the  available  gain  Gg,  and  the  delivered  power  ratio 
(efficiency)  rj^  are  defined.  Properties  of  idealized, 
but  in  principle  realizable  components  such  as  an 
Infinitely  directive  isolator  and  a lossless  matched 
waveguide-below-cutoff  attenuator  are  used.  A 
cascading  technique  is  repeatedly  applied  to  the 
fundamental  noise  equation.  Mathematically 
modeling  the  experimental  procedure  of  sequentially 
attaching  the  two  noise  standards  and  the  unknown 
source  to  the  system  input,  we  obtain  the  system  of 
three  equations  that  can  be  solved  for  the  noise 
temperature  of  the  unknown  noise  source. 
[Contact:  Sunchana  P.  Pucic,  (303)  497-3546] 

Pucic,  S.P.,  Evaluation  of  Uncertainties  of  the 
Null-Balanced  Total-Power  Radiometer  System 
NCS1,  NIST  Journal  of  Research,  Vol.  99,  No.  1, 
pp.  65-75  (January— February  1994). 

Standard  uncertainties  are  evaluated  for  the  null- 
balanced,  total-power,  heterodyned  radiometer 
system  with  a switched  input  that  was  recently 
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developed  at  NIST  to  calibrate  thermal  noise 
sources.  Eight  significant  sources  of  uncertainty 
due  to  systematic  effects  are  identified,  two 
attributable  to  the  two  noise  standards,  and  one 
each  to  connectors,  the  input  mismatch,  the  input 
switch  asymmetry,  the  isolator,  the  broadband 
mismatch,  and  the  attenuator.  The  combined 
standard  uncertainty  of  a typical  coaxial  noise 
source  calibration  at  a representative  frequency  of 
2 GHz  is  about  1%.  A strategy  for  reducing 
uncertainties  is  discussed. 

[Contact:  Sunchana  P.  Pucic,  (303)  497-3546] 

Pucic,  S.P.,  A Null-Balanced  Total-Power 
Radiometer  System  NCS1,  NIST  Journal  of 
Research,  Vol.  99,  No.  1,  pp.  45-53  (Janu- 
ary—February  1994). 

A recently  developed  radiometer  system  NCS1  is 
used  to  calibrate  thermal  noise  temperature  at  any 
frequency  between  1.0  GHz  and  12.0  GHz.  Any 
cryogenic  noise  source  can  be  measured;  the  upper 
limit  of  noise  temperatures  measured  without  a loss 
of  accuracy  is  estimated  to  be  about  10^  K.  For  a 
typical  hot  noise  source  with  the  noise  temperature 
of  8400  K and  a reflection  coefficient  magnitude  of 
0.1,  the  expanded  uncertainty  is  «1.8%,  and  the 
system  sensitivity  «2  K.  Implemented  in  Type  N 
connector,  it  can  be  easily  modified  to  calibrate 
noise  sources  with  other  coaxial  connectors  or 
waveguide  flanges. 

[Contact;  Sunchana  P.  Pucic,  (303)  497-3546] 
Microwave  and  Millimeter  Wave  Metrology 

Released  for  Publication 

Kinard,  J.R.,  Huang,  D.X.,  and  Novotny,  D.B., 
Integrated  Thin-Film  Micropotentiometers,  to  be 
published  in  the  Digest  of  the  1994  Conference  on 
Precision  Electromagnetic  Measurements, 
Boulder,  Colorado,  June  27— July  1,  1994. 

[See  DC  and  Low-Frequency  Metrology.] 

Williams,  D.F.,  and  Marks,  R.B.,  Impedance 
Parameter  Measurement  on  Silicon. 

This  paper  introduces  a new  method  for  measuring 
impedance  parameters  in  transmission  lines 
fabricated  on  lossy  or  dispersive  dielectrics.  The 


method,  which  uses  lines  fabricated  on  lossless 
substrates  as  an  impedance  reference,  compares 
well  with  conventional  techniques  where  they  are 
applicable.  The  effectiveness  of  the  technique  is 
illustrated  for  resistors  fabricated  on  lossy  silicon 
substrates. 

[Contact:  Dylan  F.  Wiliams,  (303)  497-3138] 
Microwave  and  Millimeter-Wave  Metrology 

Recently  Published 

Clague,  F.R.,  Microcalorimeter  for  7 mm  Coaxial 
Transmission  Line,  NIST  Technical  Note  1358 
(August  1993). 

Design,  evaluation,  and  construction  details  are 
given  for  the  coaxial  microcalorimeter  used  by  NIST 
as  part  of  the  microwave  power  standard  In  a 7-mm 
coaxial  transmission  line.  Two  versions  are 
described:  one  with  a Type  N connector  and  one 
with  an  APC-7  connector.  The  operating  frequency 
range  is  0.01- to  18-GHz  with  either  connector.  The 
microcalorimeter  is  used  to  measure  the  effective 
efficiency  of  a reference  standard,  which  Is  then 
used  to  calibrate  other  microwave  power  sensors. 
These  reference  standards  are  thermistor  mounts 
designed  by  NIST  to  be  compatible  with  the 
microcalorimeter.  Detailed  microcalorimeter 
drawings  and  assembly  Instructions  are  included. 
[Contact:  Fred  R.  Clague,  (303)  497-5778] 

Clague,  F.R.,  NIST  Model  PM2  Power  Measure- 
ment System  for  1 mW  at  1 GHz,  NISTIR  5016 
(December  1993). 

The  design  and  operation  of  an  automated 
measurement  system  designed  to  measure  power 
accurately  at  the  level  of  1 mW  and  at  the  frequen- 
cy of  1 GHz  are  described.  The  system  consists  of 
commercial  IEEE  Std-488  bus-controlled  instru- 
ments, a computer  controller,  and  software.  The 
results  of  a series  of  measurements  are  output  to 
the  computer  display  and,  optionally,  to  a printer. 
The  results  are  the  mean  of  the  measurement 
series  and  an  estimate  of  the  Type  A (here  random) 
and  Type  B (here  systematic)  uncertainty.  The 
estimated  total  expanded  uncertainty  for  the 
average  of  six  consecutive  measurements  of  a 
nominal  1 mW,  1 GHz  source  is  typically  less  than 
1%.  The  system  can  measure  any  power  from  0.1- 
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to  10-mW  at  any  microwave  frequency  by  making 
appropriate  changes  to  the  software  and,  possibly, 
the  hardware. 

[Contact:  Fred  R.  Clague,  (303)  497-5778] 

Clague,  F.R.,  and  Voris,  P.G.,  Coaxial  Reference 
Standard  for  Microwave  Power,  NIST  Technical 
Note  1357  (April  1993). 

Design  and  construction  details  are  given  for  the 
bolometer  (thermistor)  mounds  used  by  NIST  as 
working  reference  standards  for  microwave  power 
calibrations  in  coaxial  transmission  line.  The 
effective  efficiency  of  these  reference  standards  can 
be  measured  directly  in  the  NIST  coaxial 
microcalorimeters.  The  standards  are  then  used  to 
calibrate  other  microwave  power  sensors.  Two 
versions  are  described:  one  with  a Type  N 
connector  and  one  with  an  APC-7  connector.  The 
operating  frequency  range  is  0.05  to  18  GHz  with 
either  connector.  Detailed  drawings  and  perfor- 
mance measurements  are  included. 

[Contact:  Fred  R.  Clague,  (303)  497-5778] 

Marks,  R.B.,  Comments  on  “Protecting  EFIE- 
Based  Scattering  Computations  from  Effects  of 
Interior  Resonances,”  IEEE  Transactions  on 
Antennas  and  Propagation,  Vol.  41,  No.  3,  pp. 
387-389  (March  1993). 

An  approach  to  the  problem  of  interior  resonances 
is  presented  which  plague  the  integral  equations 
governing  many  scattering  problems.  It  aims  to 
determine  the  smallest  singular  value,  which 
vanishes  at  the  resonance,  and  orthogonalize  the 
solution  to  the  corresponding  singular  vector  if 
resonance  is  detected.  The  computation  of  the 
smallest  singular  value  makes  use  of  the  inverse 
power  method. 

[Contact:  Roger  B.  Marks,  (303)  497-3037] 

Marks,  R.B.,  and  Williams,  D.F.,  Verification  of 
Commercial  Probe-Tip  Calibrations,  Conference 
Digest  of  the  42nd  Automatic  Radio  Frequency 
Techniques  Group,  San  Jose,  California,  Decem- 
ber 2-3,  1993,  pp.  37-41. 

We  present  results  of  a verification  procedure  useful 
in  evaluating  the  accuracy  of  probe-tip  scattering 
parameter  measurements.  The  procedure  was 
applied  to  calibrations  and  measurements  per- 


formed in  industrial  laboratories.  Actual  measure- 
ment discrepancies,  due  primarily  to  calibration 
errors,  are  directly  compared  to  bounds  determined 
by  the  comparison  method.  The  results  demon- 
strate the  utility  of  the  verification  technique  as  well 
as  serious  flaws,  particularly  at  high  frequencies,  in 
some  conventional  calibrations. 

[Contact:  Roger  B.  Marks,  (303)  497-3037] 

Williams,  D.F.,  and  Marks,  R.B.,  Accurate 
Transmission  Line  Characterization,  IEEE 
Microwave  and  Guided  Wave  Letters,  Vol.  3,  No. 
8,  pp.  247-249  (August  1993). 

This  letter  introduces  a new  method  for  the 
characterization  of  transmission  lines  fabricated  on 
lossy  or  dispersive  dielectrics.  The  method,  which 
is  more  accurate  than  conventional  techniques,  is 
used  to  examine  the  resistance,  inductance, 
capacitance,  and  conductance  per  unit  length  of 
coplanar  waveguide  transmission  lines  fabricated  on 
lossy  silicon  substrates. 

[Contact:  Dylan  F.  Williams,  (303)  497-3138] 

Williams,  D.F.,  and  Marks,  R.B.,  LRM  Probe-Tip 
Calibrations  with  Imperfect  Resistors  and 
Lossy  Lines,  Conference  Digest  of  the  42nd 
Automatic  Radio  Frequency  Techniques  Group, 
San  Jose,  California,  December  2-3,  1993,  pp.  32- 
36. 

The  line-reflect-match  calibration  is  extended, 
without  significant  loss  of  measurement  accuracy,  to 
accommodate  imperfect  match  standards  and  lossy 
lines  typical  of  monolithic  microwave  integrated 
circuits.  We  characterize  the  match  and  line 
standards  using  an  additional  line  standard  of 
moderate  length.  The  new  method  provides  a 
practical  means  of  obtaining  accurate,  wideband 
calibrations  with  compact  standard  sets. 

[Contact:  Dylan  F.  Williams,  (303)  497-3138] 

Electromagnetic  Properties 

Recently  Published 

Grosvenor,  J.H.,  NIST  Measurement  Service  for 
Electromagnetic  Characterization  of  Materials, 

NISTIR  5006  (August  1993). 

This  paper  presents  an  overview  of  the  special 
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test/measurement  services  currently  available  at  the 
National  Institute  of  Standards  and  Technology  for 
characterizing  the  dielectric  and  magnetic  properties 
of  materials  at  the  rf  and  microwave  frequencies. 
Many  important  applications  of  materials  used 
throughout  the  electronics,  microwave,  aerospace, 
and  communications  industries  have  created  a 
significant  and  increased  need  for  reliable  data  on 
the  electromagnetic  properties  of  such  materials. 
This  paper  emphasizes  recent  improvements  in 
metrology  capabilities  developed  at  NIST.  These 
include  the  broadband  (0.1 -MHz  to  18-GHz) 
transmission-line  techniques  and  low-frequency 
parallel-plate  capacitor  methods.  The  paper  also 
briefly  addresses  other  facets  of  the  NIST  program, 
including  the  provision  of  dielectric  and  magnetic 
reference  materials  to  customers  and  the  organiza- 
tion of  national  round-robin  intercomparisons. 
[Contact:  John  H.  Grosvenor,  (303)  497-5533] 

Hill,  D.A.,  Gradiometer  Antennas  for  Tunnel 
Detection,  Proceedings  of  the  Fourth  Tunnel 
Detection  Symposium  on  Subsurface  Exploration 
Technology,  Golden,  Colorado,  April  26-29,  1993, 
pp.  479-496. 

The  use  of  gradiometer  antennas  for  detection  of 
long  conductors  and  detection  of  empty  tunnels  is 
analyzed.  For  reception  in  vertical  boreholes,  the 
gradiometer  consists  of  two  vertical  electric  or 
magnetic  dipoles  with  a vertical  separation.  Both 
sum  and  difference  responses  are  useful,  but  the 
difference  response  has  the  potential  advantage  of 
suppressing  the  primary  field  and  making  the 
scattered  field  easier  to  detect.  The  difference 
response  is  most  effective  in  suppressing  the 
primary  field  for  a parallel  scan  where  the  transmit- 
ting antenna  and  receiving  gradiometers  are  always 
at  the  same  height.  Gradiometers  are  most 
advantageous  ^at  low  frequencies  where  the 
scattered  field  is  small  compared  to  the  primary 
field. 

[Contact:  David  A.  Hill,  (303)  497-3472] 

Hill,  D.A.,  Gradiometer  Antennas  for  Detection  of 
Long  Subsurface  Conductors,  Journal  of 
Electromagnetic  Waves  and  Applications,  Vol.  8, 
tJo.  2,  pp.  237-248  (1994). 

The  use  of  gradiometer  antennas  for  detection  of 
long  conductors  in  tunnels  is  analyzed.  For 


reception  In  vertical  boreholes,  the  gradiometer 
consists  of  two  vertical  magnetic  dipoles  with  a 
vertical  separation.  The  source  is  a vertical 
magnetic  dipole  located  in  an  adjacent  vertical 
borehole.  Both  sum  and  difference  responses  are 
useful,  but  the  difference  response  has  the  potential 
advantage  of  suppressing  the  primary  field  and 
making  the  scattered  field  easier  to  detect.  The 
difference  response  is  most  effective  in  suppressing 
the  primary  field  for  a parallel  scan  where  the 
transmitting  antenna  and  receiving  gradiometer  are 
always  at  the  same  height. 

[Contact:  David  A.  Hill,  (303)  497-3472] 

Pucic,  S.P.,  Diffusion  of  Copper  into  Gold 
Plating,  Conference  Record  of  the  IEEE  Instru- 
mentation and  Measurement  Technology  Confer- 
ence, Irvine,  Orange  County,  California,  May  18- 
20,  1993,  pp.  114-117. 

The  value  of  the  room-temperature  copper-gold 
interdiffusion  coefficient  derived  by  extrapolating 
from  high-temperature  measurements  is  an 
underestimate  by  several  orders  of  magnitude. 
Once  the  full  thickness  of  the  gold  film  is  penetrat- 
ed, copper  accumulates  on  the  surface,  and  a layer 
of  high  concentration  of  copper  exists  Immediately 
below  the  gold/air  interface. 

Electrical  resistivity  of  an  alloy  is  much  higher  than 
the  resistivity  of  either  component.  This  high 
resistivity  layer  may  be  localized  within  the  skin 
depth  of  propagating  electromagnetic  waves;  in 
cases  where  copper  has  reached  the  surface,  it  is 
permanently  within  the  skin  depth  at  any  frequency. 

A nickel  ‘diffusion  barrier,’  commonly  applied 
between  copper  and  gold,  is  unsuitable  in  many 
microwave  and  millimeter-wave  applications 
because  of  ferromagnetism  of  nickel  at  room 
temperature.  The  compound  that  forms  on  the 
surface  of  untreated  copper  at  room  temperature  in 
a reasonably  clean  atmosphere  is  cuprous  oxide. 
Its  properties  make  it  a better  alternative  to  gold  in 
microwave  and  millimeter-wave  engineering. 
[Contact:  Sunchana  P.  Pucic,  (303)  497-3546] 

Vanzura,  E.J.,  Geyer,  R.G.,  and  Janezic,  M.D.,  The 

NIST  60-Millimeter  Diameter  Cylindrical  Cavity 
Resonator:  Performance  Evaluation  for 

Permittivity  Measurements,  NISTTechnical  Note 
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1353  (August  1993). 

Uncertainty  estimates  are  developed  for  dielectric 
permittivity  calculations  made  using  the  NIST  60- 
mm  diameter  cylindrical  resonator.  A mode-filtering 
helical  waveguide  makes  up  the  cavity’s  cylindrical 
wall,  which  permits  the  generation  of  high-purity 
TEq^p  resonant  modes  for  high-accuracy  permittivity 
measurements.  The  cavity’s  length  can  be  varied 
from  408  to  433  mm.  Fixed-length  and  fixed- 
frequency  measurements  in  the  X-band  frequency 
range  are  evaluated  with  particular  emphasis  on  10 
GHz.  Resonator  theory  and  design,  measurement 
tolerances,  and  software  are  included. 

[Contact:  Eric  J.  Vanzura,  (301)  497-5752] 

Laser  Metrology 

Recently  Published 

Jones,  R.D.,  and  Scott,  T.R.,  Error  Propagation  in 
Laser  Beam  Spatial  Parameters,  Optical  and 
Quantum  Electronics,  Vol.  26,  No.  1994,  pp.  25-34 
(January  1994). 

We  have  performed  a propagation-of-errors  analysis 
on  two  methods  used  to  determine  the  spatial 
parameters  of  a laser  beam.  We  measured 
diameters  of  a diode  laser  beam  focused  by  a 993- 
mm  focal  length  lens.  Measurement  uncertainties 
of  less  than  1 % can  result  in  uncertainties  greater 
than  200%  in  locating  the  beam  waist  of  the  laser. 
We  compare  the  inherent  uncertainties  in  the  spatial 
parameters  as  obtained  by  the  two  methods. 
Longer  focal  length  lenses  and  lens  position  can 
reduce  the  magnification  of  uncertainty,  but  would 
require  large  propagation  distances. 

[Contact:  Richard  D.  Jones,  (303)  497-3439] 

Optical  Fiber  Metrology 

Recently  Published 

Danielson,  B.L.,  Low-Coherence  Interferometric 
Measurement  of  Group  Transit  Times  in 
Precision  Optical  Fiber  Delay  Lines,  Proceed- 
ings of  the  2nd  Optical  Fibre  Measurement 
Conference,  Torino,  Italy,  September  21 -22, 1993, 
pp.  159-162. 

We  describe  a low-coherence  interferometric 


method  for  measuring  the  transit  time  in  optical  fiber 
delay  lines  as  long  as  1.5  km.  Group  delays  in  100 
m standard  reference  fibers  can  be  determined,  with 
an  expanded  uncertainty  of  about  4 ps  (1  mm)  and 
a resolution  of  0.15  ps  (0.03  mm).  The  principal 
limitations  of  this  approach  is  identified  and 
discussed. 

[Contact:  Bruce  L.  Danielson,  (303)  497-5620] 

Franzen,  D.L.,  Lightwave  Standards  Development 
at  NIST,  Proceedings  of  the  4th  Biennial  Depart- 
ment of  Defense  Fiber  Optics  and  Photonics 
Conference,  McLean,  Virginia,  March  21-24, 1994, 
pp.  443-445. 

Standards  being  developed  at  the  National  Institute 
of  Standards  and  Technology  support  the  following 
parameters  of  interest  to  lightwave  communications: 
optical  fiber  geometry,  optical  fiber  chromatic 
dispersion,  absolute  optical  power,  high-speed 
detector  frequency  response,  and  wavelength. 
[Contact:  Douglas  L.  Franzen,  (303)  497-3346] 

Gallawa,  R.L.,  Goyal,  I.C.,  and  Ghatak,  A.K., 
Calculated  Fiber  Attenuation:  A General 
Method  Yielding  Stationary  Values,  Journal  of 
Lightwave  Technology,  Vol.  11,  No.  12,  pp.  1900- 
1904  (December  1993). 

A method  of  calculating  the  attenuation  constant  of 
an  optical  fiber  under  very  general,  but  weakly 
guiding,  conditions  is  derived.  The  method,  based 
on  Galerkin’s  formalism,  allows  a nonuniform  and 
complex  refractive-index  profile.  The  real  and 
imaginary  parts  of  the  refractive  index  are  allowed 
to  vary  independently  and  arbitrarily  as  a function  of 
radius.  The  result  is  the  predicted  complex 
propagation  constant.  The  results  are  inherently 
stationary. 

[Contact:  Robert  L.  Gallawa,  (303)  497-3761] 

Gallawa,  R.L.,  Kumar,  A.,  and  Weisshaar,  A.,  Fibre 
Splice  Loss:  A Simple  Method  of  Calculation, 
Optical  and  Quantum  Electronics,  Vol.  26,  pp. 
S165-S172  (1994). 

We  evaluate  the  loss  encountered  when  splicing 
between  two  circular  single-mode  fibres  with 
unmatched  parameters.  Our  method  represents  a 
significant  improvement  in  simplicity  over  other 
methods,  with  only  an  insignificant  degradation  of 
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accuracy.  We  use  Galerkin’s  method,  but  expand 
the  field  of  both  fibres  in  terms  of  the  same  set  of 
basis  functions,  leading  to  considerable  simplicity: 
the  overlap  integral  is  simply  the  inner  (dot)  product 
of  the  eigenvectors.  Integration  is  thus  avoided. 
We  assume  that  weakly  guiding  conditions  prevail. 
[Contact:  Robert  L.  Gallawa,  (303)  497-3761] 

Optical  Fiber/Waveouide  Sensors 

Released  for  Publication 

Day,  G.W.,  Lovely,  P.S.,  Whitesel,  H.K.,  and 
Hickernell,  R.K.,  Optical  Fiber  Sensors: 
Accelerating  Applications  in  Navy  Ships,  to  be 
published  as  a NISTIR. 

The  Navy  needs  new  sensors  for  shipboard 
machinery  monitoring  and  control,  condition-based 
maintenance,  and  damage  assessment.  Optical 
fiber  sensors  are  strongly  preferred  because  of  their 
immunity  to  electrical  disturbances,  as  well  as 
potential  size,  weight,  and  performance  advantages. 
Despite  well  over  a decade  of  development  and 
promise,  relatively  few  optical  fiber  sensors 
available  today  can  meet  the  Navy’s  needs  with 
acceptable  performance  and  cost.  This  report 
examines  the  reasons  and  recommends  strategies 
to  help  the  Navy  achieve  its  goals. 

[Contact:  Gordon  W.  Day,  (303)  497-5204] 

Rochford,  K.B.,  Day,  G.W.,  Deeter,  M.N.,  and  Rose, 
A.H.,  Faraday  Effect  Sensors  for  Magnetic  Field 
and  Electric  Current,  to  be  published  in  the 
Proceedings  of  the  1 994  AFCEA  DoD  Fiber  Optics 
and  Photonics  Conference,  March  22-24,  1994. 

Recent  research  at  NIST  has  resulted  in  significant 
fundamental  and  practical  improvements  in 
magneto-optic  sensors  used  to  measure  magnetic 
field  and  electric  current.  This  paper  reviews  these 
developments  and  considers  prospects  for  further 
gains. 

[Contact:  Kenneth  B.  Rochford,  (303)  497-5170] 

Rochford,  K.B.,  Rose,  A.H.,  Clarke,  I.,  and  Day, 
G.W. , Effect  of  Semiconductor  Laser  Character- 
istics on  Optical  Fiber  Sensor  Performance,  to 

be  published  in  the  Proceedings  of  SPIE  (The 
International  Society  for  Optical  Engineering,  P.O. 
Box  10,  Bellingham,  Washington  98227-0010), 


Optical  Engineering/Laser  Application  and  Science 
Engineering,  Los  Angeles,  California,  January  22- 
28,  1994. 

Optical  sensor  systems  have  source  requirements 
that  can  be  significantly  different  from  those  of 
optical  communications  and  other  technologies  that 
have  generally  driven  the  development  of  semicon- 
ductor sources.  In  this  paper,  we  examine  basic 
interferometric,  polarimetric,  and  other  sensors. 
Relevant  semiconductor  source  data  are  reviewed 
to  illustrate  the  impact  of  source  characteristics  on 
sensor  performance.  The  effect  of  low-frequency 
amplitude  and  frequency  noise  on  sensor  precision 
is  described.  Errors  in  sensor  calibration  due  to 
amplitude  and  wavelength  drifts  are  discussed. 
Examples  of  sensor  performance  using  typical 
source  data  illustrate  these  issues. 

[Contact:  Kent  B.  Rochford,  (303)  497-5170] 

Optical  FiberA/Vavequide  Sensors 

Recently  Published 

Craig,  R.M.,  Tang,  D.,  and  Day,  G.W., 

interlaboratory  Comparison  of  Polarization- 
Holding  Parameter  Measurements  on  High 
Birefringence  Optical  Fiber,  Proceedings  of  the 
2nd  Optical  Fibre  Conference,  Torino,  Italy, 
September  21-22,  1993,  pp.  177-180. 

We  report  the  results  of  a preliminary  interlaboratory 
comparison  of  polarization-holding  parameter  (h- 
parameter)  measurements,  in  which  seven 
participants’  measured  three  colls  of  fiber  using  the 
participants’  normal  procedures.  The  variations  in 
results  (one  standard  deviation)  among  the  three 
coils  ranged  from  13%  to  50%. 

[Contact:  Rex  M.  Craig,  (303)  497-3359] 

Gallawa,  R.L.,  Kumar,  A.,  and  Weisshaar,  A.,  Mode 
Coupling  and  Loss  on  Tapered  Optical 
Waveguides,  Proceedings  of  the  Integrated 
Photonics  Research  Meeting,  San  Francisco, 
California,  February  17-19,  1994,  pp.  ThD6- 
1/57-ThD6-3/59. 

Tapered  dielectric  waveguides  have  been  analyzed 
using  a variety  of  methods  including  the  coupled- 
mode theory,  a step-tapered  configuration,  a 
method  that  uses  a ray-optics  model,  and  the  beam 
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propagation  method.  We  also  use  a step-taper 
approach,  approximating  the  smooth  taper  with  a 
series  of  discrete  steps.  Our  method  accounts  for 
the  interaction  between  modes  and  is  capable  of 
tracking  the  propagation  through  the  taper  by  using 
an  expansion  of  the  field  on  each  side  of  the  step; 
we  use  basis  functions  that  are  known  to  approxi- 
mate the  field  very  accurately.  Integration  is 
avoided  in  evaluating  the  coupling  efficiency  across 
the  step. 

[Contact:  Robert  L.  Gallawa,  (303)  497-3761] 

Simmon,  E.D.,  Rose,  A.H.,  and  FitzPatrick,  G.J.,  An 
Optical  Current  Transducer  for  Calibration 
Studies,  Proceedings  of  the  8th  International 
Symposium  on  High  Voltage  Engineering, 
Yokohama,  Japan,  August  23-27,  1993,  pp.  399- 
402. 

Optical  current  transducers  (OCTs)  are  well-suited 
for  current  measurements  in  high-voltage  applica- 
tions because  they  offer  advantages  over  conven- 
tional oil-filled  current  transformers  such  as  greater 
immunityfrom  electromagnetic  interference,  intrinsic 
safety,  and  wide  dynamic  range.  This  paper 
describes  an  OCT  designed  and  built  at  the 
National  Institute  of  Standards  and  Technology  for 
the  development  of  calibration  methods  for  OCTs 
for  power  system  applications.  The  design  and 
operating  characteristics  of  the  NIST  OCT  are  de- 
scribed, and  the  results  of  tests  for  sensitivity, 
linearity,  and  dynamic  range  are  reported.  Some  of 
the  sources  of  measurement  error  are  discussed. 
[Contact:  Eric  D.  Simmon,  (301)  975-3956] 

Whitesel,  H.K.,  Day,  G.W.,  Rose,  A.H.,  and  Miller, 
C.A.,  Self-Calibrating  Fiber  Optic  Sensors: 
Potential  Design  Methods,  Naval  Surface 
Warfare  Center  Technical  Report,  CARDIVNSWC- 
TR-80-92/15,  pp.  1-A8  (May  1993). 

Potential  applications  of  optical  fiber  sensors  in  the 
Navy  and  elsewhere  involve  networks  of  hundreds 
or  thousands  of  sensors.  Routine  maintenance  and 
calibration  of  these  sensor  networks,  if  undertaken 
manually,  would  involve  unacceptable  commitments 
of  ship  personnel  and  time.  This  has  led  to  the 
present  investigation  into  methods  that  can  be  used 
to  produce  sensor  systems  that  can  be  self-testing 
and/or  self-calibrating.  A self-testing  sensor  is  one 
in  which  one  or  more  internal  tests  are  used  to 


verify  the  performance  of  the  sensor.  Self-calibra- 
tion extends  the  self-testing  concept  to  the  point 
where,  when  defects  are  identified,  calibration 
corrections  can  be  made  automatically.  Three 
design  concepts  can  be  considered  for  optical  fiber 
sensors:  substitution,  redundancy,  and  internal 
diagnostics.  Substitution  involves  applying  a 
measurand  of  known  value  to  the  sensor  in  a 
manner  similar  to  most  laboratory  calibrations. 
Redundancy  involves  using  multiple  sensors  in  such 
a way  that  the  failure  of  a single  sensor  can  be 
detected;  correct  values  are  then  attributed  to 
sensors  giving  consistent  results.  Internal  diagnos- 
tics can  take  many  forms,  but  involves  the  use  of 
various  optical  tests  to  Insure  the  proper  perfor- 
mance of  the  sensor.  These  tests  may  include 
changing  the  amplitude,  wavelength  (frequency), 
phase,  or  polarization  of  the  light  propagating 
through  the  sensor.  Examples  of  how  diagnostics 
of  these  types  can  be  used  to  test  and  recalibrate 
various  types  of  sensors  are  described  in  this 
report;  a more  detailed  study  of  potential  designs  for 
a self-calibration  polarimetric  temperature  sensor  is 
also  included. 

[Contact:  Gordon  W.  Day,  (303)  497-5204] 

Integrated  Optics  — [formerly  Electro-Optic 
Metrology.] 

Released  for  Publication 

Christensen,  D.H.,  Hickernell,  R.K.,  Schaafsma, 
D.T.,  Pellegrino,  J.G.,  McCollum,  M.J.,  Hill,  J.R., 
and  Rai,  R.S.,  Correlation  of  Optical,  X-Ray,  and 
Electron  Microscopy  Measurements  on 
Semiconductor  Multilayer  Structures,  to  be 
published  in  Proceedings  of  SPIE  (The  Internation- 
al Society  for  Optical  Engineering,  P.O.  Box  10, 
BelHingham,  Washington  98227-0010),  Optical 
Engineering/Laser  Application  and  Science 
Engineering,  Los  Angeles,  California,  January  22- 
28,  1994. 

[See  Microfabrication  Technology.] 

Schaafsma,  D.T.,  Hickernell,  R.K.,  and  Christensen, 
D.H.,  Measurement  and  Simulation  of  Photolu- 
minescence Spectra  from  Vertical-Cavity 
Quantum-Well  Laser  Structures,  to  be  published 
in  the  Proceedings  of  SPIE  (The  International 
Society  for  Optical  Engineering,  P.O.  Box  10, 
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Bellingham,  Washington  98227-0010),  Optical 
Engineering/Laser  Application  and  Science 
Engineering,  Los  Angeles,  California,  January  22- 
29,  1994. 

We  compare  photoluminescence  data  for  various 
vertical-cavity  surface-emitting  lasers  and  distributed 
quantum-well  structures  collected  in  a surface- 
normal  configuration  (NPL)  and  with  the  pump  and 
collection  paths  perpendicular  to  a cross  section  of 
the  epitaxial  layers  (XPL).  We  assess  a potential 
simulation  method  for  transforming  the  perturbed 
NPL  spectra  into  the  unperturbed  XPL  spectra, 
taking  into  account  a number  of  experimental  and 
material  parameters  which  may  influence  the 
lineshape.  These  factors  include  the  pump  field 
distribution  and  its  influence  on  the  weighting  of  the 
emitters,  and  the  saturation  of  either  part  or  both 
parts  of  the  dispersive  complex  dielectric  constant 
of  the  quantum  wells. 

[Contact:  Robert  K.  Hickernell,  (303)  497-3455] 

Integrated  Optics  — [formerly  Electro-Optic 
Metrology.] 

Recently  Published 

Gallawa,  R.L.,  Kumar,  A.,  and  Weisshaar,  A., 
Symbolic  Programming  with  Series  Expan- 
sions: Applications  to  Optical  Waveguides, 
Proceedings  of  the  10th  Annual  Review  of 
Progress  in  Applied  Computational 
Electromagnetics,  Monterey,  California,  March  21- 
26,  1994,  pp.  475-481. 

We  discuss  the  utility  of  symbolic  computer 
languages  in  the  context  of  optical  fiber  analysis. 
The  symbolic  Map  command,  for  example,  is  useful 
whenever  a series  expansion  approach  is  used  in 
eigenvalue  problems  if  the  basis  functions  are 
integrable  in  closed  form.  We  show  how  this 
command  allows  a simple  but  accurate  evaluation 
of  single-mode  fiber  parameters  in  most  cases  of 
practical  interest.  The  ReplaceAll  command  is  also 
demonstrated  in  tracking  the  variation  of  fiber 
operational  parameters  as  a function  of  the  V- 
parameter.  The  savings  in  CPU  time  is  evaluated, 
icontact:  Robert  L.  Gallawa,  (303)  497-3761 

Hickernell,  R.K.,  Christensen,  D.H.,  Pellegrino,  J.G., 
Wang,  J.,  and  Leburton,  J.P.,  Determination  of 


the  Complex  Refractive  Index  of  Individual 
Quantum  Wells  from  Distributed  Reflectance, 

Journal  of  Applied  Physics,  Vol.  75,  No.  6,  pp. 
3056-3059  (March  15,  1994). 

We  investigate  the  measurement  of  the  complex 
refractive  index  of  individual  quantum  wells  by 
reflectance  spectroscopy.  Placing  the  wells  at  half- 
wavelength  spacing  to  cause  resonant  feedback 
produces  an  order-of-magnitude  increase  in 
measurement  sensitivity  over  that  of  nonresonant 
structures.  Quantum  well  dispersive  and  absorptive 
effects  on  reflectance  can  be  differentiated  in 
certain  spectral  regions.  Experimental  data  confirm 
a theoretical  model  of  refractive  index  and  absorp- 
tion for  quantum  wells  of  GaAs  in  AlQ2GaQQAs  In 
the  region  of  the  well  bandgap. 

[Contact:  Robert  K.  Hickernell,  (303)  497-3455] 

Complex  System  Testing 

Released  for  Publication 

Deyst,  J.P.,  and  Souders,  T.M.,  Phase  Plane 
Compensation  of  the  NIST  Sampling 
Comparator  System,  to  be  published  in  the 
Proceedings  of  the  1994  IEEE  Instrumentation  and 
Measurement  Technology  Conference,  Shizuoka, 
Japan,  May  10-12,  1994. 

This  paper  describes  a compensation  method  to 
improve  the  static  and  dynamic  linearity  of  an 
equivalent-time  digitizer.  “Phase  plane”  compensa- 
tion is  based  on  a multidimensional  lookup  table 
that  represents  a digitizer’s  nonlinearity  as  a 
function  of  appropriate  signal  parameters  and 
digitizer  state  history.  The  lookup  table  is  indexed 
by  signal  parameters  of  which  the  nonlinearity  Is  a 
function,  such  as  the  signal’s  instantaneous  value 
and  estimated  slope.  In  operation,  the  table  is  used 
to  compensate  for  the  nonlinearity  of  the  digitizer  by 
subtracting  the  appropriate  table  value  from  each 
new  sample  taken  of  the  input  signal.  A separate 
lookup  table  may  be  added  to  compensate  digitizer 
timebase  nonlinearity.  A lookup  table  that  compen- 
sates well  is  useful  not  only  for  on-line  compensa- 
tion, but  may  also  be  applicable  as  a general 
description  of  digitizer  nonlinearity,  or  a tool  for 
Inferring  the  sources  of  nonlinearity.  The  digitizer 
being  compensated  is  a sampling  comparator 
system.  It  produces  noticeable  distortion  in  signals 
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such  as  high-frequency  sine  waves.  The  perfor- 
mance of  the  compensated  sampling  comparator 
system  is  presented,  for  a range  of  input  test 
signals  having  a variety  of  trajectories  in  the  phase 
plane. 

[Contact:  John  P.  Deyst,  (301)  975-2437] 

Deyst,  J.P.,  Souders,  T.M.,  and  Solomon,  O.M., 
Bounds  on  Least-Squares  Four-Parameter 
Sine-Fit  Errors,  to  be  published  in  the  Proceed- 
ings of  the  1994  IEEE  Instrumentation  and 
Measurement  Technology  Conference,  Shizuoka, 
Japan,  May  10-12,  1994. 

Least-squares  sine-fit  algorithms  are  used  exten- 
sively in  signal  processing  applications.  The 
parameter  estimates  produced  by  such  algorithms 
are  subject  to  both  random  and  systematic  errors 
when  the  record  of  input  samples  consists  of  a 
fundamental  sine  wave  corrupted  by  harmonic 
distortion  or  noise.  The  errors  occur  because,  in 
general,  such  sine-fits  will  incorporate  a portion  of 
the  harmonic  distortion  or  noise  into  their  estimate 
of  the  fundamental.  Bounds  are  developed  for 
these  errors  for  least-squares  four-parameter 
(amplitude,  frequency,  phase,  and  offset)  sine-fit 
algorithms.  The  errors  are  functions  of  the  number 
of  periods  in  the  record,  the  number  of  samples  in 
the  record,  the  harmonic  order,  and  fundamental 
and  harmonic  amplitudes  and  phases.  The  bounds 
do  not  apply  to  cases  in  which  harmonic  compo- 
nents become  aliased. 

[Contact:  John  P.  Deyst,  (301)  975-2437] 

Other  Signal  Topics 

Recently  Published 

Marks,  R.B.,  Comments  on  “Protecting  EFIE- 
Based  Scattering  Computations  from  Effects  of 
Interior  Resonances,”  IEEE  Transactions  on 
Antennas  and  Propagation,  Vol.  41,  No.  3,  pp. 
387-389  (March  1993). 

[See  Microwave  and  Millimeter-Wave  Metrology.] 
ELECTRICAL  SYSTEMS 
Power  Systems  Metrology 

Released  for  Publication 


Avramov,  S.,  Oldham,  N.M.,  Koffman,  A.D.,  and 
Gammon,  R.W.,  Audio  Frequency  Analysis  of 
Inductive  Voltage  Dividers  Based  on  Structural 
Models,  to  be  published  in  the  Digest  of  the  1994 
Conference  on  Precision  Electromagnetic 
Measurements,  Boulder,  Colorado,  June  27— July 
1,  1994. 

[See  Waveform  Metrology.] 

Avramov,  S.,  Stenbakken,  G.N.,  Koffman,  A.D., 
Oldham,  N.M.,  and  Gammon,  R.W.,  Binary  vs 
Decade  Inductive  Voltage  Divider  Comparison 
and  Error  Decomposition,  to  be  published  in  the 
Proceedings  of  the  1994  IEEE  Instrumentation 
Measurement  Technology  Conference,  Shizuoka, 
Japan,  May  10-12,  1994. 

[See  Waveform  Metrology.] 

Cookson,  A.H.,  Special  Report  of  the  CIGRE 
Session  1994  Study  Group  15,  Insulating 
Materials,  to  be  published  in  the  Proceedings  of 
the  1994  Conference  Internationale  des  Grands 
Reseaux  Electriques  (CIGR^)  (International 
Conference  on  Large  High  Voltage  Electric 
Systems),  Paris,  France,  August 28— Septembers, 
1994. 

The  special  report  reviews  the  nine  papers 
accepted  for  the  CIGR^  General  Session  for  Group 
15  on  Insulating  Materials,  and  sets  the  question  for 
the  discussion  period.  The  papers  and  discussions 
are  divided  into  five  groups:  1)  partial  discharge 
detection  and  analysis;  2)  gas-insulated  systems;  3) 
insulation  for  rotating  machines;  4)  polymeric 
materials  and  high  voltage  insulators;  and  5)  static 
electrification  in  transformer  oil. 

[Contact:  Alan  H.  Cookson,  (301)  975-2418] 

Misakian,  M.,  and  Fenimore,  C.,  Three-Axis  Coil 
Probe  Dimensions  and  Uncertainties  during 
Measurement  of  Magnetic  Fields  from 
Applicances. 

Comparisons  are  made  between  the  average 
magnetic  flux  density  for  a three-axis  circular  coil 
probe  and  the  flux  density  at  the  center  of  the 
probe.  The  results,  which  are  determined  assuming 
a dipole  magnetic  field,  provide  information  on  the 
uncertainty  associated  with  measurements  of 
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magnetic  fields  from  some  electrical  appliances  and 
other  electrical  equipment.  The  present  investiga- 
tion extends  an  earlier  treatment  of  the  problem 
which  did  not  consider  all  orientations  of  the  probe. 
A more  comprehensive  examination  of  the  problem 
leaves  unchanged  the  conclusions  reached 
previously. 

[Contact:  Martin  Misakian,  (301)  975-2426] 

Olthoff,  J.K.,  and  Van  Brunt,  R.J.,  Decomposition 
of  Sulfur  Hexafluoride  by  X-Rays,  to  be 
published  in  the  Proceedings  of  the  7th  Interna- 
tional Symposium  on  Gaseous  Dielectrics, 
Knoxville,  Tennessee,  April  24-28,  1994. 

The  decomposition  presence  by-products  is 
detected  in  gaseous  SFg  samples  exposed  to  high- 
energy  X-rays.  The  predominant  by-product 
appears  to  be  SOF2,  although  SO2F2,  SOF4,  S2F.1Q 
and  S202F.,q  are  also  detected.  Relative  concentra- 
tions of  decomposition  products  are  similar  to  those 
observed  for  SFg  decomposed  by  corona  discharge, 
but  are  shown  to  be  due  to  direct  photo-dissocia- 
tion. 

[Contact:  James  K.  Olthoff,  (301)  975-2431] 

Slowikowska,  H.,  Las,  T.,  Slowikowski,  J.,  and  Van 
Brunt,  R.J.,  Modification  of  Cast  Epoxy  Resin 
Surfaces  during  Exposure  to  Partial  Discharg- 
es, to  be  published  in  the  Proceedings  of  the  7th 
International  Symposium  on  Gaseous  Dielectrics, 
Knoxville,  Tennessee,  April  24-28,  1994. 

Various  techniques  have  been  used  to  quantify  the 
effects  of  local  partial-discharge  activity  in  changing 
the  roughness,  morphology,  and  resistivity  of  cast 
epoxy  resin  surfaces.  Measurements  were 
performed  on  different  types  of  epoxy  materials  with 
and  without  AI2O3  filler  that  had  been  exposed  to 
partial  discharge  in  point-dielectric  gaps  in  either  air 
or  controlled  gas  mixtures  for  up  to  24  h.  In  all 
cases,  exposure  to  partial  discharge  was  found  to 
cause  a significant  local  decrease  in  surface 
resistivity  and  to  remove  material  at  the  discharge 
site,  resulting  in  an  increase  of  surface  roughness. 
[Contact:  Richard  J.  Van  Brunt,  (301)  975-2425] 

Stricklett,  K.L.,  Cookson,  A.H.,  Bartholomew,  R.W., 
and  Leedy,  T.F.,  Proceedings  of  the  Workshop 
on  Advanced  Components  for  Electric  and 
Hybrid  Electric  Vehicles,  to  be  published  as  a 


NIST  Special  Publication. 

This  is  a key  period  in  the  development  of  electric 
and  hybrid  electric  vehicles.  The  landmark  1990 
legislation  in  California  requires  that  2%  of  new 
automobiles  be  zero  emission  vehicles  in  1998, 
rising  to  10%  in  the  year  2005.  This  can  only  be 
met  by  electric  vehicles.  The  purpose  of  the 
workshop  was  to  concentrate  on  the  technologies  to 
improve  the  design,  performance,  manufacturability, 
and  economics  of  the  critical  components  for  the 
next  generation  of  electric  and  hybrid  electric 
vehicle  for  the  year  2000  and  beyond.  The 
workshop  began  with  Invited  speakers  to  cover  the 
general  topics  of  Impact  of  the  California  legislation. 
Federal  agency  programs,  development  of 
standards,  infrastructure  needs,  advanced  battery 
development,  and  the  imperatives  for  commercial 
success  of  electric  and  hybrid  electric  vehicles. 
Working  sessions  were  five  parallel  meetings  on 
Energy  Conversion  Systems,  Energy  Storage 
Systems,  Electric  Propulsion  Systems,  Controls  and 
Instrumentation,  and  Ancillary  Systems. 

[Contact:  Kenneth  L.  Stricklett,  (301)  975-3955] 

Van  Brunt,  R.J.,  and  Herron,  J.T.,  Plasma  Chemi- 
cal Model  for  Decomposition  of  SFg  in  a 
Negative  Glow  Corona  Discharge. 

A zonal  plasma  chemical  model  is  proposed  to 
account  for  the  observed  oxidation  and  decomposi- 
tion of  sulfur  hexafluoride  (SFg)  by  a negative, 
point-to-plane  glow-type  corona  discharge  in 
pressurized  SFg/02/H20  gas  mixtures.  The  model 
yields  dependencies  of  stable  neutral  oxidation  by- 
products such  as  SOF2,  SO2F2,  SOF4,  S2F.,q,  and 
SO2  on  time,  discharge  current,  and  O2  and  H2O 
concentrations  which  are  consistent  with  measured 
results.  Electron-impact-induced  dissociation  of  SFg 
in  the  glow  region  of  the  discharge  is  the  decompo- 
sition rate-controlling  process.  The  relative  roles 
played  by  different  reactions  involving  neutral-free 
radicals  and  ions  in  different  zones  of  the  discharge 
are  examined,  and  in  some  cases,  reaction  rate 
coefficients  have  been  adjusted  within  reasonable 
limits  to  give  best  fits  to  observed  production  rates 
of  various  by-products.  Problems  of  uniqueness 
that  arise  because  of  gaps  in  our  knowledge  about 
important  processes  that  should  be  included  in  the 
model  are  also  discussed. 

[Contact:  Richard  J.  Van  Brunt,  (301)  975-2425] 
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Van  Brunt,  R.J.,  Olthoff,  J.K.,  Stricklett,  K.L.,  and 
Wheeler,  D.J.,  Procedure  for  Measuring  Trace 
Quantities  of  S2F^q,  S20F^q,  and  S202F^q  in  SFg 
Using  a Gas  Chromatograph-Mass  Spectrome- 
ter, to  be  published  in  the  Proceedings  of  the  7th 
International  Symposium  on  Gaseous  Dielectrics, 
Knoxville,  Tennessee,  April  24-28,  1994. 

A procedure  is  defined  for  using  a gas  chromato- 
graph-mass  spectrometer  (GC/MS)  to  make  fast, 
reliable  measurements  of  the  concentration  of  the 
species  S2F.,0'  22^^10-  ^2^2^10  levels 

in  pressurized  SFg.  Factors  that  limit  detection 
sensitivity  and  the  major  sources  of  error  that  can 
be  encountered  in  using  the  GC/MS  method  are 
discussed.  Effects  of  interference  from  compounds 
such  as  SOF2  and  CCI2F2  commonly  found  in  SFg 
are  assessed.  Problems  arising  from  reference 
sample  preparation  and  decay  are  examined. 
[Contact:  Richard  J.  Van  Brunt,  (301)  975-2425] 


Van  Brunt,  R.J.,  von  Glahn,  P.,  and  Las,  T., 

Nonstationary  Behavior  of  Partial  Discharge 
during  Discharge-Induced  Aging  of  Dielectrics. 

Changes  in  the  stochastic  behavior  of  pulsating 
partial  discharge  with  time  have  been  observed 
when  an  alternating  voltage  is  applied  to  point- 
dielectric  gaps  in  which  the  dielectric  is  a cast  epoxy 
resin  either  with  or  without  AI2O3  filler.  The 
changes  in  discharge  behavior  are  shown,  with  the 
help  of  a Monte-Carlo  simulation,  to  be  consistent 
with  the  discharge-induced  increases  in  the  surface 
conductivity  of  epoxy.  This  “aging”  effect  is  shown 
to  be  accelerated  as  the  frequency  of  the  applied 
voltage  is  increased  from  50  to  800  Hz.  The 
implications  of  the  results  on  accelerated  aging 
tests  and  definition  of  partial-discharge  “signatures” 
for  possible  pattern  recognition  are  discussed.  The 
relationship  between  average  partial-discharge 
current  and  partial-discharge  pulse-height  distribu- 
tions is  also  discussed. 

[Contact;  Richard  J.  Van  Brunt,  (301)  975-2425] 

von  Glahn,  P.,  and  VanBrunt,  R.J.,  Performance 
Evaluation  of  New  Digital  Partial  Discharge 
Recording  and  Analysis  System,  to  be  published 
in  the  Conference  Record  of  the  1994  IEEE 
International  Symposium  on  Electrical  Insulation, 
Pittsburgh,  Pennsylvania,  June  5-8,  1994. 


We  describe  the  design  and  performance  evaluation 
of  a new  digital  partial  discharge  (PD)  recording 
system  capable  of  real-time  recording  of  PD  pulse 
trains  for  later  off-line  computerized  stochastic 
analysis.  The  new  recording  system  consists  of  a 
custom  two-channel  PD  digitizer  coupled  to  a new 
16-bit  parallel  digital  interface  installed  in  a personal 
computer.  The  digitizer  is  under  software  control 
with  the  resulting  data  being  stored  in  binary  files  on 
the  computer’s  hard  disk.  Since  post-test  analysis 
software  run  on  the  computer  provides  the  needed 
stochastic  analysis  of  the  data  files,  the  new  system 
offers  a unique  capability  to  perform  stochastic 
analysis  on  nonstationary  PD  data  such  as  found  in 
aging  studies.  Byway  of  illustration,  measurements 
were  made  of  the  time-varying  stochastic  behavior 
of  ac-generated  PDs  in  point-to-dielectric  gaps  in  air 
where  the  insulation  material  was  cast  epoxy  with 
aluminum  oxide  filler,  extending  the  work  reported 
previously.  Sample  analysis  results  are  presented, 
demonstrating  that  the  new  system  provides 
analysis  results  comparable  with  the  results 
achieved  by  the  existing  NIST  analog  PD  stochastic 
analysis  system.  Sample  stochastic  analysis  results 
are  presented,  demonstrating  the  additional  insights 
possible  with  the  new  system. 

[Contact:  Richard  J.  Van  Brunt,  (301)  975-2425] 

Power  Systems  Metrology 

Recently  Published 

FitzPatrick,  G.J.,  and  McComb,  T.R.,  Investigation 
of  the  Effects  of  Aging  on  the  Calibration  of  a 
Kerr-Cell  Measuring  System  for  High  Voltage 
Impulses,  Proceedings  of  the  8th  International 
Symposium  on  High  Voltage  Engineering, 
Yokohama,  Japan,  August  23-27,  1993,  pp.  387- 
390. 

Kerr-cell  measuring  systems  can  be  used  for  high- 
voltage  measurements  from  direct  voltage  up  to 
impulses  with  a few  nanoseconds  risetime.  In 
principle,  this  allows  a measuring  system  for 
impulses  to  be  calibrated  at  high  voltage  using 
direct  or  alternating  voltage  which  can  be  measured 
with  a smaller  uncertainty  than  is  needed  for 
impulse  measurements.  Unfortunately,  the  liquid 
normally  used  in  such  systems,  nitrobenzene, 
degrades  with  time.  This  paper  reports  on  an 
investigation  into  methods  of  calibrating  an  aged 
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Kerr-cell  so  that  a measuring  system  based  on  a 
Kerr-cell  could  be  used  as  a Reference  Measuring 
System.  The  methods  investigated  include  direct 
voltage  calibration  and  impulse  calibration  with 
direct  voltage  calibration  and  impulse  calibration 
with  direct  voltage  bias.  The  repeatability  of 
measurements  using  a fixed  geometry  to  determine 
the  voltage  scale  factor  was  also  investigated. 
Results  from  both  approaches  are  presented  and 
recommendations  are  given  for  reference  measuring 
systems. 

[Contact;  Gerald  J.  FitzPatrick,  (301)  975-2737] 

McComb,  T.R.,  and  FitzPatrick,  G.J.,  Comparative 
Measurements  of  High-Voltage  Impulses  Using 
a Kerr  Cell  and  a Resistor,  Proceedings  of  the 
8th  International  Symposium  on  High  Voltage 
Engineering,  Yokohama,  Japan,  August  23-27, 
1993,  pp.  383-386. 

Recent  proposals  in  committee  drafts  of  I EC  TC42 
have  placed  greater  emphasis  on  the  use  of 
comparative  measurements  as  a method  of 
qualifying  impulse  measuring  systems.  This  paper 
describes  some  further  investigations  of  compara- 
tive measurements  where  a Kerr-cell  system  is 
compared  against  a system  based  on  a resistor 
divider.  This  paper  describes  the  experimental 
techniques  used  to  make  comparative  measure- 
ments, and  the  results  of  tests  on  the  linearity  of  the 
systems  are  presented.  Finally,  recommendations 
are  made  for  the  use  of  comparative  measurements 
in  qualifying  impulse  measuring  systems. 

[Contact:  Gerald  J.  FitzPatrick,  (301)  975-2737] 

Pulse  Power  Metrology 

Recently  Published 

McComb,  T.R.,  Cherbaucich,  C.,  Goffeen,  L., 
Deschamps,  iVl.F.,  FitzPatrick,  G.J.,  Hanique,  E., 
Lehmann,  K.,  McBride,  J.,  Ribot,  J.-J.,  Rizzi,  G., 
Vaessen,  P.,  and  Zaengl,  W.,  An  Approach  to 
Setting  Performance  Requirements  for  Auto- 
mated Evaluation  of  the  Parameters  of  High- 
Voltage  Impulses,  Proceedings  of  the  8th 
International  Symposium  on  High  Voltage 
Engineering,  Yokohama,  Japan,  August  23-27, 
1993,  pp.  309-312. 

This  paper  reports  the  present  status  of  an  ongoing 


study  of  digital  signal  processing  applied  to  various 
impulse  waveforms.  In  a round-robin  study,  twelve 
laboratories  are  using  their  own  software  to 
evaluate  the  parameters  of  impulse  waveforms  in  a 
database  of  31  waveforms  with  the  objective  of 
establishing  minimum  performance  requirements. 
This  paper  presents  the  results  obtained  for  smooth 
full  impulses  and  some  examples  of  results  on  more 
complex  waveforms. 

[Contact:  Gerald  J.  FitzPatrick,  (301)  975-2737] 
Magnetic  Materials  and  Measurements 

Released  for  Publication 

Wadas,  A.,  Rice,  P.,  and  Moreland,  J.,  High 
Resolution  Magnetic  Force  Microscopy  Study 
of  Magnetic  Materials. 

We  have  used  magnetic  force  microscopy  (MFM)  to 
study  domain  structure  of  four  different  magnetic 
samples  including  YGdTmGa/YSmTmGa  magnetic 
garnet,  permalloy,  a BaFe.,20.,9  single  crystal,  and 
a hard  disk.  A Fe  bi-layer,  thin-film  tip  has  been 
found  to  be  suitable  for  high-sensitivity  and  high- 
resolution  MFM  of  all  of  these  samples.  We  present 
domain  wall  images  of  permalloy  and  BaFe-,20.,g 
and  magnetic  transitions  of  the  hard  disk. 

We  have  simultaneously  imaged  topography  and 
magnetic  forces  of  the  same  area.  In  addition,  we 
have  observed,  for  the  first  time,  details  of  the 
magnetic  domain  structure  by  performing  contact- 
mode atomic  force  microscopy  on  BaFe.,20.,g  single 
crystal. 

[Contact:  Paul  Rice,  (303)  497-3841] 

Magnetic  Materials  and  Measurements 

Recently  Published 

Goldfarb,  R.B.,  and  Itoh,  K.,  Reduction  of 
Interfilament  Contact  Loss  in  Nb3Sn  Supercon- 
ductor Wires,  Journal  of  Applied  Physics,  Vol.  75, 
No.  4,  pp.  2115-2118  (February  15,  1994). 

Interfilament  contact  in  NbgSn  wires  made  by  the 
internal-tin-diffusion  process  causes  excess 
hysteresis  loss  beyond  the  intrinsic  magnetic 
hysteresis  loss  of  the  filaments.  In  analogy  with 
eddy-current  and  proximity-effect  coupling  losses. 
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the  excess  contact  loss  can  be  reduced  by 
decreasing  the  twist-pitch  length  of  the  filaments  in 
the  wire.  One  consequence  of  interfilament  contact 
is  that  volume  magnetization  measurements  are 
strongly  dependent  on  sample  length  below  about 
one  twist  pitch.  We  define  a characteristic  length 
whose  reciprocal  is  equal  to  the  sum  of  the 
reciprocals  of  the  sample  length  and  the  twist  pitch. 
Hysteresis  loss  is  a universal  function  of  character- 
istic length  for  different  sample  lengths  and  twist 
pitches.  We  discuss  several  experimental  parame- 
ters for  the  magnetic  determination  of  hysteresis 
loss. 

[Contact:  Ronald  B.  Goldfarb,  (303)  497-3650] 

Oti,  J.O.,  Numerical  Micromagnetic  Techniques 
and  Their  Applications  to  Magnetic  Force 
Microscopy  Calculations,  IEEE  Transactions  on 
Magnetics,  Vol.  29,  No.  6,  pp.  2359-2364 
(November  1993). 

Numerical  micromagnetics  is  a flexible  and  powerful 
means  of  designing  and  characterizing  magnetic 
devices.  This  paper  presents  an  overview  of 
numerical  methods  of  solution  of  micromagnetics 
problems.  The  modeling  of  exchange,  anisotropy 
and  magnetostatic  interaction  fields  in  magnetic 
films,  and  micromagnetic  modeling  of  magnetic 
force  microscopy  are  discussed. 

[Contact:  John  O.  Oti,  (303)  497-5557] 

Wadas,  A.,  Moreland,  J.,  Rice,  P.,  and  Katti,  R.R., 
Magnetic  Force  Microscopy  images  of  Magnet- 
ic Garnet  with  Thin-Film  Magnetic  Tip,  Applied 
Physics  Letters,  Vol.  64,  No.  9,  pp.  1156-1158 
(February  28,  1994). 

We  present  magnetic  force  microscopy  images  of 
YGdTmGaA'SmTmGa  magnetic  garnet,  using  athin 
magnetic  film  deposited  on  Si3N5  atomic  force 
microscopy  tips.  We  have  found  correlations 
between  the  topography  and  the  magnetic  domain 
structure.  We  show  that  by  using  either  magnetized 
Fe-Ni  bilayer  tips  versus  unmagnetized  single-layer 
Fe  tips  that  the  image  contrast  shows  domains 
versus  domain  walls,  respectively. 

[Contact:  John  M.  Moreland,  (303)  497-3641] 

Superconductors 

Released  for  Publication 


Coffey,  M.W.,  Condition  Numberof  a Generalized 
Hilbert  Matrix. 

For  a truncation  of  a generalized  Hilbert  matrix 
depending  on  a parameter,  an  estimate  of  the 
condition  number  is  established  asymptotically  as  a 
function  of  the  size  of  the  truncation.  In  contrast  to 
the  case  of  the  usual  Hilbert  matrix,  the  condition 
number  is  found  to  be  slowly  varying  in  the  size  of 
the  truncation.  Sample  numerical  results  appear  to 
confirm  estimates  concerning  the  inverse  and 
condition  number  of  the  generalized  Hilbert  matrix. 
Engineering  and  physical  applications  of  these 
generalized  Hilbert  matrices  are  mentioned. 
[Contact:  Mark  W.  Coffey,  (303)  497-3703] 

Coffey,  M.W.,  On  a Deformable  Superconductor 
Model  for  the  Vortex  Viscoelastic  Drag 
Coefficient. 

A deformable  superconductor  model  for  a velocity- 
dependent  vortex  viscoelastic  drag  coefficient  is 
discussed.  New  integral  identities  for  energy 
dissipation  are  derived,  avoiding  previously 
employed  approximations.  This  approach  provides 
a suitable  basis  for  further  extension  and  improve- 
ment of  the  deformable  superconductor  model. 
[Contact:  Mark  W.  Coffey,  (303)  497-3707] 

Coffey,  M.W.,  Superconducting  Phase  Fluctua- 
tion Contribution  to  Surface  Impedance. 

[See  Crvoelectronic  Metrology.] 

Ekin,  J.W.,  Bray,  S.L.,  Joshi,  C.H.,  Rodenbush,  A.J., 
Motowidio,  L.,  and  Haidar,  P.,  Effect  of  Strain  on 
the  Critical  Current  of  High-T^  Bi  Superconduc- 
tors and  an  Epoxy-Impregnated  Bi 
Superconducting  Coil,  to  be  published  in  the 
Proceedings  of  the  International  Workshop  on 
Critical  Currents  in  Superconductors,  AIpbach, 
Austria,  January  24-27,  1994. 

The  effect  of  axial  strain  (applied  at  4 K)  on  the 
critical  current  1^,  of  several  Ag-sheathed  Bi 
superconductors  has  been  measured  and  compared 
with  the  effect  of  hoop  strain  (also  applied  at  4 K) 
on  the  of  a 50-tum  coil  of  Bi  superconductor 
wrapped  with  fiberglass  and  potted  with  epoxy.  The 
data  suggest  that  the  1^,  strain  limit  on  the  composite 
coil  structure  is  imposed  not  by  the  Bi  superconduc- 
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tor,  but  by  the  fracture  properties  of  the  epoxy  used 
to  impregnate  the  coil.  Thus,  magnet  coil  degrada- 
tion is  not  an  intrinsic  limit  imposed  by  the  mechani- 
cal fracture  limits  of  present  Bi  superconductors,  but 
would  appear  to  be  amenable  to  improvement 
through  choice  of  epoxy  and  coil  structure  design. 
[Contact:  John  W.  Ekin,  (303)  497-5448] 

Goodrich,  L.F.,  and  Srivastava,  A.N.,  A Simple  and 
Repeatable  Technique  for  Measuring  the 
Critical  Current  of  Nb3Sn  Wires,  to  be  published 
in  the  Proceedings  of  the  7th  International 
Workshop  on  Critical  Currents  in  Superconductors, 
AIpbach,  Austria,  January  24-27,  1994. 

We  evaluated  an  alternate  approach  for  measuring 
the  critical  current  (1^,)  of  Nb3Sn  wire  which  uses  a 
standard  mandrel  geometry  and  apparatus 
interface.  We  show  preliminary  data  which  indicate 
that  the  tension  in  the  conductor  before  reaction 
and  measurement  may  affect  the  repeatability  of  the 
measurement.  We  also  show  preliminary  summary 
statistics  for  four  candidate  ITER  (International 
Thermonuclear  Experimental  Reactor)  conductors 
from  four  U.S.  laboratories.  The  reaction  and 
measurement  mandrel  used  in  this  study  was 
fabricated  using  a TigA^V  alloy.  This  high- 
temperature  and  high-resistivity  alloy  was  used  to 
avoid  transferring  the  specimen  between  mandrels, 
thus,  reducing  the  likelihood  of  inadvertent 
mechanical  damage  of  the  specimen.  Using  the 
same  mandrel  for  reaction  and  measurement 
improves  the  quality  assurance  of  the  1^  measure- 
ment for  database  creation  and  acceptance  testing 
for  large-scale  applications  such  as  ITER.  The  U.S. 
ITER'  Home  Team  adopted  this  approach  in  a 
recent  benchmarking  test.  The  method  is  easily 
implemented  and  yields  consistent  results. 
[Contact:  Loren  F.  Goodrich,  (303)  497-3143] 

Liu,  H.,  Gregory,  E.,  and  Cross,  R.W.,  Enhance- 
ment of  Critical  Current  Density  and  Reduction 
of  Proximity  Coupling  in  Fine  Filamentary  NbTi 
with  Si  and  Mn  Alloyed  Cu  Matrices. 

Critical  current  density  J^  and  magnetization  data 
are  given  on  fine  filamentary  NbTi  materials  with  a 
series  of  different  copper  alloy  matrices  containing 
Si,  Mn,  or  both.  By  applying  the  correct 
thermomechanical  treatment,  materials  of  this  type 
can  give  high  J^’s  with  minimal  electrical  coupling. 


The  use  of  Si  has  a particular  advantage  in  that  it 
greatly  reduces  intermetallic  compound  formation 
and  may,  therefore,  obviate  the  need  for  a barrier 
around  the  filaments  under  certain  conditions. 
[Contact:  Ralph  W.  Cross,  (303)  497-5300] 

Thomson,  R.E.,  Moreland,  J.,  and  Roshko,  A.,  Five 
Distinct  Methods  for  Surface  Modification  of 
YBCO  Thin  Films  with  the  Scanning  Tunneling 
Microscope. 

We  have  Investigated  using  the  scanning  tunneling 
microscope  (STM)  as  a tool  for  surface  modification 
of  YBCO  thin  films,  and  have  developed  five  distinct 
methods  whereby  the  STM  tip  can  modify  the 
superconductor  surface.  1)  By  lowering  the 
tunneling  resistance,  we  make  the  tip  scratch  or 
“mill”  the  sample  surface  physically.  2)  By 
increasing  the  bias  voltage  above  about  4 Vs,  we 
can  modify  the  surface  by  what  may  be  an  electron- 
beam-damaging  process.  3)  By  increasing  the  bias 
voltage  above  10  V and  raising  the  tunneling 
current,  we  can  cause  a different  effect  which 
probably  is  due  to  a thermal  process.  4)  By 
operating  the  STM  in  a damp  carbon  dioxide 
atmosphere,  we  can  make  the  STM  tip  etch  the 
surface  electrochemically.  5)  Finally,  we  have 
evidence  that  the  high  field  under  an  extremely 
sharp  tip  displaces  the  oxygen  atoms  in  the  YBCO 
lattice.  Examples  of  each  of  these  techniques  are 
shown  and  discussed. 

[Contact:  Ruth  E.  Thomson,  (303)  497-3141] 

Wada,  H.,  Walters,  C.R.,  Goodrich,  L.F.,  and 
Tachikawa,  K.,  VAMAS  Intercomparisons  of 
Critical  Current  Measurements:  A Summary 
Report. 

This  paper  is  a summary  of  an  international 
collaboration  endorsed  by  Versailles  Project  on 
Advanced  Materials  and  Standards  to  study 
problems  associated  with  critical  current  measure- 
ments in  NbgSn  superconductors  and  provide 
guidelines  for  a standard  measurement.  Two  series 
of  critical  current  measurements  were  implemented. 
In  the  first  series,  three  different  sample  conductors 
were  used,  and  participants  made  measurements 
using  their  own  techniques.  As  a result,  coefficients 
of  variation  for  these  samples  at  12  Tesla  turned 
out  to  be  8 to  17.6%.  A major  source  for  these 
variations  was  attributed  to  strain  sensitivity  of  the 
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NbgSn  conductors.  Thus,  the  second  series  of 
measurements  was  done  on  one  sample  conductor 
and  under  specified  measurement  conditions, 
particularly  in  terms  of  specimen  strain.  The 
coefficient  of  variation  decreased  to  2.2%,  which  is 
regarded  as  a reasonable  base  for  future  establish- 
ment of  an  international  standard  measurement 
method. 

[Contact:  Loren  F.  Goodrich,  (303)  497-3143] 
Superconductors 

Recently  Published 

Cutro,  J.A.,  Rudman,  D.A.,  Orlando,  T.P.,  van 
Dover,  R.B.,  Schneemeyer,  L.F.,  White,  A.E., 
Gyorgy,  E.M.,  Waszczak,  J.V.,  and  Felder,  R.J., 
Increased  Pinning  Energies  and  Critical 
Current  Densities  in  Heavy-lon-irradiated 
Bi2Sr2CaCu20g  Single  Crystals,  Applied  Physics 
Letters,  Vol.  62,  No.  7,  pp.  759-761  (15  February 
1993). 

We  report  a significant  increase  in  the  pinning 
energy  of  vortices  in  single-crystal  Bi2Sr2CaCu20Q 
when  irradiated  with  heavy  ions  such  as  Ar"^.  This 
is  in  contrast  with  the  results  of  light  ion  (H*^,  He"^) 
irradiations  which  give  pinning  energies  comparable 
with  those  of  unirradiated  crystals.  The  stronger 
pinning  is  attributed  to  defects  larger  than  point 
defects,  e.g.,  clusters  or  amorphized  regions.  As  a 
result  of  higher  pinning  energies,  critical  currents 
persist  at  markedly  higher  temperatures  and  fields. 
[Contact:  David  A.  Rudman,  (303)  497-5081] 

Ekin,  J.W.,  Bray,  S.L.,  Lutgen,  C.L.,  and  Bahn, 
W.L.,  Electromechanical  Properties  of  Super- 
conductors for  DOE  Fusion  Applications, 

NISTIR  5013  (January  1994). 

The  electrical  performance  of  many 
superconducting  materials  is  strongly  dependent  on 
mechanical  load.  This  report  presents 
electromechanical  data  on  a broad  range  of  high- 
magnetic-field  superconductors.  The  conductors 
that  were  studied  fall  into  three  general  categories: 
candidate  conductors,  experimental  conductors,  and 
reference  conductors.  Research  on  candidate 
conductors  for  fusion  applications  provides 
screening  data  for  superconductor  selection  as  well 
as  engineering  data  for  magnet  design  and 


performance  analysis.  The  effect  of  axial  tensile 
strain  on  critical-current  density  was  measured  for 
several  NbgSn  candidate  conductors  including  the 
United  States  Demonstration  Poloidal  Coil  (US- 
DAC)  cable  strand  and  an  International  Thermonu- 
clear Experimental  Reactor  (ITER)  candidate 
conductor.  Also,  data  are  presented  on  promising 
experimental  superconductors  that  have  strong 
potential  for  fusion  applications.  Axial  strain 
measurements  were  made  on  a VgGa  tape 
conductor  that  has  good  performance  at  magnetic 
fields  up  to  20  T.  Axial  strain  data  are  also 
presented  for  three  experimental  Nb3Sn  conductors 
that  contain  dispersion-hardened  copper  reinforce- 
ment for  increased  tensile  strength.  Finally, 
electromechanical  characteristics  were  measured 
for  three  different  Nb3Sn  reference  conductors  from 
the  first  and  second  VAMAS  (Versailles  Project  on 
Advanced  Materials  and  Standards)  international 
Nb3Sn  critical-current  round-robins.  Published 
papers  containing  key  results,  including  the  first 
measurement  of  the  transverse  stress  effect  in 
Nb3Sn,  the  effect  of  stress  concentration  at  cable- 
strand  crossovers,  and  electromechanical  character- 
istics of  Nb3AI,  are  included  throughout  the  report. 
[Contact:  John  W.  Ekin,  (303)  497-5448] 

Goodrich,  L.F.,  Srivastava,  A.N.,  and  Stauffer,  T.C., 

Standard  Reference  Devices  for  High  Tempera- 
ture Superconductor  Critical  Current  Measure- 
ments, Cryogenics,  Vol.  33,  No.  12,  pp.  1142- 
1148  (1993). 

Obtaining  repeatable  critical-current  measurements 
for  a high-temperature  superconductor  (HTS)  is  a 
challenging  task,  since  HTSs  are  highly  susceptible 
to  degradation  due  to  mechanical  stress,  moisture, 
thermal  cycling,  and  aging.  This  paper  discusses 
the  development  of  a high-temperature 
superconducting  standard  reference  device  (SRD) 
to  address  these  measurement  concerns  and  gives 
preliminary  data  on  its  characteristics.  An  SRD  is 
an  HTS  specimen  that  has  had  its  critical  current  1^ 
nondestructively  evaluated.  Because  HTSs  are 
sensitive  to  mechanical  alterations,  minor  changes 
in  sample  preparation  or  mounting  procedure  could 
yield  large  changes  in  the  measured  critical  current. 
Preliminary  data  on  SRDs  made  using  Bi-based 
oxide  tapes  (2212)  with  an  Ag  substrate  are 
presented.  Differences  between  two  consecutive 
measurements  of  1^  can  typically  change  by  40%; 


Page  32 


EEEL  Technical  Progress  Bulletin  — June  1994 


these  deviations  have  been  reduced  to  »4%. 
[Contact:  Loren  F.  Goodrich,  (303)  497-3143] 

Guha,  S.,  Peebles,  D.,  Browning,  V.,  Wieting,  T., 
Chandler-Horowitz,  D.,  and  Norton,  M.,  Optical 
Conductivity  of  Single  Crystals  of  Ba^.^M^Bi03 
(M  = K,  Rb,  X = 0.04,  0.37),  Journal  of  Supercon- 
ductivity, Vol.  6,  No.  5,  pp.  339-349  (1993). 

Reflectance  data  (0.001  to  4.0  eV)  from  several 
large  (a  typical  surface  area  3x3  mm^)  single 
crystals  of  Ba.,.j^Kj^Bi03  (x  = 0.04.  0.37)  (BKBO)  and 
Ba-j.j^Rbj^Bi03  (x  = 0.37)  (BRBO)  were  obtained  by 
Fourier  transform  infrared  (FTIR)  and  ellipsometric 
methods.  Normal-state  optical  conductivities  [a^)  of 
these  samples  were  obtained  from  infrared  and 
ellipsometric  measurements  using  a Kramers-Kronig 
transform.  A broad  mid-IR  band  was  observed  that 
peaked  at  0.3  eV  for  BKBO  and  at  0.16  eV  for 
BRBO  at  room  temperature.  Each  band  was  fitted 
with  two  Lorentz  oscillators.  The  optical  mass  of 
the  charge  carriers  was  obtained  from  a Drude  fit, 
and  was  found  to  be  large  (m  = 28  to  33  m^). 
These  overdamped  charge  carriers  can  be  viewed 
as  polarons  with  a large  effective  mass.  An  optic 
phonon  mode  at  325  cm‘^  was  also  observed  in  the 
metallic  phase.  This  mode  was  identified  as  a 
disorder-induced  lattice  mode,  and  was  strongly 
enhanced  at  8 K,  favoring  a strong  coupling 
between  this  phonon  and  itinerant  electronic  states. 
Low-frequency  spectra  between  10  and  400  cm"^ 
observed  below  the  superconducting  temperature 
indicated  an  energy  gap  that  agreed  with  the  BCS- 
type  mechanism.  Interpretations  of  low-temperature 
measurement  on  BKBO  and  BRBO  were  complicat- 
ed due  to  the  change  of  color  of  the  sample  from 
bluish-green  to  bronze-red.  Upon  warming, 
samples  revert  to  their  original  bluish-green  color. 
[Contact:  Deane  Chandler-Horowitz  (301)  975- 
2084] 

Hyun,  O.B,  Experimental  Aspects  of  Flux 
Expulsion  in  Type-ll  Superconductors,  Physical 
Review  B,  Vol.  48,  No.  2,  pp.  1244-1248  (July  1, 
1993). 

Experimental  aspects  of  flux  expulsion  in  Nb3Sn 
and  YBa2Cu307  type-ll  superconductors  are 
presented.  There  is  a clear  distinction  in  magneti- 
zationbetweenfield-cooled-measured-upon-cooling 
(FCC)  and  field-cooled-measured-upon-warming 


(FCW)  results.  This  thermal  hysteresis,  predicted  in 
the  temperature-dependent  critical-state  theory  at 
low  fields  by  Clem  and  Hao,  was  observed  for 
measuring  fields  up  to  about  0.5  T.  The  model 
explains  the  observation  of  increases  in  diamag- 
netism after  field  cooling  (FC)  and  thermal  cycling. 
The  thermal  hysteresis,  together  with  weak  links, 
accounts  for  the  occurrence  of  a negative  peak  in 
FCW  magnetization.  The  FCC-FCW  bifurcation 
observed  for  O.I-mT  field  down  to  5 K might  imply 
that  flux  lines  are  not  completely  frozen  below  T^..,, 
the  temperature  at  which  the  lower  critical  field  is 
equal  to  the  measuring  field,  but  are  expelled  from 
the  sample  even  in  the  Meissner  state. 

[Contact:  Ok-Bae  B.  Hyun,  (303)  497-3725] 

Rosenthal,  P.A.,  Grossman,  E.N.,  Ono,  R.H.,  and 
Vale,  L.R.,  High  Temperature  Superconductor- 
Normal  Metal-Superconductor  Josephson 
Junctions  with  High  Characteristic  Voltages, 

Applied  Physics  Letters,  Vol.  63,  No.  14,  pp.  1984- 
1986  (October  4,  1993). 

We  have  fabricated  step  edge  superconductor- 
normal  metal-superconductor  microbridges  using 
YBa2Cu307_j^  (YBCO)  and  noble  metals  with  critical 
current-normal  resistance  (Iq^n)  P^ducts  as  high  as 
10  mV  and  normal  resistances  up  to  38  Cl.  Our 
fabrication  process  achieves  high  values  of  the 
product  by  exploiting  the  anisotropy  in  the  proper- 
ties of  epitaxial  YBCO  films,  allowing  contact  only 
between  normal  metal  and  superconductor  through 
the  crystalline  axes  which  support  the  largest 
Josephson  coupling.  This  results  in  a dramatic 
increase  in  the  normal  resistance  of  a junction 
without  decreasing  its  critical  current.  We  discuss 
the  role  of  the  superconductor-normal  metal 
boundary  resistance  on  the  junction  electrical 
properties.  We  have  coupled  submillimeter  wave  rf 
currents  quasi-optically  into  junctions  integrated  at 
the  feeds  of  noble  metal  planar  log  periodic 
antennas  and  have  induced  up  to  seven  Shapiro 
steps  in  the  current-voltage  characteristics  with  a 
760-GHz  beam  from  a far  infrared  laser. 

[Contact:  Peter  A.  Rosenthal,  (303)  497-5844] 

ELECTROMAGNETIC  INTERFERENCE 

Radiated  EMI 

Released  for  Publication 
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Crawford,  ML.,  Alternative  Electromagnetic 
Compatibility  Compliance  Test  Facilities,  to  be 
published  as  a Book  Chapter  in  EMC  Handbook, 
Academic  Press,  San  Diego,  California. 

A number  of  test  facilities  exist  that  can  be  used  as 
alternatives  to  open  field  sites  or  shielded  anechoic 
chambers  for  electromagnetic  compatibility 
compliance  testing.  The  most  common  include 
various  transverse  electromagnetic  (TEM)  transmis- 
sion line  facilities.  These  operate  as  TEM  transduc- 
ers to  either  establish  a known  test  field  for  radiated 
immunity  testing  or  they  serve  as  a receptor  for 
measuring  the  radiated  emissions  from  the 
equipment  under  test.  Another  alternative  facility  is 
the  mode-stirred  or  reverberating  chamber.  This 
facility  is  essentially  a large  microwave  oven.  Tests 
are  performed  by  measuring  appropriate  input, 
output  and  statistical  test  field  parameters  for  either 
radiated  immunity  or  emissions  testing.  Procedures 
for  performing  radiated  immunity  and  emission  tests 
using  TEM  and  reverberation  chamber  facilities  are 
described.  Recent  work  to  combine  TEM  cell  EMC 
measurement  technology  with  reverberating 
chamber  EMC  measurements  into  a single,  hybrid 
facility  is  also  described. 

[Contact:  Myron  L.  Crawford,  (301)  975-5497] 

Radiated  EMI 

Recently  Published 

Adams,  J.W.,  Electric-Field  Strengths  Measured 
near  Personal  T ransceivers.  Symposium  Record 
of  the  1993  IEEE  International  Symposium  on 
Electromagnetic  Compatibility,  Dallas,  Texas, 
August  9-13,  1993,  pp.  42-45. 

Electric-field  strengths  were  measured  at  a number 
of  points  near  5-W  personal  transceivers.  The 
points  were  located  on  cylinders  of  revolution  with 
radii  of  7 and  12  cm  around  the  antenna.  The 
transceivers  operated  on  four  authorized  frequen- 
cies of  40.27,  162.475,  464,  and  823  MHz,  and 
radiated  powers  of  5,  5,  5,  and  3 W,  respectively. 
In  some  cases,  these  measured  values  exceeded 
the  exposure  limits  suggested  in  ANSI  Standard 
C95.1-1982. 

[Contact:  John  W.  Adams,  (303)  497-3328] 

Allen,  O.E.,  Hill,  D.A.,  and  Ondrejka,  A.R.,  Time- 


Domain  Antenna  Characterizations,  IEEE 
Transactions  on  Electromagnetic  Compatibility, 
Vol.  35,  No.  3,  pp.  339-346  (August  1993). 

A set  of  time-domain  characterizations  that  can 
efficiently  describe  wide-band  antennas  is  proposed 
in  this  paper.  The  experimentally  measured 
responses  of  transverse  electromagnetic  horn 
antennas  are  used  to  evaluate  the  utility  of  these 
characterizations.  Comparisons  are  made  between 
the  antennas’  frequency-domain  response  and  their 
time-domain  characterizations.  The  comparisons 
show  that  the  time-domain  characterizations  can 
provide  significant  insight  into  an  antenna’s 
behavior,  as  well  as  providing  a means  to  accurate- 
ly compare  two  or  more  different  antennas. 
[Contact:  David  A.  Hill,  (303)  497-3472] 

Hill,  D.A.,  Cavcey,  K.H.,  and  Johnk,  R.,  Crosstalk 
Between  MicrostripTransmission  Lines,  NISTIR 
5015  (December  1993). 

Methods  for  prediction  of  crosstalk  between 
microstrip  transmission  lines  are  reviewed  and 
simplified  for  the  weak  coupling  case.  Classical 
coupled  transmission  line  theory  is  used  for  uniform 
lines,  and  potential  and  induced  electromagnetic 
field  methods  are  used  for  crosstalk  between 
nonuniform  lines.  It  is  shown  that  the  potential 
method  is  equivalent  to  classical  coupled  transmis- 
sion line  theory  for  the  case  of  uniform  lines.  An 
experiment  was  performed  for  uniform  coupled 
microstrip  lines  for  frequencies  from  40  MHz  to  5 
GHz,  and  good  agreement  between  theory  and 
measurement  was  obtained  for  both  near-end  and 
far-end  crosstalk. 

[Contact:  David  A.  Hill,  (303)  497-3472] 

Hill,  D.A.,  Crawford,  M.L.,  and  Motohisa,  K., 
Aperature  Coupling  to  Shielded  Transmission 
Lines:  Theory  and  Experiment,  Proceedings  of 
the  Electromagnetic  Compatibility  1993  10th 
International  Zurich  Symposium,  Zurich,  Switzer- 
land, March  9-11,  1993,  pp.  569-571.  [Also 
published  as  NISTIR  3988  (April  1992).] 

Coupling  through  circular  apertures  in  the  shields  of 
a coaxial  air  line  and  a TEM  cell  is  studied 
theoretically  and  experimentally.  Polarizability 
theory  is  used  to  compute  the  effective  dipole 
moments  that  excite  the  transmission  lines  in  the 
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internal  region.  Measurements  of  shielding 
effectiveness  of  both  structures  were  made  in  a 
reverberation  chamber  over  wide  frequency  ranges. 
Agreement  between  theory  and  measurements  is 
generally  within  ±10  dB.  Recommendations  for 
improvements  in  the  measurements  and  theory  are 
made  for  achieving  closer  agreement  that  would  be 
desirable  for  an  artifact  standard  for  shielding 
effectiveness  measurements. 

[Contact:  David  A.  Hill,  (303)  497-3472] 

Hill,  D.A.,  Ma,  M.T.,  Ondrejka,  A.R.,  Riddle,  B.F., 
Crawford,  M.L.,  and  Johnk,  R.,  Aperture  Excita- 
tion of  Electrically  Large,  Lossy  Cavities,  NIST 
Technical  Note  1361  (September  1993). 

We  present  a theory  based  on  power  balance  for 
aperture  excitation  of  electrically  large,  lossy 
cavities.  The  theory  yields  expressions  for  shielding 
effectiveness,  cavity  Q,  and  cavity  time  constant.  In 
shielding  effectiveness  calculations,  the  incident 
field  can  be  either  a single  plane  wave  or  a 
uniformly  random  field  to  model  reverberation 
chamber  or  random  field  illumination.  The  Q theory 
includes  wall  loss,  absorption  by  lossy  objects  within 
the  cavity,  aperture  leakage,  and  power  received  by 
antennas  within  the  cavity.  Extensive  measure- 
ments of  shielding  effectiveness,  cavity  Q,  and 
cavity  time  constant  were  made  on  a rectangular 
cavity,  and  good  agreement  with  theory  was 
obtained  for  frequencies  from  1 to  18  GHz. 
[Contact:  David  A.  Hill,  (303)  497-3472] 

Kanda,  M.,  Standard  Probes  for  Electromagnetic 
Field  Measurements,  IEEE  Transactions  on 
Antennas  and  Propagation,  Vol.  41,  No.  10,  pp. 
1349-1364  (October  1993). 

This  tutorial  paper  discusses  various  standard 
antennas  for  measuring  radio-frequency  electric  and 
magnetic  fields.  A theoretical  analysis  of  each 
antenna’s  receiving  characteristics  is  summarized 
and  referenced.  The  standard  probes  described  are 
an  electrically  short  dipole,  a resistively  loaded 
dipole,  a half-wave  dipole,  an  electrically  small  loop, 
and  a resistively  loaded  loop.  A single-turn  loop 
designed  for  simultaneous  measurement  of  the 
electric  and  magnetic  components  of  near-fields  and 
other  complex  electromagnetic  environments  is  also 
described.  Each  type  of  antenna  demonstrates  a 
different  compromise  between  broadband  frequency 


response  and  sensitivity. 

[Contact:  Motohisa  Kanda,  (303)  497-5320] 

Johnk,  R.T.,  Ondrejka,  A.,  Tofani,  S.,  and  Kanda, 
M.,  Time-Domain  Measurements  of  the 
Electromagnetic  Backscatter  of  Pyramidal 
Absorbers  and  Metallic  Plates,  IEEE  Transac- 
tions on  Electromagnetic  Compatibility,  Vol.  35, 
No.  4,  pp.  429-433  (November  1993). 

A wideband  time-domain  measurement  system  has 
been  developed  for  the  evaluation  of  the 
backscatter  performance  of  dissipative 
macrostructures.  Backscatter  measurements  have 
been  performed  in  an  ordinary  room  environment  on 
metal  plates  as  well  as  on  samples  of  pyramidal 
absorbing  material.  The  backscattering  perfor- 
mance of  pyramidal  absorbers  is  evaluated  in  the 
50-  to  1000-MHz  frequency  range  with  a varying 
incident  field  angle  of  incidence.  In  the  case  of 
rectangular  metal  plates,  numerically  generated 
results  are  compared  with  measured  data  in  order 
to  gauge  the  accuracy  of  the  system. 

[Contact:  Robert  T.  Johnk,  (303)  497-3737] 

Koepke,  G.,  and  Randa,  J.,  Results  of  Screened- 
Room  Measurements  on  NIST  Standard 
Radiators,  NISTIR  5010  (October  1993). 

We  report  the  results  of  a study  of  measurements  of 
radiated  emissions  from  the  NIST  spherical-dipole 
standard  radiator  in  several  screened  rooms.  The 
measurements  were  performed  in  accordance  with 
MIL-STD-462  (1967).  Large  differences  occur  in 
the  field  intensity  measured  at  different  laboratories 
and  even  on  different  days  at  the  same  laboratory. 
There  is  also  a systematic  difference  at  low 
frequencies  between  the  screened-room  results  and 
results  obtained  in  a TEM  cell,  open-area  test  site, 
and  anechoic  chamber.  Results  obtained  using  a 
monopole  radiator  are  also  presented  and  dis- 
cussed. 

[Contact:  Galen  H.  Koepke,  (303)  497-5766] 

Ma,  M.T.,  and  Adams,  J.W.,  Characteristics  of 
Unknown  Linear  Systems  Deduced  from 
Measured  CW  Magnitude,  NIST  Journal  of 
Research,  Vol.  98,  No.  3,  pp.  297-319  (May— June 
1993). 

A method  is  presented  for  predicting  the  total 
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response,  in  both  frequency  and  time,  of  an 
unknown  linear  system  when  only  the  measured 
continuous  wave  (cw)  magnitude  is  available.  The 
approach  is  based  on  approximating  the  square  of 
the  measured  magnitude  by  a rational  function,  from 
which  various  system  transfer  functions  in  terms  of 
complex  frequency  are  deduced.  These  transfer 
functions  may  or  may  not  be  at  minimum  phase. 
The  corresponding  impulse  response  is  then 
obtained  by  taking  the  inverse  Laplace  transform  of 
the  transfer  function.  The  impulse  response  of  the 
minimum-phase  case  rises  faster  initially  to  its  first 
maximum  than  the  nonminimum-phase  counter- 
parts. This  result  confirms  that,  for  the  same  cw 
magnitude  response,  the  accumulative  energy 
contained  in  the  impulse  response  is  the  greatest 
when  the  transfer  function  is  at  minimum  phase. 
Physical  meaning  of  the  energy  content  is  also 
discussed. 

[Contact:  Mark  T.  Ma,  (303)  497-3800] 

Ma,  M.T.,  and  Adams,  J.W.,  Characterization  of 
Unknown  Linear  Systems  Based  on  Measured 
CW  Amplitude,  Symposium  Record  of  the  1993 
IEEE  International  Symposium  on  Electromagnetic 
Compatibility,  Dallas,  Texas,  August  9-13,  1993, 
pp.  78-82. 

An  approximate  squared-magnitude  function  is 
derived  from  a given  measured  cw  amplitude 
response  to  characterize  an  unknown  linear  system. 
Various  possible  system  transfer  functions  (both 
amplitude  and  phase)  and  the  corresponding 
impulse  responses  are  then  deduced.  These 
transfer  functions  may  or  may  not  be  minimum 
phase.  The  first  impulse  maximum  and  accumulat- 
ed energy  content  are  the  greatest  when  the 
transfer  function  is  at  minimum  phase. 

[Contact:  Mark  T.  Ma,  (303)  497-3800] 

Novotny,  D.R.,  Masterson,  K.D.,  and  Kanda,  M.,  An 
Optically  Linked  Three-Loop  Antenna  System 
for  Determining  the  Radiation  Characteristics 
of  an  Electrically  Small  Source,  Symposium 
Record  of  the  1993  IEEE  International  Symposium 
on  Electromagnetic  Compatibility,  Dallas,  Texas, 
August  9-13,  1993,  pp.  300-304. 

This  paper  presents  the  experimental  results  of  an 
antenna  system  for  determining  the  radiation 
characteristics  of  an  electrically  small  source. 


Three  orthogonal  loop  antennas,  each  terminated  at 
diametrically  opposite  points  with  identical  loads, 
encircle  the  source  and  characterize  its  equivalent 
electric  and  magnetic  dipole  moments.  The  total 
radiated  power  can  be  determined  from  this  near- 
field measurement  of  the  device  under  test.  The 
test  system  operates  from  3 kHz  to  over  100  MHz 
with  up  to  90  dB  of  dynamic  range. 

[Contact:  David  R.  Novotny,  (303)  497-3168] 

Randa,  J.P.,  Gilliland,  D.,  Gjertson,  W.,  Lauber,  W., 
and  Mclnerney,  M.,  Condensed  Catalogue  of 
Electromagnetic  Environment,  Symposium 
Record  of  the  1993  IEEE  International  Symposium 
on  Electromagnetic  Compatibility,  Dallas,  Texas, 
August  9-13,  1993,  pp.  126-131. 

The  IEEE  Electromagnetic  Compatibility  Society’s 
Technical  Committee  on  Electromagnetic  Environ- 
ments (TC-3)  has  undertaken  a long-term  project  to 
compile  an  inventory  or  catalogue  of  published 
measurements  of  electromagnetic  environments. 
The  frequency  spectrum  has  been  divided  into 
tractable  bands  which  will  be  considered  one  at  a 
time.  We  have  now  completed  the  30-  to  300-Hz 
band.  We  present  here  an  abridge-version  of  the 
resulting  bibliography,  along  with  a brief  summary  of 
what  has  been  measured. 

[Contact:  James  P.  Randa,  (303)  497-3225] 

VIDEO  TECHNOLOGY 

Released  for  Publication 

Bennett,  H.S.,  Fenimore,  C.,  Field,  B.F.,  and  Kelley, 
E.F.,  Making  Displays  Deliver  a Full  Measure. 

The  National  Institute  of  Standards  and  Technology 
recently  initiated  a new  program  on  measurements 
for  cathrode  ray  tube  and  flat-panel  displays.  As 
part  of  this  new  program,  NIST  completed  a 
preliminary  assessment  of  the  needs  for  measure- 
ments, standards,  and  computations  to  assist  in  the 
development  of  high-resolution  displays.  In  this 
paper,  we  summarize  the  major  results  of  this 
assessment  and  describe  briefly  NIST’s  ongoing 
internal  and  external  programs  on  displays. 
[Contact:  Herbert  S.  Bennett,  (301)  975-2079] 

Field,  B.F.,  Kelley,  E.F.,  Fenimore,  C.P.,  and 
Bennett,  H.S.,  Research  on  Flat  Panel  Display 


Page  36 


EEEL  Technical  Progress  Bulletin  — June  1994 


Measurements  at  the  National  Institute  of 
Standards  and  Technology,  to  be  published  in 
the  Proceedings  of  SPIE  (The  International  Society 
for  Optical  Engineering,  P.O.  Box  10,  Bellingham, 
Washington  98227-0010),  1994  Symposium  on 
Electronic  Imaging  Science  and  Technology,  San 
Jose,  California,  February  7-10,  1994. 

The  National  Institute  of  Standards  and  Technology 
has  initiated  a new  program  on  performance 
measurements  for  flat-panel  displays.  Prior  to  this 
program  NIST  completed  an  assessment  of  industry 
needs  for  measurements  and  standards  to  assist  in 
the  development  of  high-resolution  displays.  As  a 
result  of  this  study,  a new  laboratory  has  been 
established  to  characterize  the  electrical  and  optical 
performance  of  flat-panel  displays.  The  services  of 
the  laboratory  will  be  available  to  commercial  panel 
manufacturers  and  users.  NIST,  as  a neutral  third 
party.  Intends  to  provide  technical  assistance  to  the 
development  of  standards  and  measurement 
practices  for  flat-panel  display  characterization. 
[Contact:  Bruce  F.  Field,  (301)  975-4230] 

Herman,  S.,  Field,  B.F.,  and  Boynton,  P.A., 
Quantification  of  Temporal  Noise  Threshold  in 
Television  Displays,  to  be  published  in  the 
Proceedings  of  the  Society  for  Information  Display 
Symposium,  San  Jose,  California,  June  12-14, 
1994. 

The  speckle  pattern  due  to  temporal  broadband 
noise  presents  an  objectionable  artifact  in  television 
viewing.  This  paper  reports  on  research  performed 
on  a Princeton  Engine  video  processing 
supercomputer.  The  research  quantified  the 
threshold  signal-to-noise  ratio  (SNR)  at  which  such 
temporal  noise  becomes  visible,  as  a function  of  the 
mean  and  standard  deviation  of  the  background 
image.  Data  were  taken  using  a large  number  of 
viewers,  some  trained,  others  untrained,  observing 
both  artificial  and  real  TV  images.  It  was  found  that 
the  threshold  SNR  can  vary  between  29  and  39  dB, 
depending  on  the  first  two  statistical  moments  of  the 
background.  Thus,  signal  processing  that  changes 
image  luminance  levels  can  sometimes  impose  a 
system  SNR  penalty  of  up  to  10  dB. 

[Contact:  Bruce  F.  Field,  (301)  975-4230] 


ADDITIONAL  INFORMATION 


Lists  of  Publications 

Smith,  A.J.,  Metrology  for  Electromagnetic  Tech- 
nology: A Bibliography  of  NIST  Publications, 

NISTIR  5008  (September  1993). 

This  bibliography  lists  the  publications  of  the  per- 
sonnel of  the  Electromagnetic  Technology  Division 
of  NIST  during  the  period  from  January  1970 
through  publication  of  this  report.  A few  earlier 
references  that  are  directly  related  to  the  present 
work  of  the  Division  are  also  included. 

[Contact:  Annie  Smith,  (303)  497-3678] 

Lyons,  R.M.,  and  Gibson,  K.A.,  A Bibliography  of 
the  NIST  Electromagnetic  Fields  Division  Publi- 
cations, NISTIR  5009  (September  1993). 

This  bibliography  lists  publications  by  the  staff  of  the 
National  Institute  of  Standards  and  Technology’s 
Electromagnetic  Fields  Division  for  the  period  from 
January  1970  through  July  1993.  Selected  earlier 
publications  from  the  Division’s  predecessor  organi- 
zations are  included. 

[Contact:  Kathryn  A.  Gibson,  (303)  497-3132] 

Meiselman,  B.,  Electrical  and  Electronic  Metrolo- 
gy: A Bibliography  of  NIST  Electricity 

Division’s  Publications,  NIST  List  of  Publica- 
tions 94  (January  1994). 

This  bibliography  covers  publications  of  the  Electric- 
ity Division,  Electronics  and  Electrical  Engineering, 
Laboratory,  NIST,  and  of  its  predecessor  sections 
for  the  period  January  1968  to  December  1993.  A 
brief  description  of  the  Division’s  technical  program 
is  given  in  the  introduction. 

[Contact:  Katherine  H.  Magruder,  (301)  975-2401] 

Walters,  E.J.,  Semiconductor MeasurementTech- 
nology,  1990-1993,  NIST  List  of  Pubiications 

103  (January  1994). 

The  bibliography  provides  information  on  technology 
transfer  in  the  field  of  microelectronics  at  NIST  for 
the  calendar  years  1990  through  1993.  Publications 
from  groups  specializing  in  semiconductor  electron- 
ics are  included,  along  with  NIST-wide  research 
now  coordinated  by  the  NIST  Office  of  Microelec- 
tronics Programs  which  was  established  in  1991. 
Indices  by  topic  area  and  by  author  are  provided. 
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Earlier  reports  of  work  performed  during  the  period 
from  1962  through  December  1989  are  provided  in 
NIST  List  of  Publications  72. 

[Contact:  E.  Jane  Walters,  (301)  975-2050] 

Availability  of  Measurements  for  Competitiveness  in 

Electronics  [First  Edition],  NISTIR  4583  (April  1 993). 

This  document  is  the  successor  to  NISTIR  90-4260, 
Emerging  Technologies  in  Electronics  ...and  their 
Measurement  Needs  [Second  Edition].  The  new 
Measurements  for  Competitiveness  in  Electronics 
identifies  the  measurement  needs  that  are  most 
critical  to  U.S.  competitiveness,  that  would  have  the 
highest  economic  impact  if  met,  and  that  are  the 
most  difficult  for  the  broad  range  of  individual 
companies  to  address.  The  document  has  two 
primary  purposes:  (1)  to  show  the  close  relation- 
ship between  U.S.  measurement  infrastructure  and 
U.S.  competitiveness,  and  show  why  improved 
measurement  capability  offers  such  high  economic 
leverage  and  (2)  to  provide  a consensus  on  the 
principal  measurement  needs  affecting  U.S.  com- 
petitiveness, as  the  basis  for  an  action  plan  to  meet 
those  needs  and  to  improve  U.S.  competitiveness. 

Copies  of  this  document  are  available  as  Order  No. 
PB93-1 60588  from  the  National  Technical  Informa- 
tion Service,  5285  Port  Royal  Road,  Springfield,  VA 
22161,  at  (800)  553-6847  or  (703)  487-4650. 

Abstract  - Measurements  are  used  to  determine 
the  values  of  hundreds  of  important  quantities  in  the 
electronics  industry.  Representative  quantities  are 
the  widths  of  the  interconnections  within  semicon- 
ductor integrated  circuits,  the  attenuation  of 
lightwaves  in  optical  fibers,  and  the  signal  power 
from  microwave  satellite  antennas.  Measurement 
capability  is  a fundamental  tool  used  to  build  the 
nation’s  high-technology  products.  As  such,  it  is 
part  of  the  national  infrastructure  for  the  realization 
of  these  products. 

Measurement  capability  is  critical  to  research  and 
development,  manufacturing,  marketplace  entry, 
and  after-sales  support  of  products.  Thus,  mea- 
surement capability  affects  the  performance,  quality, 
reliability,  and  cost  of  products.  The  result  of  this 
pervasive  impact  is  that  the  level  of  U.S.  measure- 
ment capability  places  an  upper  limit  on  the  com- 
petitiveness of  U.S.  products. 


At  present,  U.S.  industry  is  experiencing  a major 
shortfall  in  the  measurement  capability  needed  for 
competitiveness  in  electronic  products.  This  docu- 
ment identifies  the  measurement  needs  that  are 
most  critical  to  U.S.  competitiveness,  that  would 
have  the  highest  economic  impact  if  met,  and  that 
are  the  most  difficult  for  the  broad  range  of  individu- 
al companies  to  address.  The  measurement  needs 
are  reviewed  for  nine  important  fields  of  electronics, 
including  semiconductors,  magnetics,  superconduc- 
tors, microwaves,  lasers,  optical-fiber  communica- 
tions, optical-fiber  sensors,  video,  and  electromag- 
netic compatibility.  These  fields  of  electronics 
underlie  more  than  $300  billion  of  electronic  and 
electrical  products  manufactured  in  the  U.S.  each 
year. 

This  assessment  provides  the  framework  for  an 
action  plan  to  correct  the  shortfall  in  U.S.  measure- 
ment capability  in  electronics  and  to  advance  U.S. 
competitiveness. 

Guide  - The  compiler  of  the  document  provided  an 
introductory  guide  to  its  organization  and  content. 
Because  EEEL  believes  that  a number  of  TPB 
readers  will  be  interested  in  the  information  present- 
ed in  the  various  chapters,  the  contents  of  this 
guide  are  reproduced  below  (page  numbers  of 
chapter  summaries  are  included  to  provide  a mea- 
sure of  the  extent  of  the  treatment): 

This  document  contains  12  chapters,  divided  into 
two  groups.  The  first  three  chapters  are  introducto- 
ry in  nature  and  are  relevant  to  all  of  the  following 
chapters.  The  remaining  nine  chapters  address 
individual  fields  of  electronic  technology.  Each 
chapter  begins  with  a two-page  summary  that 
provides  ready  access  to  the  major  points  made  in 
the  chapter.  These  short  summaries  are  found  on 
the  pages  identified  below.  By  selecting  from  these 
summaries,  you  can  quickly  access  information  on 
the  subjects  of  most  interest  to  you. 

Introductory  Information  --  Chapter  1,  Role  of 
Measurements  in  Competitiveness  (page  3);  Chap- 
ter 2,  NIST’s  Role  in  Measurements  (page  21); 
Chapter  3,  Overview  of  U.S.  Electronics  and  Electri- 
cal-Equipment Industries  (page  31). 

These  three  chapters  introduce  the  subject  of 
measurements  and  provide  an  overview  of  the 
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products  of  the  U.S.  electronics  and  electrical- 
equipment  industries. 

Chapter  1 , Role  of  Measurements  in  Competi- 
tiveness, shows  why  measurements  are  a funda- 
mental part  of  the  infrastructure  of  the  nation. 
Chapter  1 also  sets  measurements  in  the  context 
of  the  many  other  important  factors  that  affect 
competitiveness. 

Chapter  2,  NIST’s  Role  in  Measurements,  indi- 
cates the  circumstances  under  which  Government 
assistance  to  industry  in  the  development  of 
measurement  capability  is  appropriate  in  pursuit  of 
a strengthened  national  economy. 

Chapter  3,  Overview  of  U.S.  Electronics  and 
Electrical-Equipment  Industries,  introduces 
these  industries  through  an  overview  of  their  major 
product  lines.  This  chapter  shows  the  various 
ways  in  which  the  products  of  these  industries  are 
commonly  classified  and  how  those  classifications 
relate  to  the  structure  of  this  document. 

Fields  of  Technology  --  Chapter  4,  Semiconductors 
(page  53);  Chapter  5,  Magnetics  (page  95);  Chapter 
6,  Superconductors  (page  129);  Chapter  7,  Micro- 
waves  (page  147);  Chapter  8,  Lasers  (page  183); 
Chapter  9,  Optical-Fiber  Communications  (page 
217);  Chapter  1 0,  Optical-Fiber  Sensors  (page  303); 
Chapter  11,  Video  (page  339);  Chapter  12, 
Electromagnetic  Compatibility  (page  381). 

Each  of  these  chapters  contains  four  basic  types  of 
information: 

Technology  Review.  The  field  of  technology  is 
reviewed  to  highlight  and  explain  the  special 
capabilities  that  make  the  technology  important. 
This  review  introduces  the  technical  concepts  that 
are  necessary  for  understanding  the  sections  that 
follow. 

World  Markets  and  U.S.  Competitiveness:  The 
economic  significance  of  the  field  of  technology  is 
highlighted  through  use  of  national  and  interna- 
tional market  data  for  major  products  that  employ 
the  technology.  Available  information  on  ^he  U.S. 
competitiveness  is  described. 

Goals  of  U.  S.  Industry  for  Competitiveness:  The 


goals  that  U.S.  industry  is  pursuing  to  improve  its 
competitiveness  are  discussed  so  that  they  can  be 
related  to  requirements  for  new  measurement 
capability  supportive  of  the  goals. 

Measurement  Needs:  The  new  measurement 
capability  that  U.S.  industry  will  need  to  enable  it 
to  achieve  its  goals  is  described.  This  discussion 
emphasizes  measurement  capability  that  is  need- 
ed widely  in  U.S.  industry,  that  will  have  high 
economic  impact  if  provided,  and  that  is  beyond 
the  resources  of  the  broad  range  of  individual  U.S. 
companies  to  provide. 

[While  the  assessment  of  measurement  needs  in 
this  document  is  wide  ranging,  not  every  field  of 
technology  Important  to  the  electronic  and  electrical- 
equipment  industries  has  been  covered.  NIST 
plans  to  expand  this  assessment  in  future  editions 
to  include  additional  fields.] 

The  order  in  which  chapters  appear  is  intentional: 
the  technologies  on  which  most  other  technologies 
depend  are  introduced  first.  Thus,  the  chapter  on 
semiconductors  appears  first  because  most  elec- 
tronic technologies  depend  on  semiconductor 
materials.  In  contrast,  the  chapter  on  video  Is 
located  near  the  end  because  it  depends  on  nearly 
every  other  technology  discussed  earlier. 

Chapters  4,  5,  and  6 of  this  document  describe  the 
measurement  needs  arising  from  three  important 
materials  technologies  that  underlie  current  and 
emerging  electronic  and  electrical  products.  These 
chapters  also  describe  the  measurement  needs  of 
components  and  equipment  based  on  these  materi- 
als and  not  discussed  separately  in  other  chapters. 

Chapter  4,  Semiconductors,  addresses  both 
silicon  and  compound  semiconductors  and  their 
use  in  components,  including  individual  (discrete) 
electronic  and  optoelectronic  devices  and  Inte- 
grated circuits.  Semiconductor  components  are 
central  to  all  modern  electronic  products  from 
consumer  products  to  supercomputers. 

Chapter  5,  Magnetics,  focuses  on  both  magnetic 
materials  and  the  components  made  from  them. 
Magnetic  materials  are  second  in  importance  only 
to  semiconductor  materials  for  electronic  products 
and  play  a central  role  in  electrical  products.  This 
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chapter  also  addresses  the  measurement  needs  of 
selected  equipment  critically  dependent  on  mag- 
netic materials,  including  magnetic  information 
storage  equipment,  electrical  power  transformers, 
and  others. 

Chapter  6,  Superconductors,  examines  super- 
conductor materials  and  addresses  both  present 
and  emerging  applications  of  these  materials  in 
electronic  and  electrical  products. 


Chapters  7 through  1 1 describe  the  measurement 
needs  associated  with  selected  technologies  of 
importance  to  U.S.  competitiveness  for  current  and 
emerging  products. 

Chapter  7,  Microwaves,  describes  the  highest- 
information-capacity  radio  technology.  Microwave 
electronics  provide  the  basis  for  modern  and 
emerging  wireless  communications  systems  and 
radar  systems.  Included  are  new  personal  com- 
munications services  with  both  local  and  worldwide 
access,  intelligent  vehicle-highway  systems,  and 
advanced  audio  and  video  broadcasting  systems, 
among  others. 

Chapter  8,  Lasers,  addressed  the  single  most 
important  component  for  emerging  lightwave 
systems  used  for  manufacturing,  medicine,  com- 
munications, printing,  environmental  sensing,  and 
many  other  applications. 

Chapter  9,  Optical-Fiber  Communications,  de- 
scribes the  highest-information-capacity  cable 
technology.  It  provides  the  basis  for  national  and 
international  information  highways  of  unprecedent- 
ed performance  and  broad  economic  impact. 
Optical-fiber  systems  will  be  linked  with  microwave 
systems  to  interconnect  mobile  and  portable  users 
and  to  backup  cable  systems. 

Chapter  10,  Optical-Fiber  Sensors,  focuses  on 
an  emerging  class  of  sensors  that  offers  outstand- 
ing performance  for  a broad  spectrum  of  applica- 
tions in  manufacturing,  aerospace,  medicine, 
electrical  power,  and  other  areas. 

Chapter  11,  Video,  emphasizes  advanced,  high- 
performance  systems,  such  as  high-definition 
television,  which  offer,  for  the  first  time,  simulta- 


neous access  to  high-resolution,  smooth  motion, 
and  great  color  depth.  The  chapter  notes  the 
potential  of  full-power  implementations  of  video 
technology  in  interactive  networked  environments. 
The  chapter  contains  a special  focus  on  flat-panel 
displays. 

Chapter  12,  Electromagnetic  Compatibility,  de- 
scribes the  special  challenges  that  the  U.S.  faces  in 
maintaining  electromagnetic  compatibility  among  the 
many  new  products  of  electronic  and  electrical 
technologies.  Such  compatibility  is  essential  if  the 
full  potential  of  all  of  the  above  technologies  is  to  be 
realized  without  debilitating  mutual  interference. 

Appendices  - The  three  appendices  provide  defini- 
tions of  the  U.S.  electronics  and  electrical-equip- 
ment industries.  These  definitions  were  used  in 
preparing  much  of  the  economic  information  in  the 
report. 

Appendix  1 describes  the  Standard  Industrial 
Classification  System  that  the  U.S.  Government 
uses  for  collecting  data  about  U.S.  industry.  This 
appendix  also  lists  publications  in  which  the  U.S. 
Government  reports  data  on  U.S.  shipments. 

Appendix  2 provides  a definition  of  the  U.S.  elec- 
tronics industry  in  terms  of  the  Standard  Industrial 
Classification  System. 

Appendix  3 provides  a definition  of  the  U.S.  elec- 
trical-equipment industry  in  terms  of  the  Standard 
Industrial  Classification  System. 


1994/1995  Calendar  of  Events 

June  8-10,  1994  (near  Windsor,  U.K.) 

lEEE/CHMT  Workshop  on  MCM  and  VLSI  Pack- 
aging Techniques  and  Manufacturing  Technolo- 
gies. Sponsored  by  lEEE/CHMT  Society  and  NIST, 
this  Workshop  will  be  held  in  cooperation  with  the 
European  Communities  DGXIII-A.  The  main  topics 
of  the  Workshop  will  be  the  design  and  implementa- 
tion of  first-level  electronic  packaging  and  the 
technologies,  materials,  and  equipment  for  the 
manufacture  of  multichip  modules  (MCM)  and 
single-chip  packages. 

[Contact:  George  G.  Harman,  (301)  975-2097] 
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June  14-17,  1994  (Boulder,  Colorado) 

Computer  Modeling  of  Optical  Waveguides  and 
Components:  A Hands-On  Workshop.  The  pur- 
pose of  this  Workshop,  sponsored  by  NIST,  is  to 
disseminate  computer  modeling  tools  for  fiber  and 
integrated  optics  waveguides  and  to  discuss  and 
demonstrate  methods  of  understanding  engineering 
parameters  of  optical  waveguides. 

[Contact:  Robert  L.  Gallawa,  (303)  497-3761] 

June  27-July  1,  1994  (Boulder,  Colorado) 

Conference  on  Precision  Electromagnetic  Mea- 
surements. In  sponsorship  with  the  IEEE  Instru- 
mentation and  Measurement  Society  and  Union 
Radio  Scientifique  Internationale,  NIST  will  be 
holding  the  biennial  meeting  of  CPEM  in  Boulder, 
Colorado.  Topics  to  be  discussed  include:  ad- 
vanced instrumentation  including  new  sensors  and 
measurement  methods;  automated  measurement 
methods;  dielectric  and  antenna  measurements; 
direct  current  and  low-frequency  measurements; 
fundamental  constants  and  special  standards;  laser, 
optical  fiber,  and  optical  electronic  measurements; 
RF,  microwave,  and  millimeter-wave  measurements; 
superconducting  and  other  low-temperature  mea- 
surements; and  time  and  frequency  measurements. 
CPEM  ’94  is  extended  to  five  days  to  provide  for 
added  special  sessions  on  the  fundamental  con- 
stants. 

[Contact:  Gwen  E.  Bennett,  (303)  497-3295] 

July  28,  1994  (Gaithersburg,  Maryland) 

Ion  Implant  Users  Group  Meeting.  Among  the 
topics  to  be  discussed  at  this  NIST-sponsored 
meeting  will  be  Retrofits  and  Upgrades  II,  an  update 
since  September  1991. 

[Contact:  John  Albers,  (301)  975-2075] 

September  13-15,  1994  (Boulder,  Colorado) 

Symposium  on  Optical  Fiber  Measurements. 
Sponsored  by  the  IEEE  Lasers  & Electro-Optics 
Society,  the  Optical  Society  of  America,  and  NIST, 
the  Symposium  will  provide  a forum  for  reporting 
the  results  of  recent  measurement  research  in  the 
area  of  lightwave  communications,  including  optical 
fibers. 

[Contact:  Douglas  L.  Franzen,  (303)  497-3346] 


October  27,  1994  (Gaithersburg,  Maryland) 

Ion  Implant  Users  Group  Meeting.  One  of  the 
topics  to  be  discussed  will  be  Atomic  and  Electrical 
Profiling  of  Ion  Implanted  Layers.  Additional  topics 
will  be  announced  at  a later  date. 

[Contact:  John  Albers,  (301)  975-2075] 

January  30— February  2,  1995  (Gaithersburg, 
Maryland) 

International  Workshop  on  Semiconductor 
Materials  Characterization:  Present  Status  and 
Future  Needs.  Papers  will  be  presented  in  all 
relevant  fields  of  Interest  to  materials  character- 
ization in  semiconductor  device  manufacturing, 
growth,  processing,  diagnostics,  in-situ,  real-time 
control  and  monitoring,  etc.  All  relevant  semicon- 
ductor materials  will  be  addressed:  Group  IV 
elements.  Group  lll-V  compounds,  Group  ll-VI 
compounds,  IV-VI  compounds,  and  others.  The 
Workshop  is  sponsored  by  the  Advanced  Research 
Projects  Agency  (ARPA),  SEMATECH,  and  NIST. 
Other  co-sponsors  are  expected. 

[Contact:  David  G.  Seiler,  (301)  975-2074] 

EEEL  Sponsors 

National  Institute  of  Standards  and  Technology 
Executive  Office  of  the  President 
U.S.  Air  Force 

Hanscom  Field;  Newark  Air  Force  Station;  Stra- 
tegic Defense  Systems  Command 
U.S.  Army 

Fort  Belvoir;  Redstone  Arsenal;  Combined  Ar- 
my/Navy/Air Force  (CCG);  Materials  & Mechan- 
ics Research  Strategic  Defense  Command 
Department  of  Defense 

Advanced  Research  Projects  Agency;  Defense 
Nuclear  Agency;  National  Security  Agency 
Department  of  Energy 
Building  Energy  R&D;  Energy  Systems 
Research;  Fusion  Energy;  Basic  Energy 
Sciences;  Oak  Ridge  National  Lab 
Department  of  Justice 

Law  Enforcement  Assistance  Administration; 
Federal  Bureau  of  Investigation 
U.S.  Navy 

Seal  Beach;  Naval  Sea  Systems  Command; 
Office  of  Naval  Research;  Naval  Aviation  Depot; 
Naval  Air  Systems  Command;  Naval  Air  Engi- 
neering Center;  Naval  Research  Laboratory; 
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Naval  Surface  Warfare  Center;  Naval  Ocean 
Systems  Center 

National  Aeronautics  and  Space  Administration 
NASA  Headquarters;  Goddard  Space  Flight  Cen- 
ter; Lewis  Research  Center 
Department  of  Transportation 


National  Highway  Traffic  Safety  Administration; 

Federal  Aviation  Administration 

Tennessee  Valley  Authority 

MIMIC  Consortium 

Nuclear  Regulatory  Commission 

Various  Federal  Government  Agencies 


NIST  Silicon  Resistivity  SRMs 


In  response  to  needs  of  the  semiconductor  industry,  NIST’s  Semiconductor  Electronics 
Division  provides  silicon  bulk  resistivity  Standard  Reference  Materials  (SRMs)  through  the 
NIST  Standard  Reference  Materials  Program.  A new  class  of  resistivity  SRMs  is  being 
introduced  to  respond  better  to  users’  requirements. 

The  first  NIST  (then  NBS)  resistivity  SRMs  were  fabricated  from  crystal  50  mm  (2  in)  in 
diameter.  These  wafers  represented  various  combinations  of  crystal  grov\rth  process, 
crystallographic  orientation,  and  doping,  each  combination  chosen  to  give  the  best  expected 
wafer  uniformity  for  a given  resistivity  level.  Each  wafer  in  every  set  was  individually 
measured  and  certified.  Some  of  these  sets  are  still  available  until  the  supply  is  exhausted 
(see  table). 

The  Division  is  now  certifying  single-wafer  resistivity  standards  at  approximately  the  same 
resistivity  values  as  were  available  in  the  earlier  sets.  These  new  SRMs  are  fabricated  from 
crystal  1 00  mm  in  diameter,  intended  to  provide  improved  compatibility  with  newer  end-use 
instrumentation.  In  response  to  user  comments,  the  new  SRMs  will  be  more  uniform  in  both 
thickness  and  resistivity,  will  have  reduced  uncertainty  of  certified  value  due  to  use  of  an 
improved  certification  procedure  using  a four-point  probe,  and  will  be  measured  and  certified 
at  additional  measurement  sites  for  better  characterization  of  wafer  uniformity  at  its  core. 

The  additional  measurements  needed  to  qualify  the  improved  SRMs  will  make  them  more 
expensive  on  a per-wafer  basis  than  the  earlier  sets. 


N/ST  SILICON  BULK  RESISTIVITY  STANDARD  REFERENCE  MA  TERIALS 

DATE  UPDATED: 

4 FEBRUARY  1994 

NOMINAL 
RESISTIVITY 
(ohm  • cm) 

OLD  SRMs 

AVAILABILITY 

NEW  SRMs 

ANTICIPATED 

AVAILABILITY 

0.01 

1 523  (one  of  set 
of  two  wafers) 

limited  supply 

2541 

to  be  announced 

0.1 

1 521  (one  of  set 
of  two  wafers) 

limited  supply 

2542 

to  be  announced 

1 

1 523  (one  of  set 
of  two  wafers) 

limited  supply 

2543 

to  be  announced 

10 

1 521  (one  of  set 
of  two  wafers) 

limited  supply 

2544 

early  in  calendar 
year  1994 

25 

1522 

set  of  three 

2545 

to  be  announced 

75 

1522 

wafers  no  lon- 
ger available 

2546  (100) 

to  be  announced 

180 

1522 

2547  (200) 

early  in  calendar 
year  1994 

The  above  table  will  be  updated  in  future  issues  to  reflect  changes  in  availability.  Every  effort 
will  be  made  to  provide  accurate  statements  of  availability;  NIST  sells  SRMS  on  an  as-available 
basis.  For  technical  information,  pontact  James  R.  Ehrstein,  (301)  975.-2060;  for  ordering 
information,  call  the  Standard  Reference  Materials  Program  Domestic  Sales  Office:  (301)  975- 
6776. 
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INTERNATIONAL  WORKSHOP  ON 


Semiconductor  Characterization: 
Present  Status  and  Future  Needs 


January  30  - February  2,  1995 
Gaithersburg,  Maryland,  U.S.A. 

Sponsors 

The  Advanced  Research  Projects  Agency,  National  Institute  of  Standards  and  Technology,  and 
SEMATECH.  Other  expected  co-sponsors:  Air  Force  Office  of  Scientific  Research,  Department  of 
Energy,  Office  of  Naval  Research,  and  the  National  Science  Foundation. 

Purpose  and  Goals  of  the  Workshop 

Semiconductors  form  the  backbone  of  all  modern-day  microelectronic  and  optoelectronic  devices. 
Semiconductor  characterization  has  proven  to  be  fundamental  for  the  advancement  of  semiconductor 
technology.  A comprehensive  "world-class"  workshop  dedicated  to  giving  critical  reviews  of  the 
most  important  semiconductor  characterization  techniques  that  are  useful  to  the  semiconductor 
industry  is  envisioned.  Because  of  the  increasing  importance  of  in-line  and  in-situ  characterization 
methods,  a strong  emphasis  will  be  placed  on  ascertaining  their  present  status  and  future  needs. 

The  purpose  of  this  workshop  is  to  bring  together  scientists  and  engineers  interested  in  all  aspects  of 
characterization  (research,  development,  manufacturing,  diagnostics...):  chemical  and  physical, 
electrical,  optical,  in-situ,  and  real-time  control  and  monitoring. 

The  workshop  goals  are:  (1)  to  provide  a forum  in  which  measurements  of  current  and  future  interest 
to  the  semiconductor  industry  can  be  reviewed,  discussed,  critiqued,  and  summarized;  (2)  to 
demonstrate  and  review  important  applications  for  diagnostics,  manufacturing,  and  in-situ  monitoring 
and  control  in  real-time  environments;  and  (3)  to  act  as  an  important  stimulus  for  new  progress  in  the 
field  by  providing  new  perspectives. 


Scope  of  the  Workshop 

Papers  are  solicited  in  all  relevant  fields  of  interest  to  characterization  in  semiconductor  device 
manufacturing,  growth,  processing,  diagnostics,  in-situ,  real-time  control  and  monitoring,  etc.  All 
relevant  semiconductor  materials  will  be  addressed:  Group  IV  elements  (Si,  etc.).  Group  III-V 
compounds  (GaAs,  InP,  etc.).  Group  II-VI  compounds  (ZnSe,  HgCdTe,  etc.),  IV-VI  compounds 
(PbTe,  etc.),  and  others.  Heavy  emphasis  will  be  placed  on  invited  papers  that  provide  up-to-date 
critical  reviews  that  discuss  and  evaluate  the  science  and  technology  of  the  major  techniques  or  areas. 
Recent  developments  of  novel  measurement  methods  will  also  be  considered. 

For  technical  information,  contact:  Dr.  David  G.  Seiler,  NIST,  A305  Technology  Bldg.,  Gaithers- 
burg, MD  20899-0001,  USA,  Telephone:  301/975-2081,  Fax:  301/948-4081,  email: 
seiler@sed.eeel.nist.gov 
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The  National  Institute  of 
Standards  and  Technology 


NIST  Standard  Reference  Materials  (SRMs)  are  used  by 
thousands  of  companies  to  calibrate  their  equip- 
ment 

NIST  photomask  SRMs  help  reduce  linewidth  measure- 
ment errors  by  a factor  of  10  and  save  manufac- 
turers over  $30  million  annually 

NIST  research  in  electromigration  is  saving  manufac- 
turers over  $26  million  and  has  contributed  to  a 
new  thrust  in  building-in  reliability 

NIST  research  improved  production  yield  of  high  reli- 
ability devices  by  factors  of  2 to  35 

NIST  developed  a tester  that  characterizes  the  break- 
down of  semiconductor  power  devices  without 
destroying  them 

NIST  is  developing  test  structures  and  test  methods 
for  nanometer  overlay  metrology 

NIST  is  developing  new  optical  measurement  tools  for 
advanced  semiconductor  manufacturing 


NIST  research  works. 

Find  out  how  NIST  can  help  you. 
See  us  at  SEMICON/West  '94 
July  19-21,  1994,  San  Francisco,  Calif. 

Hall  4,  Booth  5722 
MOSCONE  CENTER 
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KEY  CONTACTS 

Laboratory  Headquarters  (810) 

Office  of  Microelectronics  Programs 
Office  of  Law  Enforcement  Standards 
Electricity  Division  (811) 

Semiconductor  Electronics  Division  (812) 
Electromagnetic  Fields  Division  (813) 
Electromagnetic  Technology  Division  (814) 


Director,  Judson  C.  French  (301)  975-2220 
Deputy  Director,  Dr.  Robert  E.  Hebner  (301)  975-2220 
Director,  Mr.  Robert  i.  Scace  (301)  975-2485 
Acting  Director,  Dr.  Daniel  E.  Frank  (301)  975-2757 
Acting  Chief,  Dr.  Alan  H.  Cookson  (301)  975-2400 
Chief,  Mr.  Frank  F.  Oettinger  (301)  975-2054 
Chief,  Mr.  Allen  C.  Newell  (303)  497-3131 
Acting  Chief,  Dr.  Richard  E.  Harris  (303)  497-3776 


INFORMATION 


For  additional  information  on  the  Electronics  and  Electrical  Engineering  Laboratory,  write  or  call: 


Electronics  and  Electrical  Engineering  Laboratory 
National  Institute  of  Standards  and  Technology 
Metrology  Building,  Room  B-358 
Gaithersburg,  MD  20899 
Telephone:  (301)975-2220 
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